
SECTION 3 

SAMPLE PROCESSING AND LABORATORY ANALYSES 

3.1 CHARACTERIZING, SUBSAMPLING AND CRUSHING SAMPLES 

3.1.1 Characterizing Samples 

3.1.1.1 Principle-- 

Even when careful  measures a r e  taken, e r ro rs  may r e s u l t  i n  t h e  label ing 
and col lect ing of samples i n  t h e  f i e ld .  This procedure i s  a laboratory 
check l i s t  t o  ver i fy  t h a t  all information was gathered when samples were 
collected.  

Samples should be checked f o r  e r ro rs  as soon as possible a f t e r  sampling. 
The time spent rechecking f i e l d  data  and samples may eliminate missing data,  
e r ro rs  i n  data,  or  unnecessary t r i p s  back t o  t he  sample s i t e  t o  co l lec t  
missing information. 

3.1.1.3 Chemicals-- 

None required. 

3.1.1.4 Materials-- 

1. Field  record book. 

2. Collected samples. 

3.1.1.5 Procedure-- 

1. Verify the  following: 

a. Sample s i t e  has been located correct ly  on a topographic map and 
longitude and l a t i t u d e  have been recorded. 

b. Surface elevation a t  sampling s i t e  has been recorded. 

c. Name, depth, and thickness of coal  seam(s) scheduled f o r  mining have 
been recorded. 



d. Total overburden thickness has been recorded. 

e. For each sample t h e  correct  s i t e  locat ion,  sample number, s o i l  o r  rock 
type ( i f  done i n  f i e l d ) ,  sampling i n t e rva l  represented by sample, depth from 
surface, and date sampled have been recorded i n  the  record book. NOTE: Both 
the  i n t e rva l  represented by the  sample and t h e  depth from t h e  surface should 
be recorded even though one can be calculated from the  other. 

2. For each overburden column, check t o  make sure t h a t  each sample 
container has a sample, i s  numbered correct ly ,  and i s  labeled correct ly .  

3. Determine rock type i n  t he  laboratory i f  not completed i n  t h e  f i e l d .  

4. Determine color i n  t he  laboratory on ground ( l e s s  t h m  60 mesh) sample. 

3.1.2 Subsamplin~ and Grinding Rock and Native So i l  Samples 

Crushing reduces the  f i e l d  sample i n to  a convenient s i z e  range f o r  use with 
various laboratory analyses. Samples a re  crushed, subsampled, and ground t o  
pass a 0.25 mm (60 mesh) sieve. 

Crusher and pulverizer should be cleaned a f t e r  each sample t o  avoid contam- 
inat ion between samples. 

Native s o i l s  a r e  s o i l  horizons which a re  taken above and a re  t r ea t ed  as  an 
extension of a core, b l a s t  hole, or  hand sampled highwall column. So i l  and 
rock samples should be air  dried,  not oven dr ied,  before subsampling and 
grinding. 

None required. 

1. Crusher, chipmunk, motor driven, capable of crushing samples t o  l e s s  
than 6.35 mm (0.25 i n )  (ca t .  No. 5-60836, Sargent-Welch Sc i en t i f i c  Company; 
or  equivalent) .  

2. Pulverizer,  capable of crushing samples t o  l e s s  than 60 mesh  e en Corp., 
Wicklif f e , Ohio, Model PA-M; or  equivalent ) . 
3. Mortar and pes t l e ,  cas t  i ron (cat .  No. 12-976, Fisher Sc i en t i f i c  
Company ; o r  equivalent ) . 
4. Sieve, 0.25 mm openings (60 mesh). 

5. Sieve, 6.35 mm (0.25 i n )  openings (optional) .  



6. Vials, p l a s t i c  wi th  snap caps, 148 cc (40 drams) capacity.  

7. Container, p l a s t i c  o r  waxed paper, 1 l i t e r  (32 oz) capacity. 

3.1.2.5 Procedure ( revised and updated from Smith e t  al. , 1974)-- 

1. Spread sample evenly on a sheet of brown paper and allow t o  a i r  dry. 
NOTE: Sample may have t o  be mixed pe r iod ica l ly  t o  speed drying. 

2. After drying, t h e  f i e l d  sample i s  s p l i t  i n t o  two representa t ive  sub- 
samples. One subsample i s  placed i n  a container,  labeled,  and s to red  f o r  
physical  analyses o r  individual  preference t e s t s .  

3. The other  subsample i s  crushed t o  6.35 mm (0.25 i n )  o r  smaller with a 
Chipmunk crusher. I f  a crusher i s  not avai lable ,  the  mater ia l  can be 
crushed using a hammer or  mortar and p e s t l e  u n t i l  it passes through a s ieve  
with 6.35 mm openings. NOTE: This s t ep  may be omitted on most na t ive  s o i l  
samples. 

4. Place sample i n  1 l i t e r  container and cover. NOTE: Containers should 
not be more than two-thirds f u l l  or  mixing ( s t e p  5 )  w i l l  be impaired. 

5. Tumble container end-over-end u n t i l  mater ia l  i s  thoroughly mixed. 

6. Place t h r e e  heaping teaspoons of t h e  mixed mater ia l  i n  t h e  pulverizer .  
Material  i s  pulverized u n t i l  it passes a 0.25 mm (60 mesh) sieve.  NOTE: A 
cas t  i ron  mortar and p e s t l e  can be subs t i tu ted  f o r  t h e  pulverizer .  

7. Place pulverized mater ia l  i n  p l a s t i c  v i a l  f o r  laboratory use. 

8. Label v i a l  with t h e  sample i d e n t i f i c a t i o n  shown on t h e  f i e l d  container. 

9. Mix sample thoroughly by tumbling t h e  v i a l  end-over-end before sub- 
sampling f o r  labora tory  procedures (primari ly chemical analyses ). 

3.1.3 Subsampling and Grinding Minesoil Samples 

3.1.3.1 Principle-- 

See 3.1.2.1 

Samples should be a i r  dr ied  before processing begins. Samples should never 
be oven dr ied  before processing. 

Pulverizer  should be cleaned a f t e r  each sample t o  avoid contamination 
between samples. 

None required. 



3.1.3.4 Materials-- 

1. Wooden r o l l i n g  pin (kitchen s t y l e ) .  

2. Pulverizer,  capable of crushing samples t o  l e s s  than 60 mesh  e en. Corp., 
Wickliffe, Ohio, Model PA-M; or  equivalent ) . 
3. Sieve, 20 cm (8 i n )  diameter, 19 mm (0.75 i n )  openings. 

4. Sieve, 20 cm ( 8  i n )  diameter, 6.35 mm (0.25 i n )  openings. 

5. Heavy brown h a f t  paper. 

6. V i a l s ,  p l a s t i c  with snap caps, 148 cc (40 drams) capacity. 

7. Containers, l a rge  enough t o  contain sample f ract ions .  

8. Large spatula. 

1. Pour f i e l d  sample out onto a l a rge  square of brown paper. Spread 
material  evenly and allow t o  air dry. NOTE: Sample may have t o  be mixed 
per iodical ly  t o  speed drying. 

2. After drying, t h e  f i e l d  sample i s  s p l i t  i n to  two representa t ive  
subsamples. One subsample i s  placed i n  a container, labeled,  and s tored 
fo r  physical analyses or  individual  preference t e s t s .  

3. The other  subsample i s  placed between two sheets of brown paper and 
crushed by moderately r o l l i n g  over t h e  top sheet with a ro l l i ng  pin. This 
process i s  continued u n t i l  t h e  e n t i r e  f i e l d  sample has been processed. 
NOTE: Do not allow paper fragments t o  become incorporated with t he  s o i l  
sample. Do not crush rock fragments. 

4. Pass t h e  crushed material  through a sieve with 19 mm openings and 
discard mater ia l  re ta ined on t he  sieve.  

5. A l l  mater ia l  passing t h e  19 mm sieve i s  crushed t o  pass through a 
sieve with 6.35 mm openings. 

6. Place sieved sample i n  a 1 l i t e r  container and cover. NOTE: Container 
should not be more than two-thirds full o r  mixing ( s tep  7 )  w i l l  be impaired. 

7. Tumble container end-over-end u n t i l  mater ia l  i s  thoroughly mixed. 

8. Place th ree  heaping teaspoons of t he  mixed mater ia l  i n  t h e  pulverizer.  
Material i s  pulverized u n t i l  it passes a 0.25 mm (60 mesh) sieve.  NOTE: A 
cast  i r on  mortar and pes t l e  can be subst i tu ted f o r  t h e  pulverizer.  

9. Place pulverized mater ia l  i n  a p l a s t i c  v i a l  f o r  laboratory use. 



10. Label v i a l  with t he  sample iden t i f i ca t ion  shown on t h e  f i e l d  container. 

11. Mix sample thoroughly by tumbling t he  v i a l  end-over-end before 
subsampling f o r  laboratory procedures (primarily chemical analyses).  

3.2 CHEMICAL METHODS 

3.2.1 Summary 

Chemical methods fo r  characterizing overburdens and minesoils a r e  given. 
For a par t i cu la r  parameter, more than one method may be l i s t ed .  This w i l l  
allow the  user of t h e  manual some freedom of choice. 

The determination of tox ic  o r  nontoxic materials  due t o  ac id i t y  is  over- 
r id ing i n  importance i n  t h e  Appalachian and Eastern and Western I n t e r i o r  
Coal Provinces. The methods fo r  determining toxic  or po t en t i a l l y  toxic  
materials  a re  given high p r i o r i t y  and a re  l i s t e d  a t  the  very f ron t  of t h e  
chapter. Methods 3.2.2, 3.2.3, 3.2.4, and 3.2.6 a re  used t o  determine t h e  
acid-base balance of minesoils and overburdens. 

Next i n  importance i s  t he  nu t r ien t  s t a t u s  of t he  overburden materials .  
Nutrient s t a tu s  can be measured by using methods 3.2.5, 3.2.6, and 3.2.15. 
These methods give a measure of plant  nu t r ien t s  such as phosphorus, 
potassium, calcium, magnesium, and nitrogen. A knowledge of what p lant  
nu t r ien t s  a re  contained i n  an overburden mater ia l  enables t h e  mine operator 
t o  e f f i c i e n t l y  plan t he  mining operation so t h a t  f u l l  advantage can be 
taken of these  nu t r ien t s  i n  the  resu l t ing  minesoil. 

For more intensive study of minesoils and overburden mater ia ls ,  procedures 
for  determining t he  cation exchange capacity (3.2.16 and 3.2.17) a r e  given. 
Ways of estimating t h e  lime requirement i n  minesols a re  presented i n  
methods 3.2.7 through 3.2.10. Also, methods applicable t o  a r i d  and semi- 
a r i d  regions have been included. 

3.2.2 Paste p H  

3.2.2.1 Principle- 

Perhaps t h e  most commonly measured s o i l  charac te r i s t i c  i s  pH. S o i l  pH was 
defined by Sorensen (1909) as t h e  negative logarithm of t he  hydrogen-ion 
concentration. However, i n  ac tua l i ty ,  hydrogen-ion a c t i v i t y  is  measured 
ins tead of hydrogen-ion concentration. 

S o i l  pH i s  measured by a g lass  electrode incorporated with a pH meter f o r  
t h i s  procedure. Water i s  added t o  t he  sample forming a paste. The electrode 
i s  placed i n  t he  paste  with pH being read d i r ec t l y  from t h e  meter. 

3.2.2.2 Comments- 

S ix  factors  a f fec t ing  t h e  measurement of pH are:  (1) drying t h e  s o i l  sample 
during preparation; (2)  s o i l  :water r a t i o  used; ( 3 )  soluble salts content ; 



( 4 )  seasonally influenced carbon dioxide content; (5)  amount of grinding 
given t h e  s o i l ;  and (6 )  electrode junction po ten t ia l  (~ackson ,  1958; Peech, 
1965 1. 

Care must be taken t o  insure  electrode l i f e  and accurate pH measurements: 
( 1 )  Electrode should not remain i n  t he  sample longer than necessary f o r  
a reading, especia l ly  i f  more a lkal ine  than pH 9.0. ( 2 )  Electrode should 
be washed with a j e t  of d i s t i l l e d  water from a wash b o t t l e  a f t e r  every 
measurement (sample o r  buffer solut ion) .  (3 )  Electrode should be dipped 
i n  d i l u t e  ( 1  pa r t  ac id  t o  3 p a r t s  water) hydrochloric acid  f o r  a few seconds 
and washed with d i s t i l l e d  water t o  remove any calcium carbonate f i lm which 
may form, especia l ly  from alkal ine  samples. ( 4 )  Drying out of t h e  electrode 
should be avoided. Electrode is cleaned and suspended i n  d i s t i l l e d  water 
(which i s  protected from evaporation) f o r  storage. ( 6 )  Place pH meter i n  
standby posi t ion when electrode is  not i n  a solution (~ackson ,  1958; Peech, 
1965 1. 

The pH meter and electrode should be standardized with buffers d i f fe r ing  by 
3 or  4 pH un i t s ,  such as 4.0 and 7.0, before beginning a s e r i e s  of 
measurements. After every t en th  measurement, recheck t h e  standardization 
with both buffers.  Care should be taken not t o  contaminate one buffer  
with t he  other buffer  o r  with t h e  t e s t  solution.  Never re turn  used 
standard buffers t o  t h e i r  stock bo t t l es .  The procedure describes t h e  
technique f o r  measuring pH with a glass  electrode and meter. I f  pH i s  
taken i n  t he  f i e l d  using color paper s t r i p s  or  indicator  solut ions ,  
modification w i l l  have t o  be made by qua l i f i ed  personnel t o  t h e  procedure. 

1. Standard buffer  solut ions ,  pH 4.00 and pH 7.00. 

2. D i s t i l l ed  water ( ~ ~ 0 ) .  

1. pH meter (corning model 12 or equivalent ) equipped with combination 
electrode. 

2. Paper cups, 30 m l  (1 oz)  capacity. 

3. P l a s t i c  cups. 

4. S t i r r i n g  rod. 

5. wash b o t t l e  containing d i s t i l l e d  water. 

6. Balance, can be read t o  0.1 g. 

1. Turn on, adjus t  temperature se t t ing ,  and "zero" pH meter per  
ins t ruc t ion  manual. 



2. Place pH 4.0 and pH 7.0 standard buffers  i n  two p l a s t i c  cups (one 
buffer  i n  each cup). NOTE: NEVER return used buffers t o  stock bo t t l es .  

3. Place electrode i n  t h e  pH 7.0 buffer. 

4. Adjust pH meter t o  read pH 7.0. 

5 .  Remove electrode from buffer  solution and wash with a j e t  of d i s t i l l e d  
water from a wash bo t t l e .  

6. Place electrode i n  t h e  pH 4.0 buffer and check t he  pH reading. NOTE: 
I f  pH meter var ies  more than 5 0.1 pH un i t s  from 4.0, something i s  wrong 
with t he  pH meter, electrode,  or  buffers.  

7. Weigh 10 g of l e s s  than 60 mesh material  i n to  a paper cup. 

8. Add 5 m l  of d i s t i l l e d  water t o  sample. NOTE: Do not stir! Allow water 
t o  wet sample by cap i l l a ry  action without s t i r r i ng .  With most overburden and 
minesoils materials ,  t he  2 :1 (soi1:water ) r a t i o  provides a sa t i s fac tory  paste  
f o r  pH measurements; however, f o r  t h e  very coarse textured and t he  very f i ne  
textured mater ia l ,  more material  or  water can be added t o  bring t h e  s o i l  near 
saturation.  A t  near sa turat ion conditions, water should not be puddled nor 
dry s o i l  appear a t  the  surface. 

9. S t i r  sample with a spatula  u n t i l  a t h i n  paste i s  formed adding more 
water o r  s o i l  as required t o  keep s o i l  a t  sa turat ion point. NOTE: A t  
sa tura t ion,  t h e  s o i l  paste g l i s t ens  as it r e f l e c t s  l i g h t  and t h e  mixture 
s l i de s  off  the  spatula eas i ly .  Wash t he  spatula  with a j e t  of d i s t i l l e d  
water before s t i r r i n g  another sample. 

10. Place electrode i n  paste and move careful ly  about t o  insure removal of 
water f i lm around t h e  electrode. CAUTION: Do not t r a p  pa r t i c l e s  between 
electrode and ins ide  surface of t he  sample container. Electrodes a r e  
eas i ly  scratched. Contact between paste and electrode should be gent le  t o  
avoid both impact and scratching damage, especia l ly  i n  sandy samples. 

11. When reading remains constant, record pH and remove electrode from 
paste. Carefully wash electrode with d i s t i l l e d  water t o  insure removal of 
a l l  paste. If all pH measurements m e  completed, the  electrode should be 
stored i n  a beaker of d i s t i l l e d  water. NOTE: After every 10 samples, check 
meter ca l ib ra t ion  with standard buffers. 

3.2.3 Neutral ization Po ten t ia l  

3.2.3.1 Principles- 

The amount of neutra l iz ing bases, including carbonates, present i n  over- 
burden mater ia ls  i s  found by t r ea t i ng  a sample with a known excess of 
standardized hydrochloric acid. The sample and acid a re  heated t o  insure 
t h a t  t h e  reaction between the  acid and the  neu t ra l i ze rs  goes t o  completion. 



The calcium carbonate equivalent  of t h e  sample i s  obtained by determining 
t h e  amount of unconsumed ac id  by t i t r a t i o n  with standardized sodium 
hydroxide ( ~ a c k s o n ,  1958). 

A f i z z  r a t i n g  of t h e  neu t ra l i za t ion  p o t e n t i a l  i s  made f o r  each sample t o  
insure  t h e  addi t ion  of s u f f i c i e n t  ac id  t o  reac t  all t h e  calcium carbonate 
present .  

During diges t ion,  do not b o i l  samples. I f  bo i l ing  occurs, d iscard  sample 
and rerun. Before t i t r a t i n g  with ac id ,  f i l l  buret with ac id  and dra in  
completely. Before t i t r a t i n g  with base, f i l l  buret  with base and dra in  
completely t o  assure t h a t  f r e e  t i t r a n t  i s  being added t o  t h e  sample. 

1. Carbon dioxide-free water: Heat d i s t i l l e d  water jus t  t o  b o i l i n g  i n  a 
beaker. Allow t o  cool s l i g h t l y  and pour i n t o  a container equipped with 
a s c a r i t e  tube. Cool t o  room temperature before using. 

2. Hydrochloric ac id  ( H C ~ )  so lu t ion,  0.1 - N ,  c e r t i f i e d  grade  ishe her SO-A-54 
o r  equivalent ) . 
3. Sodium hydroxide ( N ~ O H )  , approximately 0.5 N: Dissolve 20.0 g of NaOH 
p e l l e t s  i n  carbon dioxide-free water and dilute-to 1 l i t e r .  P ro tec t  from 
C02 i n  t h e  a i r  with a s c a r i t e  tube. Standardize solut ion by placing 50 m l  of 
c e r t i f i e d  0 .1  N H C 1  i n  a beaker and t i t r a t i n g  with t h e  prepared 0.5 N NaOH 
u n t i l  a pH of 7.00 i s  obtained. Calculate t h e  Normality of t h e  N ~ O H - U S ~ ~ ~  

t h e  following equation: 

N2 = ( N ~ v ~ ) / V ~ ,  where: 

V1 = Volume of H C 1  used. 

N1 = Normality of H C 1  used. 

V2 = Volume of NaOH used. 

N2 = Calculated Normality of NaOH. 

4. Sodium hydroxide ( N ~ O H )  approximately 0.1 N: Dilute 200 m l  of 0.5 N 
NaOH with carbon dioxide-free water t o  a volume of 1 l i t e r .  P ro tec t  from 
C02 i n  a i r  with a s c a r i t e  tube. Standardize solut ion by placing 20 m l  of 
c e r t i f i e d  0.1 N H C 1  i n  a beaker and t i t r a t i n g  with t h e  prepared 0.1 N NaOH 
u n t i l  a pH of 7.00 i s  obtained. Calculate t h e  Normality of t h e  NaOH using 
the  equation i n  3.2.3.3 No. 3. 

5. Hydrochloric ac id  ( H C ~ ) ,  approximately 0.5 N: Di lu te  42 m l  of concen- 
t r a t e d  H C 1  t o  a volume of 1 l i t e r  with d i s t i l l e d  water. Standardize solut ion 
by placing 20 ml of the  known Normality NaOH prepared i n  3.2.3.3 No. 3 i n  a 
beaker and t i t r a t i n g  with t h e  prepared H C 1  u n t i l  a pH of 7.00 i s  obtained. 



Calculate t he  Normality of t he  HC1 using the  following equation: 

N1 = ( N ~ v ~ )  /vl, where : 

V2 = Volume of NaOH used. 

N2 = Normality of NaOH used. 

V1 = Volume of H C 1  used. 

N 1  = Calculated Normality of HC1. 

6.  Hydrochloric acid ( H C ~ )  , approximately 0.1 N: Dilute 200 m l  of 0.5 N 
H C 1  t o  a volume of 1 l i t e r  with d i s t i l l e d  water. Standardize solut ion as  
i n  3.2.3.3.5, but use 20 m l  of t h e  known Normality NaOH prepared i n  3.2.3.3 
No. 4. 

7. Hydrochloric acid ( H C ~ ) ,  1 par t  acid t o  3 pa r t s  water: Dilute 250 ml of 
concentrated H C 1  with 750 m l  of d i s t i l l e d  water. 

1. Flasks, Erlenmeyer, 250 ml. 

2. Buret, 100 ml (one required fo r  each acid and one f o r  each base).  

3. Hotplate, steam bath can be substi tuted.  

4. pH meter (Corning Model 12 or  equivalent)  equipped with combination 
electrode. 

5. Balance, can be read t o  0.01 g. 

3.2.3.5 Procedure (revised and updated from Smith e t  al., 1974)-- 

1. Place approximately 0.5 g of sample ( l e s s  than 60 mesh ) on a piece of 
aluminum f o i l .  

2. Add one o r  two drops of 1 :3  H C 1  t o  t he  sample. The presence of CaC03 
i s  indicated by a bubbling or audible "fizz." 

3. Rate the  bubbling or  "fizz1' i n  s tep  2 as indicated i n  Table 1. 

4. Weigh 2.00 g of sample ( l e s s  than 60 mesh) i n to  a 250 m l  Erlenmeyer 
f lask.  

5. Caref'ully add H C 1  indicated by Table 1 in to  the  f l a sk  containing sample. 

6. Heat nearly t o  boil ing,  swirling f l ask  every 5 minutes, u n t i l  react ion 
i s  complete. NOTE: Reaction i s  complete when no gas evolution i s  v i s i b l e  
and pa r t i c l e s  s e t t l e  evenly over t h e  bottom of the  f l ask .  



TABLE 1. VOLUME AND NORMALITY OF HYDROCHLORIC ACID USED FOR EACH FIZZ 
RATING 

- -- 

Fizz Rating 

None 

Sl ight  

Moderate 

Strong 

7. Add d i s t i l l e d  water t o  make a t o t a l  volume of 125 m l .  

8. Boil  contents of f l ask  f o r  one minute and cool t o  s l i g h t l y  above room 
temperature. Cover t i g h t l y  and cool t o  room temperature. CAUTION: Do not 
place rubber stopper i n  hot f l a sk  a s  it may implode upon cooling. 

9. Ti t r a t e  using 0.1 N NaOH or  0.5 N NaOH (concentration exactly known 
pH 7.0 using an electrometric pH meter and buret .  The concentration of 
used i n  t h e  t i t r a t i o n  should correspond t o  t he  concentration of t he  H C 1  
i n  s tep  5. NOTE: T i t r a t e  with NaOH u n t i l  a constant reading of pH 7.0 
remains f o r  a t  l e a s t  30 seconds. 

>, t o  
NaOH 
used 

10. If l e s s  than 3 m l  of t he  NaOH i s  required t o  obtain a pH of 7.0, it i s  
l i ke ly  t h a t  t he  H C 1  added was not suf f ic ien t  t o  neu t ra l i ze  a l l  of t he  base 
present i n  t he  2.00 g sample. A duplicate sample should be run using t h e  
next higher volume or concentration of acid a s  indicated i n  Table 1. 

11. Run a blank for  each volume or  normality of acid  using s teps  5,7, 8, 
and 9. 

1. Constant ( c )  = (ml acid  i n  blank)/(ml base i n  blank).  

2. m l  acid  consumed = (ml acid added) - ( m l  base added X c) .  

3. Tons CaCO3 equivalent/thousand tons of mater ia l  = (ml of acid  consumed) 
X (25.0) X ( 5  of ac id ) .  



3.2.4 Maximum Poten t ia l  Acidity by Total  Sulfur Determination 

This method measures t he  t o t a l  su l fu r  i n  a sample. I f  all of t h e  t o t a l  
sul fur  occurs i n  p y r i t i c  forms, t h e  calcula t ion of maximum po ten t i a l  a c id i t y  
from sulfur  corresponds with ac tua l  po ten t ia l  ac id i ty  from su l fur .  But i f  
pa r t  of t h e  su l fu r  occurs i n  other forms, t h e  m a x i m u m  as calcula ted w i l l  be 
too high. This i s  t he  reason t ha t  such calculations a r e  re fe r red  t o  as 
maximums and i n  doubtful cases approximate determinations should be made 
which ru l e  out o ther  su l fu r  forms (see 3.2.6). These determinations a r e  
not necessary when t he  maximum acid from t o t a l  su l fu r  i s  within sa fe  l i m i t s .  

A sample i s  heated t o  approximately 1 6 0 0 ~ ~ .  A stream of oxygen i s  passed 
through t he  sample during t h e  heating period. Sulfur dioxide i s  released 
from the  sample and col lected i n  a d i l u t e  hydrochloric acid solut ion 
containing potassium iodide, s tarch,  and a small amount of potassium iodate. 
This solut ion i s  automatically t i t r a t e d  with a standard potassium iodate  
solution.  

A t r a ce  amount of potassium iodate reac t s  v i t h  potassium iodide and d i l u t e  
hydrochloric acid t o  y i e ld  f r ee  iodine, potassium chloride and water. The 
f r e e  iodine combines with t he  su l fu r  dioxide and water t o  y i e ld  su l fu r i c  
acid and hydroiodic acid. The amount of potassium iodate  solut ion used 
during t he  t i t r a t i o n  i s  recorded. The calcula t ion of t h e  percent t o t a l  
su l fu r  i s  based on t he  potassium iodate  measurement (smith e t  a l . ,  1974). 

Some samples, e.g. coal ,  when f i r s t  placed i n  t he  furnace may change the  
color of t he  solut ion i n  t he  t i t r a t i o n  vessel  t o  pink or  purple (probably due 
t o  organic compounds). Some samples may contain halogens ( iodine,  chlorine,  
f luor ine)  which darken the  solut ion i n  t he  t i t r a t i o n  vesse l  and w i l l  there- 
fo re  produce r e su l t s  t h a t  a re  low. The halogen problem, i f  encountered, may 
be eliminated by the  use of an antimony t r a p  between the  furnace and 
t i t r a t i o n  assembly. Interference may r e su l t  with samples high i n  nitrogen; 
however, t h i s  does not appear t o  happen with rock samples. Additional 
information can be obtained by reading Leco Equipment Application 120 and 
Ins t ruct ions  f o r  Analysis of Sulfur i n  Hydrocarbons by t he  Leco High 
Frequency Combustion Ti t ra t ion  Procedure. 

Materials with a low chroma (2  or  l e s s )  may have a high (over 1.0%) sul fur  
content; therefore ,  use a 0.250 g sample when t h e  chroma of t h e  mater ia l  i s  
1 or  2. If the  chroma of t h e  mater ia l  i s  zero, a 0.100 g sample i s  used. If 
sulfur  i s  not detectable o r  more accurate values a re  desired i n  t h i s  sample 
s ize ,  increase t o  next highest sample s i z e  and rerun. 

Read e n t i r e  manuals on both t he  Leco Induction Furnace and t he  Automatic 
T i t ra to r .  

Periodically clean t i t r a t i o n  chamber and associated glassware with acetone 
or  concentrated hydrochloric acid and r inse  thoroughly with d i s t i l l e d  water. 



The following procedure i s  f o r  use with a LECO Induction Furnace, Model 521 
with Automatic Sulfur T i t r a to r ,  Model 532. Other s imilar  or  advanced models 
of t h i s  instrumentation may perform equally well; however, t h e  following 
procedure w i l l  require  de ta i l ed  modifications by a qua l i f i ed  person f o r  
appl icat ion t o  other instruments. 

1. Iron chip accelera tor  ( ~ e c o  number 501-077). 

2. Iron powder accelera tor  (Leco number 501-078). 

3. Copper r ing  (Leco number 550-189). 

4. Magnesium oxide ( M ~ o )  . 
5. Potassium iodate  ( M O ~ ) ,  0.0052 - 1: Dissolve 1.110 g KI03 i n  d i s t i l l e d  
water and d i l u t e  t o  1 l i t e r .  

6. Hydrochloric acid  ( H C ~ )  solution:  Dilute 15  ml of concentrated H C 1  t o  a 
volume of 1 l i t e r  with d i s t i l l e d  water. 

7. Arrowroot s ta rch  solution:  Dissolve 4.0 g of arrowroot s ta rch  (Leco 
number 501-061) i n  100 ml of d i s t i l l e d  water i n  a 250 ml beaker. S t i r  on 
a mechanical s t i r r e r  with a s t i r r i n g  bar. While s ta rch  i s  s t i r r i n g ,  b o i l  
300 ml of d i s t i l l e d  and deionized water i n  a 600 m l  beaker. Remove from 
heat  when bo i l ing  point i s  reached. Remove s ta rch  from s t i r r e r .  Place 
boiled water on mechanical s t i r r e r  with s t i r r i n g  bar. While water i s  
continually s t i r r i n g ,  add 5 m l  of s ta rch  mixture i n  20 second in te rva l s  
u n t i l  a l l  s ta rch  solut ion has been added. Place a small amount of t he  
solut ion i n  the  600 ml beaker back i n t o  the  250 ml beaker t h a t  contained 
t h e  s ta rch  mixture. Wash beaker by hard swirl ing and then pour contents 
back i n t o  t h e  600 m l  beaker. Continue s t i r r i n g  solut ion i n  t he  600 ml beaker 
allowing solut ion t o  cool t o  40°C. Add 12.0 g of potassium iodide (KI). 
Continue s t i r r i n g  f o r  15 t o  20 minutes. 

8. Potassium iodide (KI). 

9. Sulfur standards (Leco number 501-502). 

1. Leco Automatic Sulfur Analyzer, package un i t ,  number 634-700. 

2. Scoops, 0.2 m l  volume. 

3. Ceramic crucibles with porous covers. 

4. Carboys, 19 l i t e r s  ( 5  ga l ) .  

5. Tongs. 



6. Glass wool. 

7. Oxygen regula tors .  

8. Mechanical s t i r r e r .  

9. S t i r r i n g  bar. 

10. Combustion tube,  hydrocarbon ( Leco number 519-004 1. 

11. Hot p la te .  

12. Balance, can be read t o  0.001 g. 

3.2.4.5 Procedure ( rev i sed  and updated from Smith e t  al., 1974)-- 

NOTE: Read e n t i r e  manuals on Leco Furnace, Automatic T i t r a t o r  and t h i s  
e n t i r e  procedure before s t a r t i n g .  

1. Place one l e v e l  scoop of i r o n  chips i n  crucible .  

2. Weigh 0.500 g of sample ( l e s s  than 60 mesh) i n t o  t h e  crucible .  

NOTE: For samples t h a t  a r e  suspected t o  contain over 1% sul fu r  o r  have a 
chroma of l e s s  than 2,  see  3.2.4.2. 

3. Add one scoop MgO. 

4. Add one copper r i n g  and then one scoop of i ron  powder. 

5. Gently shake t h e  crucible  t o  evenly cover t h e  bottom and place  one 
porous cover on t h e  crucible .  

6 .  Turn on "Filament Voltage1' g r i d  t a p  t o  medium posit ion.  

7. Wait f o r  one minute then tu rn  "High Voltage" switch t o  ON. 

8. Set "Ti t ra te-~ndpoint"  switch t o  i t s  middle pos i t ion .  

9.  Turn on t i t r a t o r  (upper l e f t  switch above " ~ n d p o i n t  ~ d j u s t " ) .  

10. Drain "T i t ra t ion  Vessel" completely. 

11. Set timer switch t o  ON, ad jus t  timer t o  10 minutes, o r  a time 
s u f f i c i e n t  t o  s a t i s f y  s t eps  25, 26, and 27. 

12. Slosh carboys containing H C 1  and KI03 t o  mix t h e  condensate on t h e  
walls  of t h e  container. 

13. F i l l  "Iodate Buret." 



14. F i l l  "Ti t ra t ion  Vessel" approximately one-third f'ul.1 with t h e  H C 1  
solut ion.  

15. Turn on oxygen. Set t h e  pressure  t o  15  p s i ,  and t h e  flow r a t e  t o  1.0 
l i t e r  pe r  minute. NOTE: Oxygen flow must be s t a r t e d  before s t a r c h  i s  added. 

16. Raise t h e  "Locking Mechanism Handle" WITHOUT a sample c ruc ib le  on t h e  
pedes ta l ,  and lock i n  place. NOTE: Make sure  t h e r e  i s  an a i r t i g h t  contact  
between sample platform and combustion chamber by observing a vigorous 
bubbling i n  t h e   i it ration Vessel" chamber. 

17. Add one measure ( 5  m l )  of s t a r c h  solut ion.  NOTE: I f  so lu t ion  i n  
"T i t ra t ion  Vessel" chamber tu rns  t u r b i d  o r  yellow a f t e r  s t a r c h  so lu t ion  i s  
added, tu rn  o f f  t h e  instrument following s t eps  33 through 39 and make NEW 
s t a r c h  solut ion.  

18. Set  itra rate-Endpoint1' switch t o  "Endpoint." 

19. After a  few seconds when t i t r a n t  l e v e l  i n  "1odate ~ u r e t "  has stopped 
f a l l i n g  ( ~ u r e t  reading should be no more than 0.004) t h e  solut ion i n  t h e  
"T i t ra t ion  Vessel" chamber should be a deep blue. NOTE: I f  t h e  so lu t ion  
i s  a pa le  blue o r  almost black,  tu rn  o f f  t h e  instrument following s t eps  33 
through 39 and make NEW s t a r c h  solut ion.  

20. Se t  "Titrate-Endpoint" switch t o  middle pos i t ion  and lower "Locking 
Mechanism Handle. " 

21. Ref ill "Iodate Buret. " 

22. Place sample crucible  on pedes ta l ,  making sure  it i s  centered, and 
ca re fu l ly  r a i s e  " ~ o c k i n g  Mechanism Handle" and lock i n  place. 

NOTE: Make su re  t h e r e  i s  an a i r t i g h t  contact  between sample platform and 
combustion chamber by observing a vigorous bubbling i n  the  co it ration 
Vessel" chamber. 

23. Set  "Titrate-Endpoint" switch t o  T i t r a t e ,  o r  i f  it i s  known t h a t  sample 
w i l l  evolve SO2 slowly, s e t  switch at Endpoint. The Endpoint s e t t i n g  a c t s  
a s  a  "Fine control1' allowing buret  valve t o  discriminate smaller  increments. 

24. Push RED button on t imer t o  s t a r t  analys is .  

25. P l a t e  current  must go t o  400-450 ma  f o r  a t  l e a s t  2 minutes during t h e  
analys is ;  i f  not ,  reweigh and rerun sample. 

26. Adjust rheosta t  t o  prevent p l a t e  current  from exceeding 450 ma. 

27. When bure t  reading does not change f o r  2 minutes, and P l a t e  Current 
has achieved 400 t o  450 ma,  it can be assumed t h a t  a l l  of t h e  s u l f u r  has 
been removed from t h e  sample. I f  buret  reading is  s t i l l  changing when timer 
shuts off  instrument, s e t  Timer Switch t o  OFF, which r e s t a r t s  furnace,  leave  
furnace on u n t i l  bure t  is s t a b l e  f o r  2 minutes, then t u r n  Timer Switch t o  ON. 



28. Set "Titrate-~ndpoint" t o  middle position. IMPORTANT: Record 
t i t r a t i o n  reading. 

29. Lower sample platform, remove crucible using tongs, place f resh  sample 
crucible i n  place, but do not close sample chamber. 

NOTE: S l igh t ly  drain t i t r a t i n g  chamber t o  maintain or ig ina l  level.  Drain, 
f lush,  and r e f i l l  t i t r a t i n g  chamber every 3rd sample, or more often i f  a 
l a rge  quanti ty of t i t r a n t  was used by the previous sample (steps 16-22). 

30. R e f i l l  KI03 buret. 

31. Close sample chamber, making sure it is  t i gh t .  Check endpoint ( s teps  
18, 19  and 21). 

32. Go t o  s tep 23 and continue u n t i l  a l l  samples have been processed. 

33. Turn "Titrate-Endpoint " switch t o  mid position. 

34. Turn off main O2 valve on top of tank. 

35. Turn off "High Voltage. " 

36. Turn off Automatic Ti t ra tor .  

37. Drain t i t r a t i o n  chamber; f lush twice with a chamber full of H C 1  solut ion 
or water, cover and leave chamber f u l l  of H C 1  solution. 

38. I f  O2 has stopped bubbling i n  the  purifying t r a i n ,  tu rn  off  small 
knurled valve on gauge out le t .  

39. Turn off "Filament Voltage. " 

1. Percent sulfur. NOTE: Percent sulfur i s  dependent upon the  concentra- 
t i on  of potassium iodate t i t r a n t  and sample size.  

A. Using 1.110 g KI03/L and 0.500 g sample (0.005 - 1.00% sulfur  range) 
%S = Buret reading X 5.0. 

B. Using 1.110 g KI03/L and 0.250 g sample (0.010 - 2.00% sulfur  range) 
%S = Buret reading X 10.0. 

C. Using 1.110 g KI03/L and 0.100 g sample (0.025 - 5.00% sulfur  range) 
%S = Buret reading X 25.0. 

2. To convert 7 sulfur  t o  maximum CaC03 equivalents : Multiply % su l fur  
by 31.25 t o  get tons CaC03 equivalent/1000 tons of material. 



3.2.5 Sodium Bicarbonate Extractable Phosphorus 

This method i s  a non-destructive extract ion of phosphorus from t h e  surfaces  
of pa r t i c l e s .  The pH of extract ing solution remains nearly constant during 
the  extract ion procedure. 

The concentration of phosphorous i n  solution increases i n  calcareous, 
a lkal ine or  neu t ra l  s o i l s  containing calcium phosphates since t h e  concentra- 
t i on  of calcium decreases due t o  t he  precipi ta t ion of calcium as calcium 
carbonate. I n  the  presence of t he  solid-phase ca lc i te ,  the  concentration 
of calcium i s  6 X 10-7 M i n  t he  extract ing solution a t  equilibrium. A s  t h e  
pH r i s e s ,  the  phosphoro& concentration increases i n  acid s o i l s  containing 
aluminum and i ron  phosphates. Secondary precipi ta t ion reactions a r e  reduced 
t o  a minimum i n  acid and calcareous s o i l s  because the aluminum, calcium, 
and i ron  concentrations remain a t  a low l eve l  i n  t h i s  extractant  (0lsen and 
Dean, 1965 ) . 

Temperature of the  extacting solut ion and t h e  shaking speed may cause 
var ia t ions  i n  the  resu l t s .  Phosphorous increases approximately 0.43 ppm 
f o r  each degree r i s e  i n  temperature between 20' and 30°C f o r  s o i l s  t e s t i n g  
between 5 and 40 ppm of phosphorous. 

P l a s t i c  containers should be used t o  s to re  the  extracting solution.  If 
glass  is  used, a f resh  solut ion should be prepared every month, s ince the  
pH tends t o  increase with time resu l t ing  i n  a higher value f o r  extractable  
phosphorous. 

This method i s  especially important f o r  overburdens or  minesoil because 
carbonates often are  present, even when the paste pH i s  below 7. 

A shaking speed of 2 should be used on the Burrell  wrist-action shaker. 
Other shakers may be used, but when the  speed increases grea t ly  from tha t  
of the Burrel l  shaker, somewhat higher r e su l t s  m a y  be obtained. 

1. Sodium bicarbonate ( N ~ . H c o ~ ) ,  0.5 M: Dissolve 42.0 g of NaHC03 and 
d i lu t e  t o  1 l i t e r  with carbon dioxidezfree water (see 3.2.3.3 No. 1). 
Adjust t o  pH 8.5 with 1 N NaOH. Protect  from C02 i n  air with soda lime 
o r  a sca r i t e  i n  a guard tEbe. Store i n  polyethylene container and make 
fresh every 2 months. 

2. Ammonium molybdate ( (NH4 ) 6 ~ ~ T 0 2 4 .  4 ~ 2 0 )  : Dissolve 15.0 g of 
( N H ) + ) ~ M O ~ O ~ ~ - ~ H ~ O  i n  300 m l  of w a r m  d i s t i l l e d  water. F i l t e r  i f  cloudy 
and allow t o  cool. Gradually add 342 m l  of 12.0 M ( 37%) HC1. Dilute - 
t o  1 l i t e r  with d i s t i l l e d  and deionized water. 



3. Stannous chloride (snc12* 2H20 ) , stock solution:  Dissolve 10.0 g of 
SnC12*2H20 ( la rge  c ry s t a l s )  i n  25 ml of 12.0 M (37%) HC1. Store i n  brown 
glass  b o t t l e  i n  a re f r igera to r .  Prepare f resh every 2 months. 

4. Stannous chloride (snc12'2H20), d i l u t e  solution:  Mix 0.5 ml of 
SnC12* 2H20 stock solut ion with 66 ml of d i s t i l l e d  water. Prepare 
d i l u t e  solut ion f o r  each s e t  of determinations. 

5. Potassium phosphate (KH2p04), standard phosphorus stock solution:  
Dissolve 0.4393 g of KH2P04 with 500 ml of d i s t i l l e d  water and d i l u t e  t o  
1 l i t e r .  Add 5 drops of toluene t o  reduce microbial growth. This is  a 
100 ppm P standard. 

6. Potassium phosphate (KH2p04), d i l u t e  solution:  Dilute 20 ml of 
KH2PO4 stock solut ion t o  1 l i t e r  with d i s t i l l e d  water. NOTE: This 
solution contains 2 micrograms of P per ml (2  ppm). 

7. Toluene ( c ~ H ~ c H ~ ) .  

8. Hydrochloric acid ( H C ~ )  , 12 M (37%). 

9. Decolorizing charcoal, Darco (3-60 (J. T. Baker Co. or equivalent ). 

Flasks, Erlenmeyer, 50 ml with stoppers. 

Flasks, volumetric, 25 ml, with caps. 

Flask, volumetric, 1000 ml. 

Funnels, 60 mm diameter. 

Funnel rack. 

Beakers, 50 ml. 

Cylinder, graduated 25 ml. 

Pipet ,  20 m l .  

Pipet ,  10 ml. 

Pipet ,  5 ml. 

Pipet ,  1 ml. 

F i l t e r  paper, 110 mm diameter, medium porosity,  ashless (Whatman 
40, s & S 589, or equivalent) .  

13. Balance, can be read t o  0.0001 g. 



14. Shaking machine, Wrist-Action ( ~ u r r e l l  model BB or  equivalent ) . 
15. Colorimeter o r  Spectrophotometer, with f i l t e r  or  adjustment t o  
provide 660 nm incident l i gh t .  

16. Cuvettes o r  matched t e s t  tubes t o  f i t  above colorimeter. 

17. pH meter (Corning model 12 or equivalent)  equipped with combination 
electrode. 

18. Measuring spoon, 1 /4  teapoon volume. 

3.2.5.5 Procedure (revised and updated from Smith e t  al., 19'74)-- 

I. Add 1.250 g of l e s s  than 60 mesh rock o r  s o i l  sample, 1 / 4  teaspoon 
decolorizing carbon, and 25 ml of NaHC03 solut ion t o  t h e  50 ml Erlenmeyer 
f lask.  Stopper t he  f lask.  

2. Shake f o r  30 minutes using a shaking speed of 2 on a Burre l l  wrist-  
ac t ion shaker. 

3. F i l t e r  t h e  suspension. NOTE: Shake f l a sk  before pouring suspension 
i n to  f i l t e r  funnel. I f  f i l t r a t e  i s  yellow, add 1 / 4  teaspoon carbon, mix 
well  and r e f i l t e r .  I f  f i l t r a t e  is  cloudy, f i l t e r  using f i n e  porosi ty  
f i l t e r  paper. 

4. Pipet 10 m l  of f i l t r a t e  i n t o  a 25 m l  volumetric f lask.  Pipet 10  m l  
of H20 in to  a separate 25 ml volumetric f l ask  (blank). NOTE: I f  necessary 
t o  in te r rup t  work, stop here,  stopper and re f r igera te .  

5. Slowly add, with a pipet  o r  cal ibra ted dispenser, 5 m l  of ammonium 
molybdate solut ion and mix immediately holding t h e  top of t h e  f l a s k  t i g h t l y  
closed. NOTE: Gases a re  generated during t h i s  mixing. The pH of t he  
solut ion a f t e r  adding molybdate should be between 3.0 and 4.0. With some 
alkal ine  s o i l s  it may be necessary t o  add more acid i n  order t o  assure t h e  
indicated pH f o r  consistent  color development. However, with minesoils 
studied,  5 m l  of molybdate has been su f f i c i en t  and has avoided excess 
ac id i ty  with extremely acid samples. 

6. Wash down neck of f l a sk  with a small amount of water and d i l u t e  t o  
about 22 m l .  

7. Pipet 1 ml of t h e  d i l u t e  SnC12 solut ion i n to  t he  f l ask ,  d i l u t e  t o  
volume' (25 m l )  with d i s t i l l e d  water, and mix contents immediately. 

8. After 10 minutes but l e s s  than 20 minutes a f t e r  adding t h e  d i l u t e  
SnC12 t o  t h e  f l a sk  and mixing, measure t he  adsorbance (A)  of t h e  blue 
solution,  using t h e  colorimeter or  spectrophotometer a t  660 nm. Read 
and understand ins t ruc t ions  for  operating the  instrument cor rec t ly  before 
using. 



TABLE 2. STANDARDS FOR SODIUM BICARBONATE EXTRACTABLE PHOSPHORUS 

Volume of d i l u t e  Volume of Volume of 
P concentrat ion ( 2  ppm) P Standard H2° NaHC03 

( P P ~  p )  (a ) (a) 

Blank 

0.08 

0.16 

0.24 

0.32 

0.40 

0.48 

0.56 

0.64 

0.72 

0.80 

0.88 

0.96 

1.04 

9. Prepare standard curve of P concentrat ion a s  follows: 

a. Using 25 m l  volumetric f l a s k s ,  prepare phosphorus standards from 
Table 2. 

b. Develop t h e  color  a s  i n  s t eps  5 and 7. 

c. Make a s tandard curve by p l o t t i n g  absorbance ( A )  vs .  P concentrat ion 
(pprn) on l i n e a r  graph paper. 

d. Find ppm i n  sample e x t r a c t  by f inding absorbance (A)  of t h e  e x t r a c t  
on t h e  standard curve and reading ppm of P d i r e c t l y  from t h e  curve. 



1. ppm P i n  t he  rock or  s o i l  = ppm (read from the  curve) X 50. 

NOTE: The 50 i s  obtained from the  following equation: 

50 = (25 ml extract ing solution/l .25 g sample) X (25 ml f i n a l  volume/lO 
ml ex t rac t ) .  

2. pp2m P i n  t he  s o i l  = (ppm P i n  s o i l )  X 2. 

3.2.6 HC1-Extractable, HNOq-Extractable and Non-Extractable Total  Sulfur 

I n  doubtful cases, as s t a t ed  i n  3.2.4.1, t h i s  method should be used t o  r u l e  
out HC1-extractable and non-extractable forms of sul fur  which a r e  not 
considered t o  be acid  formers. The HNOyextractable sul fur  i s  determined 
by calculations.  This form of sulfur w i l l  react  with oxygen t o  produce acid. 

It i s  necessary t o  remove chlorides and n i t r a t e s  by water leachings a f t e r  
t he  hydrochloric and n i t r i c  acid  ( respect ively)  extractions before running 
t o t  a1 su l fur  . 
Care should be taken t ha t  no sample is  l o s t  by run over, splashing o r  
breaking through the  f i l t e r  paper during all leachings. 

1. Hydrochloric acid  ( H C ~ ) ,  2 pa r t s  ac id  t o  3 p a r t s  water: Mix 400 m l  of 
concentrated H C 1  with 600 ml of d i s t i l l e d  water. 

2. N i t r i c  acid (HNo3), 1 pa r t  ac id  t o  7 pa r t s  water: Mix 125 m l  of 
concentrated HNO3 with 875 ml of d i s t i l l e d  water. 

3. S i lver  Ni t ra te   NO^), 10%: Dissolve 10.0 g of &NO3 i n  90 ml of 
d i s t i l l e d  water. Store i n  amber b o t t l e  away from l i g h t .  

4. Nessler' s Solution  ishe her Sc i en t i f i c  Co. No. So-N-24 or  equivalent ) . 

1. Leco Induction Furnace and Automatic Sulfur T i t ra to r  as  i n  3.2.4.4. 

2. Funnels, 28 mm I .D.  polyethylene. 

3. F i l t e r  paper, 5.5 cm glass  f ibe r .  

4. Flasks, Erlenmeyer, 250 ml. 



5. Beakers, 100 m l .  

6. Syringe. 

7. Balance, can be read t o  0.001 g. 

3.2.6.5 Procedure ( ~ e v i s e d  and updated from Smith e t  al., 1974)-- 

1. Take th ree  0.500 g subsamples of l e s s  than 60 mesh material .  

2. Take one subsample and analyze fo r  t o t d  sulfur  (see 3.2.4). 

3. Taking care not t o  sharply crease the  g lass  f i be r s ,  f o ld  f i l t e r  
paper t o  f i t  a polyethylene funnel. 

4. Place second subsample i n .  f i l t e r .  NOTE: Make sure all mater ia l  i s  
placed i n  the  f i l t e r .  

5. Place subsample and f i l t e r  onto f'unnel holder i n  sink o r  o ther  
su i tab le  pan which can receive outflow from funnel. 

6. Using a syringe, p ipe t te ,  or  other graduated dispenser, add 2:3 H C 1  t o  
almost t he  top of t h e  f i l t e r  paper. Caution: During t h i s  s tep  and all 
other leaching s teps ,  be ca re fu l  not t o  lose  any sample by runover, splashing, 
or  breaking through t h e  f i l t e r  paper. 

7. Repeat s tep  6 u n t i l  a t o t a l  of 50 ml of acid has been added. 

8. Place funnel holder, containing funnel and subsample, over a 100 ml 
beaker. 

9. Leach subsample with 50 m l  of d i s t i l l e d  and deionized water. 
Discard leachate. NOTE: Stop here i f  procedure cannot be completed i n  
one day. CAUTION: Samples must be kept moist. 

10. Leach subsample with another 50 m l  of d i s t i l l e d  and deionized water. 

11. Test leachate f o r  chlorides by adding 3 drops of 10% &NO3 with a 
dropper. NOTE: The presence of chlorides w i l l  be detected by a white 
precipi ta te .  

12. Discard leachate and repeat  s teps  10 and 11 u n t i l  no p r ec ip i t a t e  forms. 

13. Discard leachate. 

14. A i r  dry subsample and f i l t e r  overnight. 

15. Carefully fo ld  g lass  f i b e r  f i l t e r  around t he  sample and t r ans f e r  t o  
a ceramic crucible fo r  t o t a l  sul fur  analysis  (see  3.2.4). 

16. Place t h i r d  subsample i n  a 250 ml Erlenmeyer f lask.  NOTE: Make 
sure all of the  subsample i s  placed i n  the  f lask.  



17. Add 50 m l  of HN03 ( 1 : ~ ) .  

18. Let s tand overnight a t  room temperature. 

19. Taking care  not t o  sharply crease t h e  g lass  f i b e r s ,  f o l d  a f i l t e r  
t o  f i t  a polyethylene funnel.  

20. Place a funnel  holder over a s ink o r  o ther  s u i t a b l e  pan which can 
receive outflow from funnel. .".+. c"- -*v 

21. Carefully pour subsample and ac id  from the  Erlenmeyer f l a s k  i n t o  t h e  
funnel. NOTE: Do not  g e t  ma te r i a l  above top  of f i l t e r  paper. 

22. Repeat s t e p  21 using d i s t i l l e d  and deionized water t o  wash a l l  
mater ia ls  remaining i n  t h e  Erlenmeyer f l a s k  i n t o  t h e  funnel.  

23. Place funnel holder containing f'unnel and subsample over a 100 ml 
beaker. NOTE: Stop here i f  procedure cannot be completed i n  one day. 
CAUTION: Sample must be kept moist. 

24. Leach subsample with 50 m l  of d i s t i l l e d  and deionized water. Discard 
leachate.  

25. Leach subsample with another 50 m l  of d i s t i l l e d  and deionized water. 

26. Test leachate  f o r  presence of n i t r a t e s  by adding 3 drops of Nessler 's  
Solution with a dropper. NOTE: I f  n i t r a t e s  a re  present ,  the  leachate  w i l l  
t u rn  yellow within 30 seconds as  seen agains t  a white background. 

27. Discard leachate  and repeat  s t eps  25 and 26 u n t i l  no n i t r a t e s  a r e  
detected. 

28. Discard leachate.  

29. A i r  dry subsample and f i l t e r  overnight. 

30. Carefully f o l d  g lass  f i b e r  f i l t e r  around t h e  sample and t r a n s f e r  t o  
a ceramic c ruc ib le  f o r  t o t a l  sulfur analys is  (see 3.2.4). 

1. HC1-extractable su l fu r  (mostly s u l f a t e s )  = ( ~ o t a l  su l fu r  of unt rea ted  
sample) minus ( ~ o t a l  s u l f u r  a f t e r  H C 1  t reatment) .  

2. KN03-extractable s u l f u r  (mostly p y r i t i c  s u l f u r )  = ( ~ o t a l  s u l f u r  a f t e r  
H C 1  treatment ) minus ( ~ o t a l  s u l f u r  a f t e r  HN03 treatment 1. 

3. Non-extractable su l fu r  (mostly organic s u l f u r )  = Total  s u l f u r  a f t e r  
HNO3 treatment. 



3.2.7 Lime Requirement By Ca   OH)^ T i t ra t ion  

When calcium hydroxide is  added t o  t he  s o i l ,  it i n i t i a l l y  reac t s  with and 
neutra l izes  any ac id i ty  i n  solution. The calcium hydroxide fu r the r  reac t s  
with t he  ac id i t y  contained on t he  s o i l  pa r t i c les .  A time period of four 
days i s  required f o r  the  react ion t o  go t o  equilibrium. Because 5 ml of 
0.04 calcium hydroxide i s  equivalent t o  1 ton of pulverized limestone 
per 1000 tons  of material ,  various amounts can be added t o  t he  sample making 
t h i s  treatment s imilar  t o  liming t he  s o i l .  After  t he  4 day incubation period, 
pH determinations a r e  made. A t i t r a t i o n  curve i s  drawn comparing pH 
t o  t he  amount of pulverized limestone per 1000 tons of material .  From t h i s  
curve t he  amount of pulverized limestone per 1000 tons of mater ia l  can be 
determined t o  bring t h e  s o i l  t o  a pH of 6.5 (Dunn, 1943). 

3.2.7.2 Comments- 

The calcium hydroxide must be protected from carbon dioxide i n  t h e  a i r  by 
using soda lime or a sca r i t e  i n  a guard tube. The method i s  time consuming 
due t o  a 4 day incubation period; however, it i s  a r e l i a b l e  and accurate 
method f o r  determining the  lime requirement. 

1. Calcium hydroxide ( c ~ ( o H )  2), 0.04 N, saturated solution : Dissolve 
1.5 g c ~ ( o H ) ~  (use some excess)  and d i l u t e  t o  1 l i t e r  with carbon dioxide- 
f r e e  water (see 3.2.3.3. No. 1). F i l t e r  t o  remove calcium carbonate (CaCO3) 
and protect  f i l t r a t e  from C02 i n  the  a i r  with soda lime or a sca r i t e  i n  a 
guard tube. 

2. Standard buffer  solut ions ,  pH - 4.00 and pH - 7.00. 

3. Chloroform ( c H c ~ ~ ) .  

1. Flasks, Erlenmeyer, 250 m l  with rubber stoppers. 

2. Balance, can be read t o  0.1 g. 

3. pH meter (corning model 12 or equivalent)  with combination electrode.  

1. place 10 g samples of l e s s  than 60 mesh air-dry s o i l  i n  7 f l asks .  

2. Add c ~ ( o H ) ~  a t  t he  r a t e s  of 1/2,  1, 2, 3, 4, 5, 6 tons of pulverized 
limestone per 1000 tons of material  using 5 ml of 0.04 N c ~ ( o H ) ~  a s  t h e  
equivalent of 1 ton of pulverized limestone per 1000 tons of material .  

3. Dilute t o  100 m l  with d i s t i l l e d  water. 



4. Add t h r e e  drops of chloroform t o  prevent microbial a c t i v i t y .  

5. Allow suspensions t o  s tand i n  stoppered f l a s k s  f o r  4 days with 
thorough shaking twice a day. 

6.  After 4 day incubation period, c a l i b r a t e  pH meter using pH 4.00 and 
7.00 standard buf fe r  so lu t ions  (see  3.2.2) and determine suspension pH. 
NOTE: Gently s w i r l  t h e  suspension t o  insure  good electrode-suspension 
contact.  

1. Construct a t i t r a t i o n  curve by p l o t t i n g  pH on t h e  hor izonta l  ax i s  and 
tons  of pulverized limestone per 1000 tons of mater ia l  on t h e  v e r t i c a l  ax i s .  

2. P lo t  po in t s  and construct  a bes t - f i t  curve through t h e  points .  

3. Draw a l i n e  v e r t i c a l l y  from pH 6.5 t o  t h e  curve and put an (x) on t h e  
curve. 

4. D r a w  a l i n e  hor izonta l ly  from t h e  (x) t o  t h e  v e r t i c a l  axis .  

5 .  Determine tons  of pulverized limestone per 1000 tons  of mater ia l  
needed t o  br ing t h e  s o i l  t o  pH 6.5. 

3.2.8 Lime Requirement By t h e  Five Minute Boiling Method 

Calcium hydroxide neu t ra l i zes  t h e  a c i d i t y  i n  so lu t ion  f i r s t  and then 
r e a c t s  with and neu t ra l i zes  t h e  a c i d i t y  contained on t h e  s o i l  p a r t i c l e s .  
This reac t ion  time i s  g rea t ly  reduced by boi l ing  t h e  sample and calcium 
hydroxide mixture f o r  5 minutes and allowing it t o  cool before a measurement 
i s  taken. The procedure i s  s i m i l a r  t o  liming t h e  samples, s ince  5 m l  of 
0.04 N calcium hydroxide i s  equivalent t o  1 ton of pulverized limestone pe r  
1000 tons  of mater ia l .  A t i t r a t i o n  curve i s  drawn comparing pH t o  tons  of 
pulverized limestone per 1000 tons  of material .  The amount of pulverized 
limestone needed t o  bring t h e  s o i l  t o  a pH of 6.5 can be read d i r e c t l y  from 
t h e  curve. ( ~ b r u n a  and Vicente, 1955). 

Because of t h e  5 minute bo i l ing  period,  t h e  time element is  reduced from 
4 days ( C a ( 0 ~ ) ~  method) t o  about 1 hour. 

The calcium hydroxide must be protec ted  from carbon dioxide i n  t h e  air by 
using soda lime or  a s c a r i t e  i n  a guard tube. 

1. Calcium hydroxide ( c ~ ( o H ) ~ ) ,  0.04 N,  s a tu ra ted  solut ion:  Dissolve 
1.5 g C a ( 0 ~ ) 2  (use some excess)  and d i l u t e  t o  1 l i t e r  with carbon dioxide- 



f r e e  water (see  3.2.3.3 No. 1). F i l t e r  off  calcium carbonate ( c ~ c o ~ )  and 
p ro tec t  from C02 i n  t h e  a i r  with soda lime o r  a s c a r i t e  i n  a guard tube. 

2. Standard buf fe r  s o l u t i m s ,  g H  = 4.00 and pH = 7.00 

3.2.8.4 Materials-- 

1. Flasks,  Erlenmeyer, 250 ml. 

2. Hot p la te .  

3. Thermometer, 0 - 100°C. 

4. Water Tray. 

5. Balance, can be read t o  0.1 g. 

6. pH meter, (corning model 12 or  equivalent )  with combination electrode.  

3.2.8.5 Procedure-- 

1. Place 10 g samples of l e s s  than 60 mesh air-dry s o i l  i n  7 f l a sks .  

2. Add c ~ ( o H ) ~  a t  t h e  r a t e s  of 1 /2 ,  1, 2, 3, 4, 5, 6 tons of pulverized 
limestone pe r  1000 tons  of mater ia l  using 5 ml of 0.04 N C a ( 0 ~ ) ~  a s  t h e  
equivalent of 1 ton of pulverized limestone per 1000 tons of mater ia l .  

3. Di lu te  with 50 m l  of d i s t i l l e d  water. 

4. Boil  on a hot p l a t e  f o r  5 minutes. NOTE: In te rmi t t en t  s t i r r i n g  of t h e  
samples may be necessary t o  avoid excessive foaming. 

5 .  Cool i n  water t r a y  t o  25OC. 

6. Cal ibra te  pH meter using pH 4.00 and 7.00 buffer  solut ions .  

7. Immediately a f t e r  cooling, determine pH of s o i l  + water + 0.04 N c ~ ( o H ) ~  
suspension using a g lass  electrode.  NOTE: Gently s w i r l  t h e  beaker t o  
insure  good electrode-suspension contact.  

8. Record pH. 

3.2.8.6 Calculations-- 

See 3.2.7.6. 

3.2.9 Lime Requirement by t h e  Woodruff Buffer Method 

The so lu t ion  used i s  calcium ace ta te  buffered by p-nitrophenol. An excess 
of t h e  buffered so lu t ion  ( a t  pH 7.0)  i s  added t o  the  sample and allowed t o  
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equi l ib ra te  fo r  an hour. The pH of t he  solution i s  read and t h e  lime 
requirement i s  based on t he  drop i n  pH of t he  buffered solution.  By 
allowing t h e  buffer solut ion t o  stand i n  contact with t he  sample, calcium 
ions from the  solut ion s a tu r a t e  the  exchange complex and hydrogen ions 
go i n to  solution,  thus lowering the  pH (woodruff, 1948). 

The method i s  quick, r e l i ab l e ,  and adaptable t o  use on s o i l s  of d i f fe ren t  
exchange capacit ies.  The Woodruff buffer  solut ion i s  strongly buffered and 
may not accurately detect  t h e  lime requirement fo r  weakly acid  samples. 
On strongly acid  minesoil samples, t h e  Woodruff buffer method corre la ted with 
the  c ~ ( o H ) ~  t i t r a t i o n  procedure of determining lime requirement (west 
Virginia University, 1971 ) . 

2. Calcium aceta te  (Ca( CH3~00)2*~20) .  

3. Magnesium oxide ( M ~ O  ) , heavy, powder, laboratory grade  ishe her M-50 
o r  equivalent ) . 
4. Standard buffer  solut ions ,  pH = 4.00 and pH = 7.00. 

5. Woodruff buffer ,  stock solution:  I n  a 10  l i t e r  g lass  b o t t l e  mix 
80.0 g of N02C6H40H, 400.0 g c ~ ( c H ~ c o o ) ~ * H ~ o ,  6.2 g MgO, and 4 l i t e r s  of 
d i s t i l l e d  water. Make t o  10 l i t e r s  with d i s t i l l e d  water. Put on 
reciprocating shaker a t  low speed overnight. F i l t e r  solution. Adjust t o  
pH 7.00 with H C 1  or  MgO. 

6. Woodruff buffer ,  d i l u t e  solution:  Mix 20 m l  of Woodruff buffer  stock 
solut ion with 10 m l  of d i s t i l l e d  water. 

1. Glass b o t t l e ,  10 l i t e r .  

2. Shaker, horizontal  reciprocating type, 6.3 cm (2.5 i n )  s t roke,  120 
strokes per minute. 

3. Paper cup or  beaker 

4. Automatic p ipe t ,  5 m l .  

5. S t i r r e r .  

6. pH meter (Corning model 12 or  equivalent)  with combination electrode. 

7. Balance, can be read t o  0.01g. 



1. Place 5.0 g of less than 60 mesh sample i n  a paper cup o r  beaker. 

2. Add 5 m l  of d i s t i l l e d  water and mix with t h e  s o i l .  Let s tand and 
mix occasionally f o r  1 hour. 

3. Cal ibra te  pH meter using pH buffer  solut ions  of 4.00 and 7.00 ( see  3.2.1). 

4. Using pH meter, record pH of s o i l  + water mixture by placing an e lec t rode 
i n t o  t h e  sample while shaking t h e  cup. This insures good e lec t rode contact  
with t h e  mixture. NOTE: S o i l  + water mixture equall ing o r  exceeding pH 
6.5 have a lime requirement of zero tons of pulverized limestone per  1000 
tons  of mater ia l .  

5. Add 5 m l  of t h e  Woodruff buffer  stock solut ion.  

6. S t i r  o r  shake f o r  a t  l e a s t  30 minutes. 

7. Using t h e  d i l u t e  Woodruff buffer solut ion,  adjus t  meter t o  a reading of 
exact ly  pH = 7.0. 

8. Read and record pH of s o i l  + water + Woodruff buffer  stock so lu t ion  
mixture while shaking t h e  cup t o  insure a good e lec t rode contact .  Record 
a s  buffered pH reading. 

3.2.9.6 Calculations- 

1. pH depression = (7.0) - (buffered pH reading).  

2. Lime Requirement (L.R.) i n  tons pulverized limestone/1000 tons  of mater ia l  
= 0.5 X (PH depression). 

3.2.10 Lime Requirement by S.M.P. Buffer 

By measuring a change i n  pH of a buffer  caused by t h e  ac ids  i n  a s o i l ,  
Shoemaker, McLean, and P r a t t  (1962) determined t h e  lime requirement of a 
s o i l .  The lime requirement i s  read d i r e c t l y  from a t a b l e  based on pH of 
a s o i l  a f t e r  t h e  S.M.P. buf fe r  has been added. 

The S.M.P. buf fe r  i s  very r e l i a b l e  f o r  s o i l s  with a 2 ton  per  1000 ton  of 
mater ia l  lime requirement. It adapts wel l  f o r  ac id  s o i l s  with a pH below 
5.8 containing l e s s  than 10% organic matter  and having appreciable q u a n t i t i e s  
of soluble aluminum. 

A s e n s i t i v i t y  of 0.1 pH u n i t  i s  needed f o r  the  i n t e r p r e t a t i o n  of  t h i s  method. 
A dif ference  of 0.1 pH u n i t  w i l l  r e s u l t  i n  a lime requirement d i f ference  of 
0.5 t o  0.9 tons  of lime per 1000 tons  of mater ia l  f o r  mineral s o i l s .  



Increased exposure time causes g rea te r  a c i d i t y  thus causing a g r e a t e r  l i m e  
requirement. Increases i n  organic matter  and/or clay content increases  
absorption of ac id ic  cat ions.  Buffer modifications may be necessary t o  
prevent in te r fe rence  from hydroxy-iron and hydroxy-aluminum polymers. 
Air-dry s o i l s  may be  s to red  severa l  months i n  closed containers without 
a f f e c t i n g  t h e  SMP pH measurement. 

1. Standard buffer  so lu t ions ,  pH = 4.00 and pH = 7.00 

2. SMP buf fe r  solut ion : Dissolve 1.8 g p n i t r o p h e n o l  ( N O ~ C ~ H ~ O H ) ,  2.5 
ml tr iethanolamine (C6H15~03), 3.0 g potassium chromate ( K ~ c ~ o ~ ) ,  2.0 g 
calcium ace ta te  ( c ~ ( c o ~ c H ~ ) ~ ) ,  and 53.1 g calcium chloride ( c ~ c ~ ~ * ~ H ~ o )  
with d i s t i l l e d  water and d i l u t e  t o  1 l i t e r .  F i l t e r  through a f i b e r g l a s s  
sheet i f  suspended mater ia l  i s  present .  Connect an a i r  i n l e t  with a 2.54 X 
30.5 cm (1 x 12 i n )  cylinder of d r i e r i t e ,  a 2.54 X 30.5 cm cyl inder  of 
a s c a r i t e ,  and a 2.54 X 30.5 cm cylinder of d r i e r i t e  i n  s e r i e s .  

1. Cup, 50 ml .  glass ,  p l a s t i c ,  or  waxed paper of s imi la r  s ize .  

2. P ipe t ,  10  ml capacity. 

3. Shaker, hor izonta l  rec iprocat ing type, 6.3 cm (2.5 i n )  s t roke ,  250 
s t rokes  per  minute. 

4. pH meter (Corning model 12 or  equivalent )  with combination e lec t rode.  

5. Balance, can be read t o  0.1 g. 

1. Weigh 5 g of less than 60 mesh sample i n t o  a 50 m l  cup. 

2. Add 5 m l  of d i s t i l l e d  water. Mix f o r  5 seconds. 

3. Wait f o r  10 minutes and read t h e  s o i l  pH (see 3.2.2). 

4. Add 10 m l  SMP buffer  solut ion t o  t h e  cup f o r  mineral s o i l s  with a 
p~ of 6.5 o r  l e s s .  

5. Shake f o r  10 minutes on rec iprocat ing shaker a t  250 s t rokes  per  
minute o r  stir. 

6. Let s tand f o r  30 minutes. 

7. Read pH of t h e  soi l -buffer  so lu t ion  t o  t h e  neares t  0.1 pH u n i t  
( see  3.2.2). 





Pyr i te  + Owgen + Water equals Yellowboy + Suflur ic  Acid 

Hydrogen peroxide g rea t ly  reduced the  time needed fo r  py r i t e  t o  oxidize t o  
su l fu r i c  acid and yellowboy. 

Alkaline mater ia ls  i n t e r f e r e  with t he  eff ic iency of hydrogen peroxide i n  
oxidizing pyr i t e ;  therefore ,  overburden rock and minesoil samples containing 
carbonates need t o  be leached with acid and water as  prescribed i n  s teps  
2 through 5 of the  procedure. 

When samples contain readi ly  oxidizable organic matter, s t ep  7 i n  t h e  
procedure may have t o  be repeated u n t i l  the  react ion stops. 

The hydrogen peroxide used i n  t h i s  method must be 30% hydrogen peroxide. 
It must not contain s t ab i l i z e r s .  

An important th ing t o  remember i s  t ha t  t h i s  procedure works with f resh  
overburden and not with complex mixtures of minesoil material .  

1. Si lver  n i t r a t e  ( A ~ N O ~ ) ,  10%: Dissolve 10.0 g of AgN03 with d i s t i l l e d  
water and make t o  a volume of 100 ml. Store i n  brown b o t t l e  away from l i gh t .  

2. Hydrochloric acid  ( H C ~ ) ,  2 pa r t s  ac id  t o  3 pa r t s  water: Mix 400 m l  
of concentrated H C 1  with 600 ml of d i s t i l l e d  water. 

3. Hydrogen peroxide ( ~ 2 0 ~ ) ~  30%  ishe her c e r t i f i e d  No. H-325 or  equivalent ). 

4. Sodium hydroxide ( N ~ O H ) ,  1.0 N: Dissolve 40.0 g of NaOH p e l l e t s  i n  
carbon dioxide-free water (see  3.2.3.3. No. 1) and make t o  a volume of 1 
l i t e r .  Protect  from C02 i n  a i r  with a sca r i t e  tube. 

5. Sodium hydroxide ( N ~ O H ) ,  0.1 N: Dilute 10 ml of 1.0 N NaOH t o  a 
volume of 1 l i t e r  with carbon dioTide-free water (see  3.2T3.3. No. 1). 
Standardize solut ion (see  3.2.3.3. No. 4 ) .  Protect  from C02 i n  a i r  with 
a sca r i t e  tube. 

1. Sample, ground t o  pass a 60 mesh sieve. 

2. Funnels. 

3. Hotplate. NOTE: Bunsen burner may be substi tuted.  

4. Thermometer, OC.  



5. Beakers, 300 ml t a l l  form. 

6. Graduated cylinder,  25 m l .  

7. Glass f i b e r  f i l t e r  ( ~ e e v e  Angel 9 3 4 ~ ~  or  equivalent ). 

8. Burets, 50 m l  capacity. 

9. Balance, can be read t o  0.01 g. 

10. pH Meter (corning Model 12  or  equivalent)  with combination electrode.  

3.2.11.5 Procedure (modified and updated from Smith e t  al., 1974)-- 

1. Weigh 2.00 grams of l e s s  than 60 mesh sample. 

NOTE: I f  t h e  sample contains no carbonates and no su l fa tes ,  and t h e  paste  
pH i s  l e s s  than 5.5, then s teps  2 through 5 can be eliminated and procedure 
can be continued at s tep 6. 

2. Place sample i n to  a funnel f i t t e d  with f i l t e r  paper and leach with 200 m l  
of 2:3 H C 1  i n  funnel-full increments. 

3. Leach sample with d i s t i l l e d  water ( i n  funnel-full increments ) u n t i l  
eff luent i s  f'ree from chloride a s  detected by 10% s i l v e r  n i t r a t e .  Note: Add 
th ree  drops of s i l ve r  n i t r a t e .  I f  a white p rec ip i ta te  forms, chlorides a re  
present. 

4. Air dry f i l t e r  and sample overnight, o r  place i n  50°C forced air oven 
u n t i l  dry. 

5. Carefully scrape dried sample from f i l t e r  surface and mix sample. 

6. Place sample i n  a 300 m l  t a l l  form beaker. 

7. Add 24 m l  of 30% H202 and heat beaker on hotplate u n t i l  solut ion i s  
approximately 40°C. Remove beaker f'rom hotpla te  and allow react ion t o  go t o  
completion as shown when bubbling ceases. NOTE: Three blanks f o r  each 
batch of samples should be handled i n  t he  same manner. CAUTION: I n i t i a l  
reaction may be qui te  turbulent  when samples contain more than 0.1% sulfur.  

8. Add an addi t ional  12 ml of H202 (30%) t o  beaker and allow react ion t o  
go t o  completion as  shown when bubbling ceases. 

9. Place beaker on hotplate and heat t o  approximately 90 t o  9 5 ' ~ ~  solut ion 
temperature, u n t i l  any unreacted H202 l e f t  i n  beaker i s  destroyed as  shown 
when bubbling ceases. Do not allow t o  go t o  dryness. 

10. Wash down the  s ides  of the  beaker with d i s t i l l e d  water and make t he  
volume of t he  solut ion t o  approximately 100 m l .  



11. Place beaker on t h e  ho tp la te  and heat t h e  solut ion t o  b o i l i n g  t o  dr ive  
o f f  any dissolved C02, then cool t h e  so lu t ion  t o  room temperature. 

12. T i t r a t e  t h e  solut ion with 0.0100 NNaOH, t h a t  i s  f r e e  t o  C02 and 
protec ted  from t h e  atmosphere, t o  pH 7.0 using a pH meter. 

3.2.11.6 calculations-- 

1. meq ~ + / 1 0 0  g = ( m l  of N ~ O H )  X (N - of N ~ O H )  X (100g/weight of sample). 

2. % S = 0.0185 (meq ~ + / 1 0 0 ~ )  - 0.0806.  rube, e t  al., 1973). 

3. To convert percent  su l fu r  (% S)  t o  maximum CaC03 equivalents:  Multiply 
$15 by 31.25 t o  ge t  tons  CaC03 equivalent/1000 tons of material .  

3.2.12 Double Acid Extractable Phosphorus, Potassium, Calcium, and Magnesium 

3.2.12.1 Principle-- 

The method i s  a modified North Carolina Double Acid Method first published 
by Mehlich (1953) and then by Nelson, Mehlich and Winters (1953). 
Phosphorus, potassium, calcium, and magnesium a r e  ext rac ted  from t h e  sample 
using a solut ion containing d i l u t e  hydrochloric and s u l f u r i c  acid.  
Phosphorus concentration i n  t h e  e x t r a c t  i s  determined using a calorimeter 
and c a l i b r a t i o n  curve. The concentrations of potassium, calcium, and 
magnesium i n  t h e  ex t rac t  are determined using an atomic absorption spectro- 
photometer and ca l ib ra t ion  curve. The concentrations of each element can 
then be converted i n t o  pounds/1000 tons  by calculat ions.  

With same s o i l s  a l i g h t  t o  dark yellow color may develop i n  t h e  ex t rac t .  
Decolorization i s  accomplished by t h e  addi t ion  of ac t ivated  charcoal i n  
t h e  ex t rac t ion  procedure. Lanthanum is  added a s  a compensating element 
t o  remove phosphate and s u l f a t e  in ter ference  i n  t h e  atomic absorption 
spectrophotometer methods f o r  calcium and magnesium. 

After  t h e  i n i t i a l  ex t rac t ion ,  individual  elements can be determined i f  
da ta  f o r  al l  four elements a r e  not required. Samples with elements higher 
i n  concentration than given i n  t h e  ca l ib ra t ion  curves must be d i l u t e d  and 
t h e  r e s u l t i n g  reading mul t ip l ied  by t h e  d i l u t i o n  fac to r .  

1. Hydrochloric ac id  ( H C ~ ) ,  concentrated. 

2. Sulfur ic  ac id  ( H ~ s o ~ ) ,  concentrated. 

3. Extract ing solut ion:  To make 0.05 N H C 1  and 0.025 N H2S04, measure 
about 10 l i t e r s  deionized water i n t o  an-18 l i t e r  pyrex b o t t l e .  Add 12 m l  
H$04 (96%) and 73 m l  H C 1  (37%). Make t o  18 l i t e r s  with d i s t i l l e d  water 
and mix thoroughly by shaking. Allow 12 hours t o  come ' to  equilibrium. 



4. Ammonium molybdate ( ( N H ~  ) 6M07024 4 ~ ~ 0  ) . 
5. Ammonium vanadate (NH~VO 3). 

6. Ni t r i c  acid  (HNo3), 1 N: Dilute 64 ml of concentrated HN03 (69.5%) 
t o  1 l i t e r  with d i s t i l l e d  water. 

7. Molybdate - Vanadate solution:  Dissolve 25 g of ( I V H ~ ) ~ M O ~ ~ ~ - ~ H ~ O  i n  
500 m l  of d i s t i l l e d  water. Dissolve 1.25 g of NH4V03 i n  500 ml of 1 N  
HNO3. Store i n  separate bo t t l es .  Mix equal volumes of these  solutions 
( 1  ml required per sample). Prepare f resh  mixture each week. 

8. Monobasic potassium phosphate (KH2p04). 

9. Phosphorus standard solution:  Dissolve 0.1098 g of KH2P04 i n  500 m l  
of extract ing solution. Dilute t o  1 l i t e r  with extracting solution.  

10. Potassium atomic absorption standard (1000 ppm) . 
11. Calcium atomic absorption standard (1000 pprn). 

12. Magnesium atomic absorption standard (1000 ppm). 

13. Potassium (K) standard stock solution (100 ppm): Place 10 ml of 
potassium atomic absorption standard (1000 ppm) i n  a 100 m l  volumetric 
f lask.  Bring t o  volume with deionized water. Make f resh  dai ly .  

14. Calcium ( ~ a )  standard stock solut ion (200 ~ p m )  : Place 20 ml of 
calcium atomic absorption standard (1000 ~ p m )  i n  a 100 ml volumetric f lask.  
Bring t o  a volume with deionized water. Make f resh  daily.  

15. Magnesium (Mg) standard stock solut ion (100 ppm): Place 10  ml of 
magnesium atomic absorption standard (1000 ppm) i n  a 100 ml volumetric 
f l a sk  and d i l u t e  t o  volume with deionized water. Make f r e sh  daily.  

16. Lanthanum chloride ( L ~ c ~ ~ * ~ H ~ o ) ,  5%: Dissolve 127 g of Lac13*6H20 
with deionized water and bring t o  a volume of 1 l i t e r .  

17. Activated charcoal ( ~ a r c o  G-60 or  equivalent 1. 

3.2.12.4 Materials- 

1. Atomic absorption spectrophotometer (perkin-~lmer Model 403 o r  
equivalent ) . 
2. Colorimeter ( ~ a u s c h  and Lomb Spectronic 20 o r  equivalent) .  

3. Flasks, Erlenmeyer, 50 ml. 

4. Flasks, volumetric, 100 m l .  

5. Flasks, volumetric, 200 ml. 
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6. Pipet ,  1 d. 

7. Pipet ,  2 ml. 

8. Shaker, horizontal  reciprocating type, 6.35 cm (2.5 i n )  s t roke with 
120 strokes per minute. 

9. F i l t e r  paper (Whatman 40 or  equivalent ) . 
10. Pyrex bo t t l e ,  18 l i t e r s .  

11. Pyrex bo t t l e ,  8 l i t e r s .  

12. Balance, can be read t o  0.1 g. 

3.2.12.5 Procedure- 

1. Place 5.0 g of l e s s  than 60 mesh sample i n  a 50 ml Erlenmeyer f lask.  
Add 0.2 g of act ivated charcoal. Prepare two blanks using only 0.2 g 
of act ivated charcoal. 

2. Add 25 ml of extract ing solution and shake f o r  5 minutes on the  
reciprocating shaker at 120 strokes per minute. 

3. F i l t e r  using f i l t e r  paper and save f i l t r a t e  fo r  P, K, Ca, and Mg 
determinations. NOTE: I f  f i l t r a t e  is  cloudy, r e f i l t e r  . 
4. Subdivisions 3.2.12.5.1 through 3.2.12.5.3 include t he  determination 
of individual  elements . 
3.2.12.5.1 Phosphorus (PI-These s teps  are used fo r  t he  determination of 
phosphorus. 

1. Turn on colorimeter 15 minutes before use and adjust  according t o  
ins t ruc t ion  manual. 

2. Pipet 4 m l  of f i l t e r e d  ex t rac t  i n to  a colorimeter tube. 

3. Add 1 ml of molybdate-vanadate solution and allow t o  stand 10 minutes. 

4. Mix by inver t ing tube and shaking by hand f o r  a few seconds. 

5. Place tube i n  instrument and read percent transmission ($  T ) .  

6. Using $ T, determine t he  ppm avai lable  P from a ca l ib ra t ion  curve 
prepared as follows: (A) To separate colorimeter tubes,  add the  amounts 
of chemicals given i n  Table 4; (B) Treat as  outl ined i n  3.2.12.5.1 s teps  2-5; 
(c)  Plot  ppm on t h e  horizontal  axis  and % T on the  v e r t i c a l  axis .  NOTE: 
If sample does not fall on ca l ib ra t ion  curve, samples must be d i lu ted  and 
r e su l t s  mult iplied by t h e  d i lu t ion  factor .  The d i lu t ion  f ac to r  i s  obtained 
by taking the  f i n a l  volume and dividing it by t h e  i n i t i a l  al iquot.  



TABLE 4. PHOSPHORUS (P)  STANDARDS 

Phosphorus Molybdat e- Phosphorus 
Standard Extract ing Vanadat e i n  
Solution Solution Solution Standard 

(ml) (ml) ( m l )  ( P P ~  ) 

3.2.12.5.2 Potassium (K)--These s t eps  a r e  used f o r  t h e  determination of 
potassium. 

1. Set t h e  atomic absorption spectrophotometer u n i t  on emission mode 
following t h e  instrument 's  i n s t r u c t i o n  manual. 

2. Use t h e  ex t rac tan t  f o r  zero s e t t i n g .  

3. Put the  ext rac ted  sample so lu t ion  under the  asp i ra t ing  tube and record 
readings. 

4. Determine ppm of K i n  t h e  sample from t h e  ca l ib ra t ion  curve prepared 
a s  follows: ( A )  I n t o  separa te  100 m l  volumetric f l a sks ,  d i l u t e  t h e  K 
standard stock so lu t ion  with ex t rac t ing  solut ion f o r  a range of 0 t o  80 ppm 
increments; ( B )  Take reading with t h e  atomic absorption spectrophotometer; 
(c) Plot  ava i l ab le  K ( P P ~ )  on t h e  hor izonta l  ax i s  and instrument reading on 
t h e  v e r t i c a l  axis ;  ( D )  P lo t  a curve through t h e  points .  NOTE: I f  samples 
do not f a l l  on t h e  c a l i b r a t i o n  curve, d i l u t e  samples with ex t rac t ing  
so lu t ion  and mult iply results by d i l u t i o n  fac to r .  The d i l u t i o n  f a c t o r  
i s  obtained by dividing t h e  f i n a l  volume by t h e  i n i t i a l  a l iquot .  



3.2.12.5.3 Calcium ( ~ a )  and magnesium (MR)--These s t eps  a r e  used f o r  t h e  
determination of calcium and magnesium. 

1. Adjust t h e  atomic absorption spectrophotometer following t h e  instrument 
i n s t r u c t i o n  manual. 

2. Pipet  1.0 ml of sample e x t r a c t  and blank i n t o  separa te  100 m l  volumetric 
f l a sks .  Add 1.0 ml of 5% L ~ c ~ ~ * ~ H ~ o  t o  each f l a sk .  

3. Bring t o  volume with ex t rac t ing  solut ion and mix by hand shaking. 

4. I n  separa te  100 m l  volumetric f l a s k s ,  prepare t h e  calcium standards a s  
shown i n  Table 5. Aspirate each standard i n t o  t h e  instrument u n t i l  a 
steady reading i s  obtained. Record reading. 

5. Make a c a l i b r a t i o n  curve p l o t t i n g  Ca (pprn) on t h e  hor izon ta l  ax i s  and 
instrument reading on t h e  v e r t i c a l  axis .  P lot  a curve through t h e  points .  

6. I n t o  separa te  200 m l  volumetric f l a s k s ,  prepare t h e  magnesium standards 
as shown i n  Table 6. Aspirate each standard i n t o  the  instrument u n t i l  a 
s teady reading i s  obtained. Record reading. 

7. Make a c a l i b r a t i o n  curve p l o t t i n g  ex t rac tab le  Mg (pprn) on t h e  
hor izonta l  ax i s  and instrument reading on t h e  v e r t i c a l  axis .  P lo t  a 
curve through t h e  points .  

8. Aspirate sample e x t r a c t s  i n t o  t h e  atomic absorption spectrophotometer 
and record readings. 

9. Determine pprn of calcium and magnesium from ca l ib ra t ion  curves. If 
samples do not f a l l  within t h e  range of t h e  ca l ib ra t ion  curve, d i l u t e  
sample with ex t rac t ing  so lu t ion  and add 5% ~ a C 1 ~ 9 6 ~ ~ 0 ,  but  not t o  exceed 
1% La i n  t h e  f i n a l  d i lu t ion .  Multiply r e s u l t s  by d i l u t i o n  fac to r .  The 
d i l u t i o n  f a c t o r  i s  obtained by taking t h e  f i n a l  volume and dividing it by 
t h e  i n i t i a l  a l iquot .  

1. Dilution f a c t o r  (DF) equals 1 unless t h e  samples have t o  be d i l u t e d  t o  
f a l l  wi th in  t h e  range of t h e  standard curve. The d i l u t i o n  f a c t o r  i s  obtained 
by taking t h e  f i n a l  volume and dividing it by t h e  i n i t i a l  a l iquot .  

2. pprn P i n  t h e  s o i l  = pprn ( read from t h e  curve) X 6.25 X DF. NOTE: 
The 6.25 is  obtained from t h e  following equation: 6.25 = 25 m l  ex t rac t ing  
solut ion/5  g sample) X ( 5  ml f i n a l  volume/h m l  e x t r a c t ) .  

3. pprn K i n  t h e  s o i l  = pprn (read from t h e  curve) X 5 X DF. NOTE: The 
5 i s  obtained from t h e  following equation: 5 = (25 ml ex t rac t ing  s o l u t i o n ) /  
( 5  g sample). 



TABLE 5. CALCIUM ( ~ a )  STANDARDS 

Stock Ca 
Solution 
200 Ppm 

(ml> 

Extracting 
Solution 

(ml) 

Calcium 
i n  

Standard 
( P P ~  1 

TABLE 6. MAGNESIUM ( M g )  STANDARDS 

Stock Mg 
Solution 
100 ppm 

( . d l  

Magnesium 
Extracting i n  

~ a c 1 ~ .  6 ~ ~ 0  Solution Standard 
( m l )  (ml1 ( P P ~  1 



4. ppm C a  i n  t h e  s o i l  = ppm (read from t h e  curve) X 500 X DF. NOTE: 
The 500 is  obtained from t h e  following equation: 500 = (25 ml ex t rac t ing  
solut ion/5  g sample) X (100 m l  f i n a l  volume/l ml e x t r a c t ) .  

5 .  ppm Mg i n  t h e  s o i l  = ppm (read from t h e  curve) X 500 X DF. NOTE: The 
500 i s  obtained from t h e  following equation: 500 (25 ml ex t rac t ing  solut ion/  
5 g sample) X (100 m l  f i n a l  volume/l m l  e x t r a c t ) .  

6. pp2m of element i n  t h e  s o i l  = ( ~ p m  of element i n  t h e  s o i l )  X 2. 

3.2.13 Organic Carbon by Walkley-Black Method 

The method involves t h e  oxidation of organic carbon by an oxidizing 
agent, potassium dichromate. The reac t ion  i s  aided by t h e  addi t ion  
of s u l f u r i c  ac id  which generates heat.  After t h e  react ion i s  complete, 
t h e  remaining dichromate i s  determined by t i t r a t i o n  with standard fer rous  
s u l f a t e  solut ion.  From t h e  amount of dichromate reduced, t h e  amount of 
oxidized organic carbon can be ca lcula ted  ( ~ l l i s o n ,  1965; Jackson, 1958). 

Some in te r fe rence  can r e s u l t  from chlor ides ,  higher oxides of manganese 
and reduced i ron.  With t h e  use of proper precautions,  t h i s  in te r fe rence  
can be eliminated o r  g r e a t l y  reduced ( ~ a l k l e y ,  1947; Jackson, 1958). Ferrous 
i ron  and chlorides tend t o  give pos i t ive  or  high organic carbon values,  
whereas, oxides of manganese tend t o  give negative o r  low values (All ison,  
1965 1. 

A l l  samples should be ground i n  a porcelain o r  agate mortar. I ron o r  s t e e l  
mortar i s  avoided because of t h e  in t roduct ion of reducing mate r i a l  i n  t h e  
form of meta l l i c  i ron.  

1. Potassium dichromate ( K ~ c ~ ~ o ~ ) ,  1 2: Dissolve 49.04 g KpCrg07 (d r ied  
a t  1 0 5 ' ~ )  i n  d i s t i l l e d  water and d i l u t e  t o  a volume of 1 l i t e r .  

2. Su l fu r ic  ac id  ( H ~ s o ~ ) ,  concentrated. 

3. Ferroin  solut ion,  0.025 M (ava i l ab le  from Fisher S c i e n t i f i c  Company) 

4. Ferrous s u l f a t e  ( F ~ s o ~ * ~ H ~ o ) ,  0.5 N: Dissolve 140.0 g of FeS04*7H20 
i n  d i s t i l l e d  water. Add 15  ml of concentrated H2S04 and allow t o  cool. 
Di lu te  t o  1 l i t e r  with d i s t i l l e d  water. Standardize reagent d a i l y  by 
t i t r a t i n g  it agains t  10  ml of 1 2  K2Cr207. 

1. Porcelain or  agate mortar and p e s t l e .  



Flasks, 500 ml, Erlenmeyer, wide-mouth. 

Pipet ,  10 ml. 

Pipet ,  20 ml. 

Buret, 50 ml 

Balance, can be read t o  0.001 g. 

Sieve, 0.25 mm (60 mesh) openings, nonferrous. 

Buchner funnel. 

F i l t e r  paper, (Whatman 40 o r  equivalent) .  

Weighing pans. 

1. Grind air-dry samples t o  pass 60 mesh sieve with a porcelain o r  agate 
mortar . 
2. Weigh and record t a r e  weights of two clean and dry weighing pans. 

3. I n  previously t a r ed  weighing pans, weigh 2.00 g (0.50 g of Horizon 1 
and carbol i th  mate r ia l )  air-dry s o i l  samples. NOTE: One sample i s  used 
f o r  the  procedure. The second sample i s  placed i n  an oven at 105OC f o r  
16 hours, allowed t o  cool i n  a desiccator,  and i t s  oven-dry weight recorded. 
(See 3.2.13.6. NO. 3) .  

4. Place weighted air-dry sample i n  a 500 ml Erlenmeyer f lask.  

5. Pipet exactly 10 ml of 1 N K2Cr207 solution i n to  the  s o i l .  Swirl f l a sk  
gently u n t i l  mixed. 

6. Rapidly pipet  20 ml of concentrated H2S04, d i rect ing t he  stream in to  
t he  suspension. Mix by gent le  ro ta t ion  fo r  1 minute t o  insure  complete 
contact of reagent with sample. NOTE: Avoid throwing s o i l  up onto t he  
s ides  of t he  f l a sk  and out of contact with t he  reagent. 

7. Allow mixture t o  stand on an asbestos sheet fo r  30 minutes. 

8. Dilute t o  200 ml with d i s t i l l e d  and deionized water. 

9. Add 4 drops t o  0.025 - M Ferroin indicator.  

10. Back t i t r a t e  with 0.5 N ferrous  su l f a t e  solution from a buret .  A s  t he  
endpoint is  approached, the-solution has a greenish cas t  which changes t o  
dark green. A t  t h i s  point ,  add ferrous su l f a t e  drop by drop u n t i l  t h e  
color changes sharply from blue t o  red (maroon color i n  re f lec ted  l i g h t  
against  a white background). CAUTION: Discard and rerun with l e s s  s o i l  



i f  8 m l  or  more of t h e  dichromate i s  reduced. I f  t he  endpoint cannot be 
c lea r ly  dist inguished as  described above, rerun sample and f i l t e r  suspen- 
sion using a buchner funnel before doing s teps  9 and 10. 

3.2.13.6 Cdcu la t  ions-- 

1. meq K2Cr207 = ( m l  K2Cr207 used) X (N- K ~ c ~ ~ o ~ ) .  

2. meq FeS04 = ( m l  FeS04 used) X (N F ~ s o ~ ) .  

3. Oven-dry weight of sample = (wt. oven-dry sample and ta red  pan) - 
(wt. of t a red  pan). 

4. % organic carbon = [(meq K2Crg07 - meq FeSOq) X (0.003 X 100 X 1.33) I /  
Oven dry sample w t .  

3.2.14 Organic Carbon Determination By Low Temperature Ign i t ion  

Water and hydroxides are  driven off t he  sample by heating t o  105OC. 
Organic matter i s  oxidized by heating at 4 0 0 ~ ~  for  7 hours. The percent 
organic matter can be determined by weight loss .  

Mineral matter i s  assumed t o  be unchanged at the  4 0 0 ~ ~  temperature range. 
For s o i l s  containing amorphous materials ,  the  discrimination between organic 
and mineral matter i s  f a r  from complete (~ackson ,  1958). 

None required. 

1. Muffle furnace. 

2. Drying oven. 

3. Desiccator with d r i e r i t e  desiccant. 

4. Balance, can be read t o  0.01 g. 

5. Crucibles o r  evaporating dishes. 

3.2.14.5 Procedure ( ~ o d i f i e d  from Jackson, 1958)-- 

1. Weigh a clean and dry crucible.  Record t a r e  weight ( A ) .  

2. Weigh 10.00 g of l e s s  than 60 mesh sample i n  t a red  crucible.  



3. Place i n  oven and heat  f o r  4 hours at 105OC. 

4. Remove sample and allow t o  cool i n  desiccator.  

5.  Weigh sample. Record weight (B)  . 
6. Place sample i n  oven and heat f o r  7 hours a t  400~C. 

7. Remove sample and allow t o  cool i n  desiccator.  

8. Weigh sample. Record weight (C). 

3.2.14.6 Calculations 

1. Legend: 

A = Tare weight of crucible.  

B = Weight of sample and crucible  a f t e r  heating 4 hours a t  105OC. 

C = Weight of sample and crucible  a f t e r  heating 7 hours a t  400°C. 

D = Weight of sample a f t e r  heating 4 hours a t  105OC. 

E = Weight of sample a f t e r  heating 7 hours a t  400~C. 

4. Organic matter oxidized by heating = D - E. 

5. % organic matter i n  sample = (organic matter oxidized by heating/D) 
X 100. 

3.2.15 Total  Nitrogen by Kjeldahl Method 

In  the  Kjeldahl procedure, ni trogen i s  converted t o  ammonium ion by oxidation 
with concentrated su l fu r i c  acid. With the  addit ion of a c a t a ly s t  such as  
copper, selenium, o r  mercury, t h i s  oxidation, which normally progresses very 
slowly, can be accelerated.  Raising t he  boi l ing point by the  addi t ion of 
such s a l t s  a s  sodium su l f a t e  o r  potassium su l f a t e  a l so  accelera tes  t h e  
reaction.  

The ammonium ion produced by t h i s  oxidation i s  determined by making t he  
solut ion strongly a lka l ine  with sodium hydroxide, the  l i be r a t ed  ammonia i s  
d i s t i l l e d  i n t o  a bor ic  ac id  solution.  The resu l t ing  ammonium borate  is  back 
t i t r a t e d  t o  boric ac id  with a standard acid (~ r emne r ,  1965; Winkler, 1913). 



3.2.15.2 Comments 

Continuous b o i l i n g  of t h e  concentrated s u l f u r i c  ac id  and Kel-pak mixture 
f o r  severa l  hours requi res  insu la t ion  and venting of t h e  system so  t h e  
s u l f u r i c  a c i d  condenses about one-third of t h e  way up t h e  d iges t ion  f l a s k  
neck. 

Materials  adhering t o  t h e  w a l l s  must be dislodged and brought i n t o  contac t  
with t h e  ac id  by r o t a t i o n  of t h e  f l a sk .  Clay s o i l s  a r e  p a r t i c u l a r l y  t rouble-  
some because c lay  promotes s p l a t t e r i n g .  With t h e  addi t ion  of g l a s s  beads, 
bumping during d iges t ion  can usual ly  be eliminated. Optimum diges t ion  
temperature i s  between 360 and 4 0 0 ~ ~ .  Loss of ni trogen may occur i f  heated 
above 410°C. 

1. Kel-pak powder No. 3 ( H ~ O  + ~ $ 0 4 )  ( ava i l ab le  from Matheson S c i e n t i f i c  
co. ). 

2. Su l fu r i c  ac id  ( H ~ s o ~ ) ,  concentrated. 

3. Su l fu r i c  ac id  (H2sO4)? d i l u t e  (approximately 0.1 - N ) :  Di lu te  44.8 m l  of 
concentrate H2S04 t o  16  l l t e r s  with d i s t i l l e d  water. 

4. Sodium hydroxide ( N ~ O H )  , 45% with sodium t h i o s u l f a t e  5 ~ ~ 0 )  : 
Under a fume hood i n  a rubber bucket mix 4545.9 g of NaOH f l a k e s  ( f o r  
ni trogen determination) with 438.0 g of Na2S203-5H20. Dissolve and d i l u t e  
t o  ll. 355 l i t e r s  ( 3  g a l )  with carbon dioxide-free water (see 3.2.2.2 No. 1 ) .  
Cool overnight and siphon i n t o  dispensing apparatus. Protec t  from C02 i n  
t h e  a i r  with soda lime o r  a s c a r i t e  i n  a guard tube. 

5. Boric ac id  ( H ~ B O ~ ) ,  4%: Dissolve 720.0 g of H3B03 i n  d i s t i l l e d  and 
deionized water on a hot p l a t e .  Di lu te  t o  18 l i t e r s  with d i s t i l l e d  and 
deionized water. Add 60 ml of Bromocresol green-methyl red  i n d i c a t o r  ( s e e  
below ) . 
6. Bromocresol green-methyl red  ind ica to r :  Mix 0.5 g of bromocresol green 
and 0.2 g methyl red  with 100 ml of e t h y l  alcohol  (90%).  Adjust t o  medium 
color  (brown) with a few drops of weak NaOH. 

7. Zinc ( ~ n ) ,  granular .  

1. Kjeldahl  e l e c t r i c  d iges t ion  manifold 

2. Kjeldahl e l e c t r i c  d i s t i l l a t i o n  rack. 

3. Room equipped with exhaust fan. 

4. Flasks,  Kjeldahl,  800 ml. 



5. Flasks,  Erlenmeyer, widemouth, 500 m l ,  marked a t  230 m l .  

6. Sieve, 20 mesh. 

7. Balance, can be read t o  0.1 g. 

8. Asbestos gloves. 

1. Place 1 0  g unground sample (sieved t o  20 mesh) wrapped i n  f i l t e r  paper 
i n  Kjeldahl f lask .  Also prepare two blanks without s o i l ,  but  containing 
f i l t e r  paper. 

2. Add 2 packets of No. 3 Kel-pak. 

3. Turn on exhaust fan. 

4. Add 40 m l  concentrated H2S04. NOTE: While r o t a t i n g  f l a s k ,  run ac id  down 
s ide  t o  carry  down sample. 

5. Mix contents  by gen t l e  swir l ing  and place f l a s k  ca re fu l ly  on Kjeldahl 
rack. 

6 .  When a l l  f l a s k s  a r e  i n  place,  s e t  a l l  knobs so  t h a t  a moderate bo i l ing  
and diges t ion of t h e  sample can be seen. 

7. After 30 minutes increase heat  t o  a rapid  b o i l  f o r  30 minutes so t h a t  
su l fu r  dioxide can be re leased and t o  insure  complete d iges t ion of t h e  
sample. 

8. Rotate f l a s k s  180' and continue heating u n t i l  a l l  t h e  black organic 
matter  i s  digested (usual ly  about 1 hour). 

9. Allow sample t o  cool on diges t ion rack and stopper. CAUTION. Do not 
p lace  stopper i n  hot f l a s k  a s  it may implode upon cooling. 

10. Let s tand u n t i l  so lu t ion  reaches room temperature and cautiously add 
300 m l  d i s t i l l e d  water t o  each f lask .  NOTE: Rotate f l a s k s  while pouring 
t o  wash neck. 

11. Swirl  f l a s k s  gent ly  t o  dissolve c r y s t a l s .  

12. Add 114  teaspoon granular  zinc t o  each f l a sk .  

13. Pour 30 m l  H3BO3 (4% containing i n d i c a t o r )  i n t o  500 m l  wide mouth 
Erlenmeyer f l a sks .  NOTE: One required  f o r  each sample and blank and 
numbered t o  correspond t o  each Kjeldahl f l a sk .  

14.  Place Erlenmeyer f l a sks  on Kjeldahl d i s t i l l a t i o n  rack. NOTE: Top of 
g lass  del ivery  tube must be below surface  of H3B03. 



15. Turn condenser water switch t o  manual. After  30 minutes t u r n  water 
switch t o  automatic i f  u n i t  i s  s o  equipped. 

16. Add 133 ml NaOH (45%) slowly t o  each Kjeldahl f l a sk .  NOTE: Allow NaOH 
t o  run down s ide  of f l a s k  s o  t h a t  it l ies  on t h e  bottom. 

17. Place each f l a s k  on Kjeldahl d i s t i l l a t i o n  rack a s  NaOH i s  added, using 
s teps  18-21. 

18. Wet hands wi th  d i s t i l l e d  water and apply water t o  rubber stoppers.  

19. Place stopper securely i n  f l a sk .  Set f l a s k  on burner. 

20. A s  soon as f l a s k  i s  i n  pos i t ion ,  t u r n  burner switch t o  make a moderate 
b o i l  but not enough t o  cause solut ion t o  b o i l  i n t o  f l a s k  neck. 

21. Swirl  f l a s k  t o  mix NaOH layer  wi th  t h e  r e s t  of t h e  sample so lu t ion  and 
s e t  back i n  pos i t ion  making sure  stopper i s  t i g h t .  

22. When 200 m l  has d i s t i l l e d  i n t o  receiving f l a s k ,  s e t  receiving f l a s k  
( ~ r l e m n e ~ e r )  down and tu rn  off  heat.  CAUTION: Be sure  t o  s e t  f l a s k  down 
before turning o f f  heat  o r  d i s t i l l a t e  may suck back through condensers. 
NOTE: D i s t i l l a t e  color  should be green o r  dark blue. 

23. Wash del ivery  tube  with a small stream of d i s t i l l e d  water from a wash 
b o t t l e  before removing receiving f l a sk .  

24. When cool, t i t r a t e  d i s t i l l a t e  with 0.1 IJ H2S04 u n t i l  so lu t ion  becomes 
c l e a r  and then tu rns  pink. 

25. Record reading. 

1. Average of sample blanks = [reading (blank 1) + reading (blank 2 )  112. 

2. Corrected sample reading = (sample reading) - (average of sample blanks).  

3. Constant = (IJ a c i d )  X (meq. wt. of N )  X (100 ) X ( l / w t .  of sample) ; where 
N a c i d  = 0.1, meq. w t .  of ni trogen = 0.014, and 100 changes constant  t o  - 
percent. 

The equation can then be wr i t t en :  

Constant = (0.1) X (0.014) X (100) X ( l /wt.  of sample), which can be 
s impl i f ied  t o :  

Constant = (0.14) X ( l / w t .  of sample). 

4. % nitrogen = (correc ted  sample reading) X constant.  



Cation exchange capacity (CEC) i s  defined as  t he  sum of t he  exchangeable 
cat ions  i n  a so i l .  Several methods a r e  used f o r  determining t h e  CEC of a 
so i l .  

In  t h i s  method, a solut ion of calcium chloride is  used t o  sa tu ra te  the  
s o i l  exchange complex and remove all other exchangeable cations from the  
exchange s i t e s .  Calcium is  then removed from the  exchange complex by 
sa turat ing t h e  s o i l  with magnesium aceta te .  By determining t he  amount of 
calcium i n  t h e  magnesium ace ta te  ex t r ac t ,  the  CEC of t h e  s o i l  can be measured. 

So i l s  with a pH grea te r  than 5.5 o r  surface s o i l s  l e s s  than pH 5.5 which 
have been t rea ted  with lime must be pret reated with 1.0 N sodium ace ta te  
(pH 5.0) t o  move f r ee  carbonates (~ackson ,  1958 pp. 62-63). To avoid t h i s  
pretreatment, sodium saturated CEC (see  3.2.17) can be used. 

Since calcium chloride i s  used t o  sa tu ra te  t he  s o i l  ins tead of a buffered 
aceta te ,  the  pH of t h e  s o i l  i s  not af fected and the  CEC i s  determined a t  
t he  actual  pH of the  so i l .  This is  important because it i s  well known t h a t  
as  pH r i s e s  t h e  CEC increases  olema man and Thomas, 1967). 

1. Calcium chloride ( c ~ c ~ ~ * ~ H ~ o )  , 1 N: Dissolve 147.03 g CaC12*2H20 and 
d i l u t e  t o  1 l i t e r  with d i s t i l l e d  water. 

2. Methanol ( C H ~ O H ) ,  95%: Dilute 950 m l  of methanol with 50 ml d i s t i l l e d  
water. 

3. Magnesium aceta te  ( M ~ ( o A C ) ~ ) ,  1 N: Dissolve 107.25 g of M g ( 0 ~ c ) ~  and 
d i lu t e  t o  1 l i t e r  with d i s t i l l e d  and deionized water. 

4. Calcium atomic absorption standard (1000 ppm) . 
5. Calcium ( ~ a )  standard stock solution (100 ppm): Pipet 10 m l  of calcium 
atomic absorption standard (1000 ppm) i n  a 100 m l  volumetric f l ask .  Bring 
t o  volume with deionized water. Make f resh  daily. 

6. S i lver  n i t r a t e  ( ~ ~ ~ 0 3 ) ~  0.1%: Dissolve 0.10 g of &NO3 and d i l u t e  t o  
100 m l  with d i s t i l l e d  water. Store i n  brown bo t t l e .  

7. Lanthanum chloride ( L ~ c ~ ~ * ~ H ~ o ) ,  5%: Dissolve 127 g of LaC13*6H20 with 
deionized water and make t o  a volume of 1 l i t e r .  

1. Balance, can be read t o  0.0001 g. 



2. Centrifuge tubes,  100 ml. 

3. Rubber stoppers ( t o  f i t  cent r i fuge  tubes) .  

4. Shaker, hor izonta l  rec iprocat ing type,  6.35 em (2.5 i n )  s t roke ,  120 
s t rokes  per  minute. 

5. Centrifuge ( I n t e r n a t i o n a l  Equipment Company Model K wi th  No. 279 head o r  
equivalent  cent r i fuge  and 12-place head). 

6. Graduated cylinder,  100 ml. 

7. Beaker, 100 ml. 

8. Dropper b o t t l e .  

9. Bot t l e ,  polyethylene, 100 ml (one needed per  sample). 

10. Atomic Absorption u n i t  (perkin-~lmer Model 403 o r  equivalent ) .  

11. Flasks,  volumetric, 100 m l  ( 7  required  f o r  s tandards) .  

12. Desiccator with d r i e r i t e  drying agent. 

3.2.16.5 Procedure ( ~ o d i f i e d  from Rich, 1961)-- 

1. Weigh 5 g of l e s s  than 60 mesh s o i l  i n t o  a 100 m l  centr i fuge  tube. 

2. Add 50 ml of 1 g CaC12. 

3. Stopper cent r i fuge  tube and shake hor izonta l ly  f o r  45 minutes on a 
rec iprocat ing shaker insur ing t h a t  t h e  s o l i d  mater ia l  i n  t h e  bottom of t h e  
tube i s  completely dispersed. 

4. Remove stopper and centr i fuge  suspension u n t i l  c l e a r  ( a t  l e a s t  5 minutes 
at 2000 RPM). 

5. Pour off  c l e a r  solut ion.  

6. Repeat s t eps  2 through 5 two more times. 

7. Add 50 ml of d i s t i l l e d  water t o  t h e  s o i l  i n  t h e  cent r i fuge  tube. 

8. Stopper and shake hor izonta l ly  f o r  15  minutes on a rec iprocat ing shaker 
insur ing t h a t  the  s o l i d  mate r i a l  i n  t h e  bottom of t h e  tube i s  completely 
dispersed. 

9. Remove stopper and centr i fuge  f o r  at l e a s t  5 minutes a t  2000 RPM. Pour 
o f f  c l e a r  solut ion.  

10. Repeat s t eps  7 through 9 one more time. 



11. Add 50 ml of 95% methanol t o  t h e  s o i l  i n  t h e  cent r i fuge  tube. 

12. Stopper and shake hor izonta l ly  f o r  15  minutes on a rec iprocat ing shaker 
insur ing t h a t  t h e  s o l i d  mater ia l  i n  the  bottom of t h e  tube i s  completely 
dispersed. 

13. .Remove stopper and centrif'uge f o r  a t  l e a s t  5 minutes at 2000 RF'M. 

14 .  Repeat s t eps  11 through 13 one more time. 

15. Repeat s t eps  11 through 1 4 ,  but pour c l e a r  so lu t ion  i n t o  a 100 ml beaker. 

16. Add a few drops of 0.1% &NO3 t o  the  solut ion i n  t h e  beaker. NOTE: 
If no p r e c i p i t a t i o n s  occur, no f u r t h e r  washing with methanol i s  required. 
If p r e c i p i t a t i o n  occurs, repeat  s t eps  15 through 16 u n t i l  no p r e c i p i t a t i o n  
occurs. 

17. Dry s o i l  i n  the  cent r i fuge  tube i n  a d r i e r i t e  des iccator .  

18. Weigh 0.5000 g dry,  Ca-saturated s o i l  i n t o  a 100 m l  cent r i fuge  tube. 

19. Add 50 ml of 1 N M ~ ( o A c ) ~ .  

20. Stopper and shake hor izonta l ly  f o r  16 hours on a rec iprocat ing 
shaker. 

21. Remove stopper and centr i fuge  suspension u n t i l  c l e a r  ( f o r  a t  l e a s t  
5 minutes a t  2000 RPM). 

22. Pour so lu t ion  i n t o  a 100 m l  polyethylene b o t t l e .  Add 1 .0  m l  of 
5% ~ a ~ 1 ~ 0 6 ~ ~ 0  and cap b o t t l e .  NOTE: This so lu t ion  w i l l  be used f o r  
Ca determination by atomic absorption. 

23. Prepare CEC determination standards from Table 7. 

24. Aspirate the  standards on the  atomic absorption un i t  following 
t h e  i n s t r u c t i o n  manual of instrument. 

25. Make a standard curve p l o t t i n g  ppm of calcium on t h e  hor izonta l  
ax i s  and instrument reading on v e r t i c a l  axis. 

26. Analyze samples f o r  calcium and determine ppm of calcium from t h e  
prepared curve. NOTE: I f  unknown does not f a l l  within t h e  range of 
t h e  standard curve, d i l u t e  sample with 1 N M ~ ( O A C ) ~  and add 5% LaC13*6H20, 
but  not exceeding 1% La i n  t h e  f i n a l  d i lu t ion .  The d i lu t ion  f a c t o r  i s  
obtained by taking t h e  f i n a l  volume and dividing it by the  i n i t i a l  a l iquot .  

1. Legend: 

A = ppm of calcium as  read from standard curve. 



TABLE 7. STANDARDS FOR CALCIUM CEC DETERMINATION 

Flask m l  of Ca ml of ml of Represented 
No. s tock so lu t ion  Mg(OAcl2 LaC13- 6 ~ ~ 0  Ca 

(100 ml) (100 ppm) ( 1  El (5% ( P P ~  ) 

go. 0 

DF = d i l u t i o n  f a c t o r ,  which i s  1 i f  no d i l u t i o n  was necessary t o  read 
wi th in  t h e  range of t h e  standard curve. The d i l u t i o n  f a c t o r  i s  obtained 
by taking t h e  f i n a l  volume and div id ing it by the  i n i t i a l  a l iquot .  

2. CEC (meq/100 g )  = (A) X (DF) X ( 0 . 5 1 ) ~  where t h e  0.51 i s  derived from 
t h e  equation: (ppm/l,OOO,OOO) X (volume ex t rac t ing  solution/sample w t .  ) X 
(1000 meq per  eq/eq. w t  of ~ a )  X 100 g bas i s .  NOTE: The volume of t h e  
ex t rac t ing  so lu t ion  = 50 m l  ex t rac t ing  so lu t ion  + 1 ml L ~ c ~ ~ * ~ H ~ o  = 51 m l .  

3.2.17 Sodium Satura t ion  Cation Exchange Capacity 

I n  t h i s  method, t h e  s o i l  i s  sa tu ra ted  wi th  a so lu t ion  of sodium a c e t a t e  
t o  replace  a l l  o ther  exchangeable ca t ions  on the  exchange s i t e s  wi th  sodium. 
Sodium i s  then removed from t h e  exchange complex by s a t u r a t i n g  t h e  s o i l  
with an ammonium ace ta te  so lu t ion .  CEC i s  measured by determining t h e  
amount of  sodium i n  t h e  ammonium a c e t a t e  ex t rac t .  

This method i s  used f o r  both calcareous and noncalcareous s o i l s .  I n  mine- 
s o i l s ,  it i s  recommended t h a t  t h e  sodium ace ta te  method f o r  determining CEC 
be used. Minesoils wi th  a pH a s  low as  5.5 can contain f r e e  carbonates 
which i n t e r f e r e  wi th  t h e  CEC determination by calcium sa tu ra t ion .  

Cation exchange capacity may a l s o  be determined using ammonium a c e t a t e  a s  
a s a t u r a t i n g  so lu t ion ;  however, because of va r i ab le  amounts o f  calcium 



carbonate and gypsum present  i n  minesoils and t h e i r  so lub i l i t y  i n  ammonium 
ace ta te ,  it i s  recommended t h a t  e i t he r  sodium ace ta te  o r  calcium chloride 
sa tu ra t ion  be used f o r  determining CEC. So lub i l i t y  of calcium carbonate 
i n  1 N sodium ace ta te  at pH 8.2 is  much lower than it i s  i n  neu t r a l  1 N 
ammonium aceta te .  

Interferences occur i n  t he  sodium determination with some atomic absorption 
uni ts .  This in terference can usually be corrected by t h e  addit ion of 2,000 
ppm of potassium t o  both the  standards and t h e  unknowns. 

1. Sodium ace ta te  ( N ~ O A C ) ,  1.0 N: Dissolve 136 g of NaOAc i n  d i s t i l l e d  
water and d i l u t e  t o  1 l i t e r .  NOTE: The pH of t h i s  solut ion should be 8.2. 
I f  needed, add a few drops of a ce t i c  ac id  or NaOH solut ion t o  ad jus t  the  
PH t o  8.2. 

2. Ammonium ace ta te  ( N H ~ O A C )  , 1.0 N: Dilute 114  ml of g l a c i a l  a ce t i c  
ac id  (99.5%) with d i s t i l l e d  water t o  a volume of approximately 1 l i t e r .  
Then careful ly  add 138 m l  of concentrated ammonium hydroxide (NH40H) and 
slowly add d i s t i l l e d  water t o  obtain a volume of approximately 1980 ml. 
Check the  pH of t he  solut ion and add more NH40H as needed t o  obta in  a pH 
of 7.0. Dilute the  solut ion t o  a volume of 2 l i t e r s  with d i s t i l l e d  water. 

3. Isopropyl alcohol, 99%. 

4. Potassium stock solut ion,  10,000 ppm: Dissolve 19.07 g of potassium 
chloride  KC^) i n  1 l i t e r  of deionized water. 

5. Standard sodium solut ion,  1000 ppm, atomic absorption spectroscopy grade. 

1. Centrifuge tubes,  50 m l ,  round bottom polypropylene. 

2. Rubber stoppers ( t o  f i t  centrifuge tubes) .  

3. Shaker, hor izonta l  reciprocating type, 6.35 cm (2.5 in .  ) s t roke,  
120 strokes per minute. 

4. Centrifuge ( ~ n t e r n a t i o n a l  Equipment Company Model K with No. 279 head 
or equivalent centrifuge and 12-place head). 

5. Volumetric f l a sks ,  100 ml. 

6. Atomic absorption spectrophotomet e r  (perkin-~lmer model 403 o r  
equivalent ) . 
7. Balance, can be read t o  0.01 g. 



1. Weigh 4.0 g of l e s s  than 60 mesh material  and t r ans f e r  t o  50 ml 
centrifuge tube. NOTE: I f  the  mater ia l  i s  very coarse textured ( l o w  
sand o r  sand) ,  a 6.0 g sample is used. 

2. Record weight of sample (A) .  

3. Add 33 m l  of 1.0 - N NaOAc solut ion t o  t he  centrifuge tube. 

4. Stopper the  tube and shake i n  a reciprocating shaker at 120 s t rokes  per  
minute f o r  5 minutes insuring t h a t  the  s o l i d  material  i n  the  bottom of t he  
tube i s  completely dispersed. 

5. Unstopper the  tube and centrifuge u n t i l  the  supernatant l i qu id  i s  
c lea r  ( a t  l e a s t  5 minutes a t  2000 RPM). Decant and discard t h e  l iquid .  

6. Repeat s teps  3 through 5 th ree  more times. 

7. Add 33 ml of 99% isoproply alcohol t o  centrifuge tube. 

8. Stopper tube and shake on reciprocating shaker f o r  5 minutes insuring 
t h a t  the  so l i d  material  i n  t he  bottom of the  tube i s  completely dispersed. 

9. Unstopper centrifuge tube and centrifuge it u n t i l  the  supernatant 
l i qu id  i s  c lea r  ( a t  l e a s t  5 minutes a t  2000 RPM). Then decant and discard 
t he  l iquid .  

10. Repeat s teps  7 through 9 two more times. 

11. Add 33 m l  of 1 N NH40Ac t o  centrifuge tube, stopper tube and shake 
f o r  5 minutes insuring t h a t  the  so l i d  mater ia l  i n  the  bottom of t h e  tube 
i s  completely dispersed. 

12. Unstopper tube and centrifuge u n t i l  supernatant l i qu id  i s  c l ea r  (at  
l e a s t  5 minutes a t  2000 RPM). 

13. Decant l i qu id  i n t o  a 100 m l  volumetric f l ask .  

14.  Repeat s teps  11 through 1 3  two more times. 

15. F i l l  the  volumetric f l a sk  t o  the  100 m l  mark using the  12 NH40Ac 
solution. 

16. Take 10 clean 100 ml volumetric fa l sks  and l abe l  them 0, 5, 10, 20, 
30, 40, 50, 60, 70, and 80 ppm sodium. 

17. Pipet 0.5 ml of t he  100 ppm sodium standard i n t o  the  f l a sk  labeled 
5 ppm sodium. In to  the  f lasks  labeled 10 through 80 ppm, pipet  1 ml through 
8 m l ,  respect ively ,  of t h e  1000 ppm sodium standard solution.  



8 Dilute a l l  f l a sks  t o  volume with 1 N NH40A solution.  NOTE: The f l a s k  
labeled  0 ppm w i l l  contain only t h e  1 N NH40Ac ex t rac t ing  solut ion.  

19. Turn on t h e  atomic absorption un i t  and wet it f o r  emission mode. 
Read i n s t r u c t i o n  manual careful ly  and s e t  all operat ing parameters according 
t o  t h e  instrument i n s t r u c t i o n  manual. 

20. After  t h e  atomic absorption un i t  i s  ready, zero t h e  instrument using 
t h e  1 N ammonium ace ta te  ex t rac t ing  solut ion,  not d i s t i l l e d  water. Aspirate 
standaFds and record readings. 

21. Plot  a standard curve using ppm sodium on t h e  hor izonta l  a x i s  and t h e  
instrument readings on t h e  v e r t i c a l  axis .  

22. Record t h e  instrument readings f o r  all unknowns and read t h e  concentra- 
t i o n  (B) of sodium from t h e  standard curve. NOTE: I f  t h e  unknown does 
not f a l l  within the  range of t h e  standard curve which you have p l o t t e d ,  
d i l u t e  t h e  unknown with NH40Ac and potassium stock solut ion using 2 m l  of 
t h e  potassium stock solut ion f o r  every 10 m l  of NH40Ac. Then measure t h e  
amount of sodium present.  

1. Legend: 

A = Sample weight. 

B = ppm of sodium a s  read from t h e  standard curve. 

DF = d i l u t i o n  fac to r ,  which i s  1 or  un i ty  i f  no d i l u t i o n  of t h e  unknown had 
t o  be made t o  get it t o  read within t h e  range of t h e  standard curve. 

2. CEC (meq/100g) = 

(~/1 ,000,000)  X (DF) X ( ~ o l .  ex t rac t ing  solution/sample wt.)  X (1000 meq/ 
eq. w t  ~ a )  X 100g, 

Where : 

Vol. ex t rac t ing  solut ion = 100 m l  

eq. wt of Na = 23. 

The above equation can be reduced t o :  

CEC (meq/lOog) = ( B  X DF X 1 0 )  / (23 X A ) .  

3.2.18 E l e c t r i c a l  Conductance of S o i l  Extract  

Pure water (water which contains no dissolved substances) is  not a good 



conductor of an e l e c t r i c a l  current. Water becomes a be t t e r  e l e c t r i c  current 
conductor with t h e  addit ion of dissolved salts. The amount of e l e c t r i c  
current conducted through t h i s  water i s  approximately proportional t o  t h e  
amount of salts dissolved i n  the  water. Based on t h i s  f ac t ,  a measurement 
of the  amount of e l e c t r i c  current t h a t  is  conducted by a s o i l  ex t rac t  w i l l  
provide information as  t o  the  amount of salts present i n  the  so i l .  This 
simple measurement provides an accurate indication of the  concentration of 
ionized const i tu tents  i n  t he  s o i l  extract .  The e l e c t r i c a l  conductivity 
of a s o i l  extract  is  closely re la ted  t o  t he  sum of cations ( o r  anions) a s  
determined chemically. This measurement usually correla tes  c losely  with 
t he  t o t a l  dissolved solids.  

Extracts t o  be used f o r  e l e c t r i c a l  conductivity measurements should be 
taken from a saturated s o i l  paste. Measuring t he  salt concentration of 
an extract  obtained at t he  f i e l d  moisture s t a t e  would be an i dea l  method; 
however, it is  much ea s i e r  t o  obtain a s o i l  extract  from a saturated paste. 
This i s  extremely important when doing e l e c t r i c a l  conductivity measure- 
ments on a routine basis.  

When making a saturated s o i l  paste ,  some prac t ice  i s  necessary t o  obtain 
consistent  resu l t s .  Dried peat o r  muck usually require an overnight wetting 
period t o  obtain a sa t i s fac tory  saturated paste. Add water t o  f i n e  textured 
s o i l s  without s t i r r i n g  and allow t h e  sample t o  wet slowly. This w i l l  enable 
the f ine  textured material  t o  reach saturat ion without puddling occurring. 
Care must be taken not t o  overwet coarse textured so i l s .  I f  water stands 
on the  surface, the  s o i l  has been over saturated and a s m a l l  addi t ional  
amount of s o i l  must be added. 

The s o i l  material  used f o r  e l e c t r i c a l  conductivity measurements should not 
be oven dried. Material should be a i r  dried and ground t o  pass a 60 mesh 
sieve (see  3.1.2). 

1. Dis t i l l ed  water. 

2. Potassium chloride   KC^), 0.01 N: Dissolve 0.7456 g of K C 1  i n  d i s t i l l e d  
water, and d i l u t e  with d i s t i l l e d  water t o  1 l i t e r .  This is  t he  standard 
reference solution and a t  25OC it has an e l e c t r i c a l  conductivity t o  0.00141 
mho/ cm. 

3. Sodium metaphosphate ( ( N ~ P O ~ ) ~ ) ,  0.1%: Dissolve 0.1 g of ( N ~ P O ~ ) ~  
 ishe her Sc ien t i f i c  #s-333) i n  d i s t i l l e d  water and d i l u t e  t o  100 m l .  

1. Wheatstone bridge, alternating-current type, su i tab le  f o r  conductivity 
measurements. ( Indus t r ia l  Instruments Incorporated Model RC-16~2 or  
equivalent ) . 



2. Conductivity c e l l ,  pipette-type, with p la t in ized  platinum elec t rodes .  
The c e l l  constant should be approximately 1.0 rec iprocal  centimeter. 

Flask,  volumetric, 1000 m l .  

Balance, can be read t o  0.01 g. 

Aluminum can with l i d  ( l a rge  enough t o  contain sample). 

Spatula. 

Aluminum weighing pan. 

Drying oven. 

Dessicator ,  with s i l i c a  g e l  dessicant .  

Buchner type f i l t e r i n g  funnel,  11 cm ins ide  diameter. 

F i l t e r  f l a sk .  

F i l t e r  paper (Whatman 42 or  equivalent  ). 

Vacuum source. 

Graduated cyl inder ,  100 m l  volume. 

P ipe t t e ,  measuring, 1 0  m l  capacity. 

3.2.18,5 (modified from U.S. S a l i n i t y  Laboratory S t a f f ,  1954)-- 

1. Weigh 400 g of a i r -dr ied  s o i l .  Transfer t h e  s o i l  t o  an aluminum 
can (with l i d ) .  

2. Add water t o  t h e  sample i n  small increments by pouring t h e  water down 
t h e  s ide  of t h e  can. Water i s  added t o  t h e  sample i n  t h i s  fashion u n t i l  
t h e  sa tu ra t ion  point  of t h e  s o i l  is  almost reached. 

NOTE: Do not s t i r  s o i l  sample while adding water. Since water movement 
through puddled s o i l  i s  very slow, t h e  s o i l  i s  allowed t o  wet by c a p i l l a r i t y  
and then mixed t o  ensure agains t  puddling. 

3. S t i r  t h e  wetted s o i l  with a spa tu la  u n t i l  a condition of sa tu ra t ion  
i s  reached. Small amounts of water may be added while mixing t o  insure  
t h a t  t h e  sa tu ra t ion  point  has been reached. NOTE: A t  s a tu ra t ion  t h e  s o i l  
pas te  g l i s t e n s  a s  it r e f l e c t s  l i g h t  and the  mixture s l i d e s  off  of t h e  
spatula  eas i ly .  

4. After  t h e  mixing has been completed, p lace  t h e  l i d  on t h e  aluminum 
can and l e t  sample stand f o r  1 hour o r  more. 



5. After  sample has s e t  f o r  t h e  required amount of time, check sample 
f o r  sa tura t ion.  NOTE: I f  t h e  pas te  has s t i f f e n e d  o r  l o s t  i t s  g l i s t e n ,  
add more water and mix it again. On t h e  other hand, i f  f r e e  water has 
col lec ted  on t h e  surface  of t h e  pas te ,  add addi t ional  air-dry s o i l  t o  
absorb f r e e  water and remix t h e  sample. 

6. After  a sa tura ted  pas te  has been obtained, remove a teaspoon-full 
of t h e  sa tu ra ted  pas te  f o r  oven-drying and replace  l i d .  Allow t h e  sa tu ra ted  
s o i l  pas te  t o  stand a t  l e a s t  4 hours. 

7. Weigh an oven-dry aluminum weighing pan t o  the  neares t  0.01 g. 
Record weight ( A ) .  

8. Place subsample of t h e  sa tu ra ted  s o i l  pas te  (from s tep  6 )  i n  aluminum 
weighing pan. Weigh pan and sample t o  t h e  neares t  0.01 g. Record weight ( B ) .  

9. Place weighing pan and sample i n  an oven a t  10'j°C f o r  16 hours ( o r  
overnight) .  Remove from oven and cool i n  a dess ica tor .  

10. Weigh oven-dry sample and pan. Record weight ( c )  . 
11. After  t h e  sa tu ra ted  s o i l  pas te  has stood f o r  a t  l e a s t  4 hours (from 
s t e p  61, t r a n s f e r  it t o  a Buchner funnel  f i t t e d  with one sheet of Whatman #42 
( o r  equivalent ) f i l t e r  paper. 

2 Attach f i l t e r  f l a s k  t o  vacuum source, apply vacuum, and c o l l e c t  
f i l t r a t e .  Terminate f i l t r a t i o n  when a i r  begins t o  pass through t h e  f i l t e k .  
NOTE: R e f i l t e r  i f  f i l t r a t e  is  turbid.  

13. Add one drop of 0.1% sodium hexametaphosphate solut ion f o r  each 
25 m l  of ex t rac t .  

14.  Allow the  standard 0.01 N K C 1  so lu t ion and t h e  sample of t h e  s o i l -  
water e x t r a c t  t o  adjus t  t o  room temperature. NOTE: A s  long a s  t h e  tem- 
pera ture  of t h e  room i s  within t h e  range of 20-30°C, the  absolute temperature 
of the  solut ions  a re  not important. However, it i s  extremely important 
t h a t  t h e  standard solut ion and t h e  e x t r a c t  be a t  the  same temperature. If 
grea te r  precis ion i s  required br ing t h e  standard solut ion and soil-water 
e x t r a c t s  t o  a temperature of 25OC i n  a constant temperature bath. 

15. Turn on Wheatstone bridge and allow instrument t o  warm up. 

16. When instrument i s  ready, r i n s e  and f i l l  the  conductivity c e l l  with 
t h e  standard 0.01 - N K C 1  solut ion.  

17. Balance t h e  wheatstone bridge according t o  the  i n s t r u c t i o n  manual 
provided by the  manufacturer. Record t h e  c e l l  r e s i s t ance  (D) i n  ohms. 

18. Rinse and f i l l  t h e  c e l l  with t h e  soil-water ex t rac t .  NOTE: I f  t h e  
volume of t h e  e x t r a c t  i s  l imi ted ,  r i n s e  t h e  c e l l  with d i s t i l l e d  water 
followed by acetone. Dry t h e  c e l l  by drawing a i r  through it u n t i l  t h e  
acetone has evaporated. Allow t h e  c e l l  t o  come t o  room temperature. 



19. Balance t h e  bridge and record t h e  c e l l  r e s i s t ance  (E) i n  ohms. 

1. Legend: 

A = Weight of oven-dry weighing pan. 

B = Weight of sa tu ra ted  s o i l  and weighing pan. 

C = Weight of oven-dry s o i l  and weighing pan. 

D = I n i t i a l  c e l l  r e s i s t ance .  

F = Fina l  c e l l  res is tance .  

2. % Moisture of sample a t  sa tu ra t ion  = [ (B-C) / (c-A) I X 100. 

3. E l e c t r i c a l  conductivi ty (EC)  mmhos'/cm, a t  25OC = [(0.0014118 X D)/F]. 

4. Total  ca t ion  concentration, meq/ l i te r  = 10 X (EC).  

3.2.19 Sodium-Absorpt ion-Ratio 

Plants  growing i n  s a l i n e  s o i l s  a r e  af fec ted  by t h e  salt concentrated i n  t h e  
s o i l  solut ion.  The p r i n c i p l e  ca t ions  present  are calcium, magnesium, and 
sodium with small amounts of potassium. I f  t h e  proportion of sodium i s  
high, t h e  a l k a l i  hazard i s  high. By making a soil-water e x t r a c t  and 
measuring t h e  salt concentration of t h e  e x t r a c t ,  t h e  s a l i n i t y  hazard of 
t h e  s o i l  can be determined. 

Lanthanum chloride must be added t o  both t h e  standards and t h e  e x t r a c t  t o  
el iminate in te r fe rences  i n  determining calcium and magnesium by atomic 
absorption. In ter ferences  may a l s o  occur i n  the  sodium determination and 
should be corrected by t h e  addi t ion  of an excess (1000-2000 ppm) of 
potassium o r  l i th ium t o  both t h e  standards and samples (see  manuals supplied 
with atomic absorption u n i t ) .  

1. Calcium atomic absorption standard (1000 ppm). 

2. Magnesium atomic absorption standard (1000 P P ~ ) .  

3. Sodium atomic absorption standard (1000 ppm). 

4. Lanthanum chloride ( L ~ c ~ ~ * ~ H ~ o ) ,  5%:  Dissolve 127 g of ~ a C 1 ~ 0 6 ~ ~ 0  
with deionized water and br ing t o  a volume of 1 l i t e r .  



5. Sodium metaphosphate ( ( N ~ P o ~ ) ~ ) ,  0.1%: Dissolve 0.1 g of ( N ~ P O  )6 
  ish her S c i e n t i f i c  No. S-333) i n  d i s t i l l e d  water and d i l u t e  t o  100 9 . 

1. Atomic absorption spectrophotometer (perkin-~lmer Model 403 o r  
equivalent  ) . 

Flasks,  volumetric, 100 ml. 

Pipet ,  1 m l  . 
Balance, can be read t o  0.01 g. 

Aluminum can with l i d  ( large  anough t o  contain sample). 

Spatula. 

Weighing pan. 

Drying oven. 

Desiccator. 

Buchner f i l t e r  funnel. 

F i l t e r  paper (Whatman 42 or  equivalent )  

Vacuum source pu l l ing  a const an t  vacuum. 

Bot t l e  ( t o  c o l l e c t  f i l t r a t e ) .  

3.2.19.5 Procedure (modified from Bower and Wilcox, 1965; U. S. S a l i n i t y  
Laboratory S t a f f ,  1954)-- 

1. Weight 400 g of air-dry s o i l .  Transfer s o i l  t o  an aluminum can 
(with l i d ) .  

2. Add water t o  t h e  sample i n  small increments by pouring t h e  water down 
t h e  s ide  of t h e  can. Water i s  added t o  t h e  sample i n  t h i s  fashion u n t i l  
the  sa tu ra t ion  point  of t h e  s o i l  i s  almost reached. NOTE: Do not s t i r  
sample while adding water. Since water movement through puddled s o i l  i s  
very slow, t h e  s o i l  is allowed t o  wet by c a p i l l a r i t y  and then mixed t o  
insure  agains t  puddling. 

3. S t i r  t h e  wetted s o i l  with a spa tu la  u n t i l  a condition of sa tu ra t ion  i s  
reached. Small amounts of water may be added while mixing t o  insure  t h a t  
t h e  sa tu ra t ion  point  has been reached. NOTE: A t  s a tu ra t ion  t h e  s o i l  
paste g l i s t e n s  as it r e f l e c t s  l i g h t  and t h e  mixture s l i d e s  off  of t h e  
spa tu la  eas i ly .  
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After  t h e  mixing has been completed, place t h e  l i d  on t h e  aluminum 
and l e t  stand f o r  a t  l e a s t  1 hour. 

After  sample has s e t  f o r  t h e  required amount of time, check sample 
sa tura t ion.  NOTE: If t h e  pas te  has s t i f f ened  o r  l o s t  i t s  g l i s t e n ,  
more water and remix. I f  f r e e  water has col lec ted  on t h e  surface ,  
add i t iona l  air-dry s o i l  t o  absorb t h e  f r e e  water and remix. 

After  a sa tu ra t ion  pas te  has been obtained, remove a teaspoonful of 
sa tu ra ted  pas te  f o r  oven-drying and replace  l i d .  Allow t h e  sa tu ra ted  

s o i l  pas te  t o  stand a t  l e a s t  4 hours. 

7. Weigh an oven-dry aluminum weighing pan t o  t h e  neares t  0.01 g. 
Record weight (A). 

8. Place subsample of sa tu ra ted  s o i l  pas te  (f'rom s tep  6 )  i n  aluminum 
weighing pan. Weigh pan and sample t o  t h e  neares t  0.01 g. Record weight 
(B)  . 
9. Place weighing pan and sample i n  an oven a t  105OC f o r  16 hours. 
Remove from oven and cool i n  dess ica tor .  

10. Weigh oven-dry sample and pan. Record weight (c) .  

L1. After  t h e  sa tu ra ted  s o i l  pas te  has stood f o r  a t  l e a s t  4 hours (from 
s t e p  6 ) ,  t r a n s f e r  it t o  a Buchner m n e l  f i t t e d  with one sheet  of Whatman 
No. 42 ( o r  equivalent )  f i l t e r  paper. 

12. Attach f i l t e r  f l a s k  t o  vacuum source, apply vacuum, and c o l l e c t  
f i l t r a t e .  Terminate f i l t r a t i o n  when a i r  begins t o  pass through t h e  f i l t e r .  
NOTE: R e f i l t e r  i f  f i l t r a t e  i s  turbid.  

13. Add one drop of 0.1% sodium hexametaphosphate solut ion f o r  each 
25 ml of ex t rac t .  

14.  Take 10 clean 100 ml volumetric f l a s k s  and l a b e l  them 0, 5, 10,  20, 
30, 40, 50, 60, .TO, and 80 pprn sodium. 

15. Pipet  0.5 m l  of 1000 ppm sodium standard i n t o  t h e  f l a s k  l abe led  5 ppm 
sodium. I n t o  t h e  f l a s k s  labeled  10 through 80 ppm, p ipet  1 through 8 m l ,  
respect ively ,  of t h e  1000 pprn sodium standard solut ion.  

16. Di lu te  all f l a s k s  t o  volume with deionized water. NOTE: The 
f lasked labeled  0 pprn w i l l  contain only deionized water. 

17. Turn on t h e  atomic absorption u n i t  and s e t  it f o r  emission mode. 
Read instrument ins t ruc t ions  manual ca re fu l ly  and do all s e t t i n g s  
accordingly. 

18. After  t h e  atomic absorption u n i t  i s  ready, zero t h e  instrument using 
t h e  0 pprn standard. Record t h e  reading f o r  each of the  o ther  standards. 



19. Plot  standard curve using ppm sodium on t he  horizontal  ax i s  and 
instrument reading on the  v e r t i c a l  axis.  

20. Measure t he  amount of sodium present i n  the  unknowns. NOTE: I f  t he  
unknown does not f a l l  within t h e  range of t h e  standard curve, d i l u t e  with 
deionized water and remeasure the  amount of sodium present. Record t he  
d i lu t ion  fac tor  (DF). The d i lu t ion  fac tor  i s  obtained by taking t he  f i n a l  
volume and dividing it by t he  i n i t i a l  al iquot.  

21. For each 100 m l  of ex t r ac t ,  or  par t  thereof,  of t he  volume found i n  
s tep 13, add 2 m l  of 5% L a ~ 1 ~ 0 6 ~ ~ 0 .  

22. Prepare calcium and magnesium standards as shown i n  Table 8 using 
100 m l  volumetric f lasks .  

23. Set atomic absorption uni t  t o  absorption s e t t i ng  according t o  the  
instruments ins t ruc t ion  manual. 

24. After the  atomic absorption un i t  i s  ready, zero the  instrument using 
t he  0 ppm standard ( f l a sk  no. 1). Record t he  reading f o r  each of t h e  other 
standards. 

25. Plot standard curves using ppm of element on t h e  horizontal  ax i s  and 
instrument reading on the  v e r t i c a l  axis.  

26. Measure t he  amount of calcium and magnesium present i n  t he  unknowns. 
NOTE: If t he  unknown does not f a l l  within t h e  range of t he  standard curve, 
d i l u t e  with deionized water and add 5% LaC13*6H20, but not t o  exceed 1% 
La i n  t he  f i n a l  d i lu t ion.  Remeasure t he  amount of calcium and magnesium 
present and record t h e  d i lu t ion  factor .  The di lu t ion fac tor  i s  obtained by 
taking t h e  f i n a l  volume and dividing it by t h e  i n i t i a l  a l iquot .  

1. Legend: 

A = Weight of oven-dry weighing pan. 

B = Weight of sa turated s o i l  and paste  and weighing pan. 

C = Weight of oven-dry s o i l  pas te  and weighing pan. 

2 .  Meq/l of N a  = ppm of N a  (read from curve)/23.00, where 23.00 i s  t h e  
equivalent weight of sodium. 

3. Meq/l of C a  = ppm of C a  (read from curve)/20.04, where 20.04 i s  t he  
equivalent weight of calcium. 

4. Meq/l of Mg = ppm of Mg (read from c ~ e ) / 1 2 . 1 6 ,  where 12.16 i s  t h e  
equivalent weight of magnesium. 



TABLE 8. CALCIUM AND MAGNESIUM STANDARDS FOR SODIUM-ADSORPTION RATIO 

Calcium stock Magnesium stock 
so lu t ion  solut ion L ~ c ~ ~ * ~ H ~ o  Deionized Represents 

Flask (100 P P ~ )  (10 P P ~ )  (5%) water PPm 
NO. ( d l  (ml) ( d l  ca  Mg 

5. Sodium-adsorption-ratio = N ~ + / J  ( ~ a + +  + Mg++)/2, where ~ a + ,  ~ a + + ,  
and Mg++ r e f e r  t o  t h e  concentrat ions of designated ca t ions  expressed i n  
mil lequivalents  per  l i t e r  as  found i n  ca lcu la t ions  no. 2 through 4. 

6. Saturated water percentage = [ (B-C)/(C-A) 1 X 100. 

3.3 MINERALOGICAL METHODS 

3.3.1 Summary 

Minerals occurring i n  overburden mater ia ls  can be i d e n t i f i e d  using a 
petrographic microscope or  x-ray d i f f r a c t i o n  u n i t .  Individual  s o i l  o r  
rock gra ins  a r e  i d e n t i f i e d  by placing t h e  gra ins  i n  an o i l  with a known 
index of r e f r a c t i o n  and examining them with t h e  a i d  of a petrographic 
microscope. Individual  g ra ins  and t h e i r  r e la t ionsh ips  t o  surrounding 
g ra ins  a re  i d e n t i f i e d  and examined i n  t h i n  sec t ion  using t h e  petrographic 
microscope. Using x-ray d i f f r a c t i o n ,  t h e  types of clay minerals present  
i n  a sample can be  determined. 

All of t h e  procedures require  same techn ica l  knowledge f o r  t h e  mineral  
i d e n t i f i c a t i o n .  A person experienced i n  t h e  use of a petrographic 
microscope and/or x-ray d i f f r a c t i o n  instrument should make t h e  iden t i -  
f i ca t ions .  



3.3.2 I d e n t i f i c a t i o n  of Grains by Immersion Method 

Many minerals may be i d e n t i f i e d  by measuring t h e i r  indices  of r e f r a c t i o n  
and then r e f e r r i n g  t o  determinative t ab les .  The index may be measured by 
using t h e  immersion method. Liquids of known index of r e f r a c t i o n  ranging 
from about 1.43 t o  1.71 i n  s t eps  of 0.01 should be avai lable .  The mineral 
gra ins  t o  be i d e n t i f i e d  a r e  placed on a  g lass  s l i d e ,  covered with l i q u i d  
of known index, and a  small cover g l a s s  placed on top of t h e  l i q u i d .  The 
g ra ins  a r e  then observed under a  petrographic microscope using a  medium 
power object ive.  I f  t h e  mineral g ra ins  have the  same index a s  t h e  l i q u i d ,  
they w i l l  be p r a c t i c a l l y  i n v i s i b l e .  I f  t h e  gra ins  do not "match" t h e  
l i q u i d ,  one can determine whether t h e  g ra ins  have a  higher o r  lower index 
than t h e  l i q u i d  by t h e  Becke Line Test. When a  mineral g ra in  i s  s l i g h t l y  
out of focus,  a  narrow l i n e  of l i g h t  known as  t h e  Becke l i n e  forms near 
the  edge of t h e  gra in .  The l i n e  i s  usual ly  more conspicuous i f  l i g h t  i s  
reduced by p a r t i a l l y  c los ing t h e  diaphragm i n  t h e  substage. I f  t h e  tube  
of t h e  microscope i s  ra i sed  (o r  microscope s tage  lowered), t h e  Becke l i n e  
w i l l  move i n t o  t h e  medium of higher index. I n  t h i s  way, it i s  poss ib le  t o  
determine whether t h e  g ra in  has an index higher or  lower than t h e  l iqu id .  
As an example, i f  t h e  g ra in  i s  lower than t h e  l i q u i d ,  a  new immersion i s  
prepared using a  l i q u i d  of lower index of r e f rac t ion .  I f  t h e  g ra in  s t i l l  
does not have t h e  same index as  t h e  l i q u i d ,  d i f fe ren t  l i q u i d s  a r e  used u n t i l  
a  match i s  a t ta ined.  I n  using a  white l i g h t  source, two Becke l i n e s  form 
when t h e  g ra in  and l i q u i d  a re  near ly  matched--one l i n e  i s  yellowish and t h e  
other l i n e  b lu ish .  When t h e  microscope tube i s  ra i sed ,  t h e  b r igh te r  of 
these  two l i n e s  moves toward t h e  medium of higher index. The g ra in  and 
l i q u i d  have t h e  same index of r e f r a c t i o n  when the  i n t e n s i t i e s  of these  
two l i n e s  a re  t h e  same. 

Amorphous mate r i a l  (no c r y s t a l  s t r u c t u r e )  and isometric (cubic)  c r y s t a l s  
a r e  s a i d  t o  be o p t i c a l l y  i so t rop ic ,  having only one index of r e f r a c t i o n  
which can be measured a t  any pos i t ion  of t h e  microscope stage.  A l l  o ther  
minerals have two or  more indices  of r e f r a c t i o n  and a r e  s a i d  t o  be aniso- 
t rop ic .  I so t rop ic  substances remain dark a s  t h e  microscope s tage  i s  r o t a t e d  
with crossed n ico l s  (upper polar iz ing element i n s e r t e d ) .  Anisotropic 
minerals,  on t h e  other hand, w i l l  general ly be i l luminated under crossed 
n ico l s ,  becoming dark every 90 degree tu rn  of the  microscope stage.  These 
dark s e t t i n g s  a r e  c a l l e d  ex t inc t ion  posi t ions .  A t  these  ex t inc t ion  pos i t ions  
t h e  indices  of r e f r a c t i o n  of an i s t rop ic  minerals a re  measured. 

Hexagonal and t e t ragona l  minerals have two indices  of r e f r a c t i o n  c a l l e d  
no and nE. A mineral i s  s a i d  t o  be p o s i t i v e  when no i s  l e s s  than nE and 
negative when no i s  l a r g e r  than n ~ .  The .index no can be measured on any 
g ra in  by turning t h e  s tage  t o  t h e  low index ex t inc t ion  pos i t ion  i n  a  posi- 
t i v e  mineral o r  t o  t h e  high index pos i t ion  f o r  a  negative mineral. A t  t h e  
other ex t inc t ion  pos i t ion  an index c a l l e d  ng'lying between no and t h e  t r u e  
n~  i s  obtained. 



I n  p o s i t i v e  minerals t h e  highest  value of n$, as  determined on severa l  
g ra ins  of t h e  same mineral ,  is  c loses t  t o  t r u e  n ~ .  I n  a negative mineral ,  
t h e  lowest value obtained would be c loses t  t o  n ~ .  Precise  measurements 
of n~ require  use of in te r fe rence  f igures  which a r e  explained i n  standard 
o p t i c a l  mineralogy textbooks. 

Orthorhombic, monoclinic, and t r i c l i n i c  minerals have th ree  indices  of 
r e f r a c t i o n  with the  lowest index c a l l e d  nx, t h e  intermediate index ny, and 
t h e  highest  index n ~ .  Exact determination of these  indices involves some- 
what complicated techniques which a r e  explained i n  standard o p t i c a l  
mineralogy textbooks. However, i f  severa l  gra ins  of t h e  same mineral a r e  
examined, t h e  lowest index obtainable on any of these  gra ins  w i l l  be  f a i r l y  
c lose  t o  t h e  nx index. The highest  index obtainable on t h e  gra ins  w i l l  be 
close t o  t h e  nz index. The di f ference  between t h e  highest  and lowest index 
i n  a given mineral i s  c a l l e d  birefr ingence.  

Most minerals under crossed n ico l s  w i l l  show s p e c t r a l  colors ca l l ed  i n t e r -  
ference colors.  In ter ference  colors r e s u l t  from t h e  double r e f r a c t i o n  of 
l i g h t  i n  t h e  c rys ta l .  A s  t h e  two rays emerge from the  gra in ,  they undergo 
in te r fe rence  a s  they combine i n  passing through t h e  upper n icol .  The color 
sequence i s  t h e  same a s  i n  Newton Colors. The a c t u a l  color  observed depends 
on t h e  thickness of t h e  g ra in ,  i t s  o r ien ta t ion ,  and di f ference  between i t s  
highest  and lowest index (b i ref r ingence) .  A mineral i n  randomly or iented  
gra ins  of t h e  same thickness w i l l  show all of t h e  colors  up t o  a c e r t a i n  
maximum on t h e  Newton Scale. This maximum color i s  very useful  i n  ident i -  
f i ca t ion .  Although t h e  general  proper t ies  of two minerals may be qu i t e  
similar, t h e i r  in ter ference  colors  may be c l e a r l y  d i f fe ren t .  

Most of t h e  50-100 mesh const i tuents  i n  a s o i l  can be read i ly  i d e n t i f i e d  
with the  petrographic microscope by t h e  immersion method using l i q u i d  
1.544. The most common minerals and rock p a r t i c l e s  with t h e i r  d i s t i n -  
guishing fea tu res  a r e  as follows: 

1. Quartz can be d is t inguished from most other minerals by t h e  f a c t  t h a t  
i t s  low index (no)  i s  always 1.544. The birefr ingence of quartz i s  weak 
and i s  s imi la r  t o  t h a t  of fe ldspar .  However, unl ike  fe ldspar ,  quar tz  has 
no cleavage and i s  f r e e  of a l t e r a t i o n  or  weathering t o  argi l laceous  or  
clayey mater ia l .  

2. Chert, which i s  an aggregate of fine-grained quar tz ,  may occur a s  
gra ins  i n  s o i l .  Chert has t h e  same o p t i c a l  proper t ies  as  coarse quartz 
but under crossed n i c o l s  shows a mosaic or  s a l t  and pepper e f f e c t  because 
of t h e  d iverse  o r i en ta t ion  of const i tuent  quartz domains. Chert i s  
dist inguished from aggregates of clay which sometimes have a mosaic 
appearance by i t s  lower index of r e f rac t ion .  

3. Orthoclase can be dist inguished from most other minerals because i t s  
indices  of r e f r a c t i o n  a r e  noticeably lower than 1.544. The gra in  edges 
a r e  commonly s t r a i g h t  and p a r a l l e l  because of cleavage. Orthoclase i s  
usually not a s  c l e a r  a s  quartz due t o  a l t e r a t i o n .  The bi ref r ingence  of 
or thoclase  i s  weak. 



4. Microcline i s  s i m i l a r  t o  or thoclase  but under crossed n ico l s  shows 
spindle-shaped twin p la tes .  P l a t e s  meet at r i g h t  angles forming a grid-  
i ron- l ike  pat tern .  

5 .  Plagioclase  commonly shows p a r a l l e l  bands o r  s t r i p e s  under crossed 
n i c o l s  because of twinning. The indices  of r e f r a c t i o n  of p lagioclase  
vary with i t s  composition. The more sodium-rich plagioclases have 
indices  below 1.544 but  not a s  low a s  potassium-rich fe ldspars .  
Plagioclases with a small amount of calcium have indices  c lose  t o  1.544. 
The calcium-rich p lagioclases  have indices  wel l  above 1.544. 

6.  Muscovite occurs i n  co lo r less  f l akes  wi th  indices  of r e f r a c t i o n  
considerably higher than t h a t  of quartz or  feldspar.  I n  immersions, these  
f l akes  have a gray color under crossed nicols .  

7. B i o t i t e  a l s o  occurs i n  f lakes  and i n  immersions under p l a i n  l i g h t  
i s  dark brown o r  l e s s  commonly green. Under crossed n ico l s  hardly any 
l i g h t  passes through t h e  f lakes .  

8. Carbonate i n  t h e  form of c a l c i t e  o r  dolomite has a very high index 
i n  one ext inct ion pos i t ion  and a low index near o r  below 1.544 i n  t h e  o the r  
ex t inc t ion  posi t ion .  This change i n  index as t h e  s tage  i s  r o t a t e d  i s  
o r d i n a r i l y  very conspicuous and dis t inguishes  carbonate from most o ther  
minerals.  Under crossed n ico l s ,  carbonates have a unique pinkish  t an  
color. Small carbonate p a r t i c l e s  mixed with clay may be recognized by 
introducing t h e  substage condensing l ens  and crossing t h e  n icols .  Under 
these  condit ions,  t h e  carbonate w i l l  normally appear a s  b r igh t  specks. 

9. P y r i t e  i s  opaque even with s t rong t ransmit ted  l i g h t  obtained with t h e  
substage condensing lens.  In  r e f l e c t e d  l i g h t  p y r i t e  has a brass  yellow 
color and t h e  c r y s t a l  faces o r  polished surfaces look l i k e  meta l l i c  mirrors.  

10. Limonite (goe th i t e )  i s  yellow o r  brown on t h i n  edges under s t rong 
t ransmit ted  l i g h t  and opaque i n  th icker  masses. Under r e f l e c t e d  l i g h t ,  
l imonite i s  yellowish brown t o  brown. 

11. Hematite i s  opaque and black i n  r e f l e c t e d  l i g h t  where massive but 
commonly t r ans lucen t  and red i n  r e f l e c t e d  l i g h t  a t  t h i n  edges of t h e  mater- 
i a l .  

12. Sandstone fragments a r e  recognized by t h e  const i tuent  g ra ins  of 
quartz which have t h e  c h a r a c t e r i s t i c  low index of 1.544 and gray t o  
white in te r fe rence  colors.  The gra ins  may be bound together  by cement 
of quar tz ,  carbonate, c lay  o r  i ron  oxide. 

13. Shale and mudstone usual ly  show a f i n e  layer ing due t o  p a r a l l e l  al ign- 
ment of f l akes  of c lay  minerals.  The index of r e f rac t ion  i s  moderately 
high ( d i s t i n c t l y  higher than 1.544) and in te r fe rence  colors  a r e  white t o  
yellowish white. The fragments go t o  ex t inc t ion  when t h e  layer ing i s  
p a r a l l e l  t o  t h e  po la r i z ing  elements because of t h e  p a r a l l e l  alignment of 
t h e  const i tuent  c lay  minerals. 



14. Limestone fragments have a high index of re f rac t ion  which causes t h e  
fragments t o  appear somewhat dark. Under crossed nicols  the  fragments have . 
a s l i g h t  pinkish t an  color. If the  consti tuent grains are  su f f i c i en t l y  
coarse, a change from high t o  low index can be observed on a given grain  
as the  microscope stage is  rotated.  

15. Glass may develop i n  the  p a r t i a l  fusion of shale (red dog). Glass i s  
amorphous (no c ry s t a l  s t ruc ture )  and remains dark as the  stage i s  turned 
under crossed nicols.  Glass a l so  has a lower index than most minerals 
(lower than 1.544) and commonly contains s m a l l  air bubbles. 

1. Acetone ( C H ~ C O C H ~ ) ,  reagent grade. 

2. Dispersing agent : Dissolve 35.7 g sodium metaphosphate  ishe her 
S-333 o r  equivalent)  and 7.94 g sodium carbonate and d i l u t e  t o  1 l i t e r  
with d i s t i l l e d  water. 

3. 1.544 Index o i l  (avai lable  from R. P. Cargil le Laboratories, Inc.,  
Cedar Grove, N. J. 07009 o r  other suppliers ). 

1. Polarized petographic microscope with micrometer stage with 10  X 
eyepiece and a range i n  objectives from 3.5 t o  50 X. 

2. Variable i n t ens i t y  'white l i g h t  source. 

3. 7.62 X 2.54 cm ( 3  x 1 i n )  g lass  microscope s l ide .  

4. Sl ide  cover glasses. 

5. Thermometer 0-100°C i n  1 ° C  divisions.  

6. Sieve, 0.25 mm openings (60 mesh). 

7. Sieve, 0.177 mm openings (80 mesh). 

8. Shaker, horizontal  reciprocating type, 6.3 cm (2.5 i n )  stroke,  120 
strokes per minute. 

9. Beakers, 250 m l ,  low-form. 

10. Bot t les ,  950 ml (32 oz dry square). 

11. Two beakers, 400 ml, low-form. 

12. Two polyethylene bo t t l e s ,  250 ml.  

13. Lens paper. 



14. Balance, can be read t o  0.1 g. 

3.3.2.5 Procedure- 

1. Mix bulk f i e l d  sample thoroughly. CAUTION: Do not use s t e e l  u t ens i l s  
t o  mix sample as  some magnetic minerals may be a t t r ac t ed  t o  t he  i ron  i n  t he  
s t ee l .  

2. Weigh approximately 100 g of fine-textured (50 g of coarse textured)  
minesoil. 

3. Place weighed sample i n  a 950 m l  (32 oz) d r y  square bo t t l e .  

4. Add 20 m l  of dispersing agent. 

5. Place b o t t l e  on reciprocating shaker. Shake sample overnight. 

6. Make a nested s e r i e s  with the  60 mesh and 80 mesh sieves placing t he  60 
mesh sieve on top. 

7. Wet sieve e n t i r e  sample, being sure t o  thoroughly wash sample from 
the  bo t t l e .  

8. Place sample re ta ined on 80 mesh i n  a 250 ml beaker. Oven dry sample. 

9. Thoroughly mix dried sample. NOTE: See caution s tep  1. 

10. F i l l  two 250 m l  polyethylene bo t t l e s  with acetone. Label one b o t t l e  
" ~ c e t o n e  wash1' and t h e  second b o t t l e  " ~ c e t o n e  ~ i n s e  . " Similarly l a b e l  two 
400 ml beakers. 

11. Pour acetone from b o t t l e  marked " ~ c e t o n e  wash" i n to  corresponding 400 
m l  beaker. Repeat f o r  b o t t l e  marked "Acetone Rinse." 

12. Thoroughly wash and then r inse  g lass  microscope s l i d e  and g lass  s l i d e  
cover. 

13. A i r  dry glass  microscope s l i d e  and g lass  s l i d e  cover. 

14. Return acetone t o  appropriate polyethylene bo t t l es .  NOTE: The acetone 
can be used f o r  several  wash and r i n se  cycles. Throw out acetone i n  
11 Acetone Wash" b o t t l e  when it becomes too contaminated t o  thoroughly wash 
s l ides .  Replace discarded acetone from "Acetone Wash" b o t t l e  with acetone i n  
11 Acetone Rinse" bo t t l e .  Put f resh  acetone i n  "Acetone Rinse" bo t t l e .  

15. Thoroughly clean glass  microscope s l i d e  and cover g lass  with l ens  
paper. 

16. Thoroughly clean microscope lens  and mirror with l ens  paper. 

17. Place a few grains of t h e  thoroughly mixed oven-dry sample on a g lass  
microscope s l ide .  



18. Add 1.544 index o i l  by drops u n t i l  all grains a r e  covered. 

19. Place one edge of t h e  cover g lass  on the  microscope s l ide .  Gently 
lower t he  opposite edge being ca re fu l  not t o  t r ap  air bubbles under t h e  
cover glass .  

20. Place s l i d e  on microscope stage. 

21. Adjust white l i g h t  source, microscope mirror,  and microscope diaphragm 
fo r  best  l i g h t  re f rac t ion  without being strongly br ight .  

22. Move stage micrometer t o  one corner of t he  cover glass .  Note both 
micrometer readings. 

23. While moving s tage micrometer i n  increments of one and doing one row 
a t  a time, count various types of grains (see 3.3.2.2) as they appear 
under the  cross h a i r s  u n t i l  t h e  area  under cover g lass  has been completely 
covered. 

24. Record r e s u l t s  f o r  each s l i de .  

25. Thoroughly wash and r i n se  s l i d e  and cover g lass  (see  s teps  11-14). 
Discard grains  from bottom of beaker a f t e r  washing. 

3.3.3 Pe t ro~ raph i c  Analysis of Thin Sections 

Overburdens and minesoils can be studied i n  s l i c e s  ca l led  t h i n  sect ions  
which a re  30 microns thick.  Thin sect ions  a re  examined under t he  
petrographic microscope and are  useful  i n  observing how individual  
consti tuents are  arranged and i n  determining t he  s i ze  and shape of pores. 
The technique of studying morphological features  under t he  microscope i s  
bas ica l ly  an extension of methods used i n  studying samples with a hand 
lens  or  t he  unaided eye. 

Coherent samples can be t h i n  sectioned d i r ec t l y  but f r i a b l e  samples have t o  
be impregnated usually with a polyester  r e s in  ( ~ u o l  and Fadness, 1961). 
Normally t h i n  sections a re  prepared by professionals who adver t ise  i n  several  
geological and mineralogical journals and magazines. 

Thin sections should f i r s t  be examined with low magnification t o  study 
l a rge r  sca le  features  and famil iar ize  t h e  observer with t h e  minerals and 
fabr ics  within t h e  t h i n  section. Magnification i s  increased t o  observe 
f i n e r  de ta i l s .  Observation with transmitted l i g h t  i s  conducted i n  p l a in  . 
l i g h t ,  crossed polarized l i g h t  with and without substage condensing lens ,  
and with l i g h t  stopped down t o  d i f fe ren t  degrees. Some fea tures  may be 
more v i s i b l e  i n  re f lec ted  l i gh t .  The determination of approximate percentage 



of const i tuents  can be ascer ta ined by v i sua l  estimation. More accurate 
determinations can be made by counting t h e  d i f f e r e n t  kinds of g ra ins ,  voids 
and s p e c i a l  fea tures .  

The mineral composition of t h e  l a r g e r  gra ins  ( s k e l e t a l  g r a i n s )  observed 
i n  t h i n  sec t ion  can be determined by procedures similar t o  those used i n  
t h e  immersion method (see  3.3.2.2). The l a r g e r  gra ins  a r e  genera l ly  
embedded i n  a matrix of very fine-grained mate r i a l  composed l a r g e l y  of 
f i n e  s i l t  and clay. Some of t h e  matrix mater ia l  may be i d e n t i f i e d  
(see  3.3.2.2 ) but complete i d e n t i f i c a t i o n s  require  x-ray d i f f r a c t i o n  and 
d i f f e r e n t i a l  thermal analys is .  

More information on i d e n t i f i c a t i o n  of minerals i n  t h i n  sec t ions  may be 
obtained from Cady (1965) and Kerr (1959); however, t h e  following s p e c i a l  
f ea tu res  may be seen i n  t h i n  sec t ions :  

1. Cutan is  a general  t e r m  coined by Brewer (1964) t o  designate accumu- 
l a t i o n s  on s o i l  p a r t i c l e  surfaces o r  t e x t u r a l  changes along a surface  of 
movement. Accumulations may be composed of various mater ia ls  such a s  c lay ,  
organic matter ,  s i l i c a ,  i ron  oxides o r  hydroxides, o r  manganese oxides 
o r  hydroxides. 

2. Argil lans o r  c lay  skins  a r e  cutans composed of c lay  minerals and occur 
on the  n a t u r a l  surfaces of s o i l  p a r t i c l e s .  They have a smooth o r  ropy 
surface with a waxy l u s t e r  i n  r e f l e c t e d  l i g h t .  I n  t h i n  sec t ions  they have 
t h e  same index a s  t h e  clay matrix but a higher index than t h a t  of quartz 
or  fe ldspar  gra ins .  Under crossed n i c o l s  a r g i l l a n s  commonly appear a s  
white borders on g ra ins  o r  s o i l  un i t s .  The borders go t o  ex t inc t ion  a t  
t h e  po in t s  where they a r e  p a r a l l e l  t o  t h e  polar iz ing elements ("north-south 
and east-west") . 
3. Ferrans a re  i ron  oxides o r  hydroxides occurring on s o i l  surfaces.  
I n  t h i n  sec t ions  they a r e  t rans lucent  o r  opaque. Under r e f l e c t e d  l i g h t  
they a r e  yellow, brown, o r  red. 

4. Mangans a r e  manganese oxides o r  hydroxides which a r e  usual ly  opaque 
and very dark brown o r  black i n  r e f l e c t e d  l i g h t .  

5. Concretions d i f f e r  i n  composition from t h e  mater ia l  which surrounds 
them. Concretions may be composed of any mineral matter ,  but they a r e  
more commonly made up of carbonate, che r t ,  s u l f a t e ,  o r  oxides and hydroxides 
of i ron  o r  manganese. Normal technqiues of mineral i d e n t i f i c a t i o n  a r e  
used t o  d i s t ingu i sh  between t h e  d i f f e r e n t  types of concretions. 

6. Earthworm c a s t s  appear as  tubes of mater ia l  commonly containing rounded 
aggregates representing excreta.  The aggregates have dark outer  borders 
of humus and may occur i n  c lus te r s .  

7. Root channels a r e  voids l e f t  from decayed roots .  These voids resemble 
worm burrows but  may contain remnants of roo t s  with c h a r a c t e r i s t i c  c e l l u l a r  
s t ruc tu re .  The channel system may a l s o  show more of a t r ee - l ike  p a t t e r n  
than do t h e  worm burrows. 



8. Pores (voids)  i n  t h i n  sec t ions  a r e  co lo r less  i n  p la in  l i g h t  and remain 
black when t h e  stage i s  r o t a t e d  under crossed n ico l s .  The percentage of 
observed pores can be est imated by v i s u a l  inspection or  determined more 
accura te ly  by the  point  count method as  described by Anderson and Binnie 
( 1961 . 
The shape of t h e  pore may be spher ica l ,  tubu la r ,  p lanar ,  or  i r r e g u l a r .  
Spherical  voids a r e  commonly re fe r red  t o  a s  ves ic les ,  some of which r e s u l t  
from gas bubbles o r  solut ion of spher ica l  grains.  The apparent shape of 
t h e  o ther  pores depends on how they a r e  cut during t h i n  sec t ion  preparat ion.  
Tubular pores w i l l  appear round i n  sec t ions  cut  a t  r i g h t  angles t o  t h e  
tubes. The shape w i l l  be e l l i p t i c a l  and more elongate t h e  more near ly  t h e  
sec t ion p a r a l l e l s  t h e  length  of t h e  tubes. Tubular pores commonly r e s u l t  
from burrowing by earthworms and i n s e c t s  or from the  decay of p lant  roots .  
The cut  of t h e  sec t ion i s  not as c r i t i c a l  i n  recognizing planar voids,  
although t h e  t r u e  width of t h e  opening can be determined only on sect ions  
a t  r i g h t  angles t o  t h e  plane of t h e  voids. The planar voids commonly 
o r ig ina te  a s  a r e s u l t  of shrinkage of s o i l  mater ia l  as  it dr ies .  
Our da ta  show t h a t  s o i l  f a b r i c s ,  as  described by Brewer (19641, do not 
normally occur i n  young minesoils.  Remnant s o i l  f a b r i c s  may be seen i n  
minesoils t h a t  have been "top soi led"  or  mixed with a na tu ra l  s o i l .  

More d e t a i l s  on s o i l  f ab r ics  can be found i n  Brewer (1964). Sampling 
procedures and number of gra ins  t o  be counted a re  given by Cady (19651, 
Kerr (1959), and Winchell (1937). Accurate percentage determinations by 
point  counting methods a re  given by Hutchison (1974) and Anderson and 
Binnie (1961 ) . 

None required. 

1. Polarized petrographic microscope with micrometer s tage  with 1 0  X 
eyepiece and a range of object ives from 3.5 t o  50 X. 

2. Variable i n t e n s i t y  white l i g h t  source. 

1. Place t h i n  sec t ion on t h e  s tage  of t h e  petrographic microscope. 

2. Adjust l i g h t  i n t e n s i t y  so  gra ins  can be e a s i l y  seen. 

3. Examine t h i n  sec t ion  under low magnification. Use higher magnification 
t o  c l a r i f y  d e t a i l s .  

4. Determine kinds of voids and percent porosi ty.  

5. Examine f o r  or iented  c lay  bodies and determine pos i t ion  and percentage 
i n  sample. 



6. Determine mineralogy and percentage of t h e  s k e l e t a l  grains.  

7. Examine f o r  s p e c i a l  f ea tu res  (see 3.3.2.2) and record percentage of 
each. 

3.3.4 I d e n t i f i c a t i o n  of Clay Minerals by X-Ray Dif f rac t ion 

The c lay  minerals of g r e a t e s t  i n t e r e s t  (e.g. k a o l i n i t e ,  i l l i t e  (mica),  
vermicul i te ,  c h l o r i t e ,  and montmorillonite) a r e  mostly f l aky  or  p l a t y  i n  
shape. They a r e  read i ly  i d e n t i f i e d  and dist inguished from one another by 
observing t h e  e f f e c t  of d i f f e r e n t  chemical and heat  t reatments on t h e  i n t e r -  
l aye r  spacings along t h e  a x i s  perpendicular t o  t h e  p l a t y  surfaces  with t h e  
use of x-ray d i f f rac t ion .  

The pretreatment used t o  d i s t ingu i sh  montmorillonite from vermicul i te  
and c h l o r i t e  and t o  i d e n t i f y  i l l i t e s  i s  sa tu ra t ion  of the  exchange complex 
of the  clay with magnesium and treatment with glycerol .  Vermiculite i s  
d is t inguished from c h l o r i t e  and k a o l i n i t e  by sa tu ra t ing  t h e  c lays  with 
potassium and heating on a g lass  s l i d e  a t  500°C. Intermediate heat  
t reatments,  l l O ° C  and 250°C, can be used t o  study in te r l ayer ing  i n  t h e  
collapsing minerals o r  o the r  spec ia l  problems. Stronger x-ray d i f f r a c t i o n  
peak i n t e n s i t i e s  a r e  obtained due t o  p re fe r red  o r ien ta t ion  of t h e  c lays  on 
t h e  g l a s s  s l i d e .  This preferred  o r ien ta t ion  r e s u l t s  s ince  t h e  c lay  p l a t e s  
s e t t l e  p a r a l l e l  o r  near ly  p a r a l l e l  upon drying from t h e  suspension. 

Due t o  t h e  length  of time involved i n  sample preparat ion,  severa l  samples 
should be prepared a t  t h e  same time. The commonly used rad ia t ion  sources 
a r e  copper and cobalt .  I f  copper rad ia t ion  is  used, f r e e  i ron  oxides w i l l  
have t o  be removed ( see  Jackson, 1958 p. 168) t o  el iminate in ter ference .  
In te rp re ta t ion  of data  should be performed by a person qua l i f i ed  i n  x-ray 
analys is  and clay mineralogy. 

1. Sodium hydroxide ( N ~ O H )  , 1 3: Dissolve 40.0 g of NaOH p e l l e t s  with 
carbon dioxide-free water (see  3.2.3.3 No. 1) and d i l u t e  t o  a volume of 
1 l i t e r .  Protec t  from C02 i n  air with a s c a r i t e  tube. 

2. Sodium carbonate ( N ~ ~ c o ~ ) ,  1 N: Dissolve 53 g of Na$03 with 
carbon dioxide-fYee water ( see  3.2.3.3 No. 1) and d i l u t e  t o  a volume of 
1 l i t e r .  Protec t  from C02 i n  a i r  with a s c a r i t e  i n  a guard tube. 

3. pH 10 water: Di lu te  10 m l  of 1.0 N Na2C03 t o  10 l i t e r s  with 
d i s t i l l e d  and deionized water. Check FH with a pH meter and ad jus t  t o  
pH 10 by t h e  addi t ion  of 0.1 N H C 1  o r  1 .0  N Na2C03. 

4. Acetone ( C H ~ C O C H ~ ) .  



5 .  Hydrochloric acid  ( H C ~ )  , 1.0 N: Dilute 83 ml of concentrated H C l  t o  
a volume of 1 l i t e r  with d i s t i l l e d  water. 

6. Hydrocholoric acid  ( H C ~ ) ,  0.1 N: Dilute 100 ml of 1 3 H C 1  t o  a volume 
of 1 l i t e r  with d i s t i l l e d  water. 

7. Bromophenol Blue. 

8. Hydrogen peroxide ( ~ 2 0 2  ) , 30% , ACS c e r t i f i e d  (without added preservat ive  1. 

9. Sodium ace ta te  ( N ~ c ~ H ~ o ~ ) ,  1 N: Dissolve 82 g of NaC2H302 with dis- 
t i l l e d  water and d i l u t e  t o  a volume of 1 l i t e r .  Buffer t o  pH 5.0 with 
ace t i c  acid  o r  sodium hydroxide. 

10. Magnesium chloride ( M ~ c ~ ~ * ~ H ~ o ) ,  1 N: Dissolve 102 g of MgC12*6H20 
with d i s t i l l e d  water and d i l u t e  t o  a volume of 1 l i t e r .  

11. Magnesium chloride (Mgc12*6H20), 10 N: Dissolve 1020 g of Mgcl2*6H20 
with d i s t i l l e d  water and d i l u t e  t o  a volume of 1 1i;er. 

12. Potassium chloride  KC^), 1 N: Dissolve 74.5 g of K C 1  with d i s t i l l e d  
water and d i l u t e  t o  a volume of 1 l i t e r .  

13. Potassium chloride   KC^), 10 N: Dissolve 745 g of K C 1  with d i s t i l l e d  
water and d i l u t e  t o  a volume of 1 Ti t e r .  

14. Magnesium aceta te  ( M ~ ( c ~ H ~ o ~ ) * ~ H ~ O ) ,  1 N: Dissolve 107 g of Mg(C2~302)' 
4H20 with d i s t i l l e d  water and d i l u t e  t o  a volume of 1 l i t e r .  

15. Potassium aceta te  (CH~COOK),  1 N: Dissolve 98 g of CH3COOK with 
d i s t i l l e d  water and d i l u t e  t o  a volume of 1 l i t e r .  

16. Methanol ( CH30H) . 
17. S i lver  n i t r a t e  b N O 3 ,  10% : Dissolve 10 g of &NO3 with d i s t i l l e d  
water and d i l u t e  t o  a volume of 100 m l .  

18. Glycerol solution,  20% : Dilute and mix 20 ml of glycerine 
(CH~OHCHOHCH~OH) t o  100 m l  with d i s t i l l e d  water. 

1. Balance, can be read t o  0.1 g. 

2. So i l  dispersion mixer with baf f led  cup. 

3. Sieve, 300 mesh. 

4. Rubber policeman. 

5. Funnel, l a rge  powder, polyethylene. 



6. Beakers, 1000 ml, 600 ml, and 400 m l .  

7. Drying oven. 

9. Spot p la te .  

10. Hot p la te .  

11. Centrifuge b o t t l e s ,  250 ml with screw caps and centrifuge tubes,  50 ml. 

12. Centrifuge; equipped with tachometer and timer (IEC Model K with No. 277 
and 279 heads or  equivalent centrifuge with &place and 12-place heads ) . 
13. Bot t le ,  French square, 1 l i t e r  (32 oz) capacity. 

14. Shaker, horizontal  reciprocating type,  6.3 cm (2.5 i n )  s t roke,  120 
strokes per minute. 

15. Flask, Florence, 2000 ml with rubber stopper. 

16. Vacuum desiccator. 

17. X-ray d i f f rac t ion  instrument. 

18. Glass x-ray s l ides .  

19. Vortex mixer. 

3.3.4.5 Procedure-- 

NOTE: I f  s o i l  samples a re  analyzed ins tead of rock samples, omit 3.3.4.5.1. 

3.3.4.5.1 Separation of clay from rock samples -- The following s teps  a r e  
fo r  t h e  separation of clay from rock samples only. 

1. Weigh 100 g of ground ( l e s s  than 60 mesh) rock mater ia l  i n  a 600 ml 
beaker. 

2. Add 300 ml d i s t i l l e d  water. 

3. Adjust t he  pH t o  8.5 with 1.0 - N NaOH. 

4. Transfer suspension t o  metal container used with t he  s o i l  dispersion 
mixer. 

5. F i l l  t o  two-thirds of t he  container 's  volume with pH 10  water. 

6. S t i r  suspension vigorously (using s o i l  dispersion mixer) f o r  30 t o  60 
minutes. 



7. Pour most of t h e  suspension ( a l l  except heavy soup near bottom of 
conta iner)  i n t o  a 300 mesh s ieve ,  a id ing passage of t h e  suspension through 
t h e  s ieve  with a gen t l e  j e t  of pH 10 water. NOTE: Sieve should be mounted 
i n  a l a r g e  polyethylene funnel leading i n t o  a 1000 ml beaker. 

8. Wash res idue  remaining on s ieve  with a gen t l e  j e t  of pH 10 water, gent ly  
breaking up any c lay  o r  s i l t  lumps with a rubber policeman. 

9. Add pH 10 water t o  residue i n  t h e  metal container and repeat  s t eps  5 
through 8.. 

10. Repeat s t e p  9 u n t i l  most of t h e  s i l t  and c lay  has been washed from t h e  
container. Transfer t h e  sand i n  t h e  container t o  t h e  s ieve  and wash severa l  
times with a j e t  of pH 10 water, being c e r t a i n  t o  break up t h e  lumps of s i l t  
and clay with a rubber policeman. 

11. Wash sand with acetone t o  remove most of t h e  water. 

12. Dry t h e  sand. After  drying, shake s ieve  f o r  about 10 minutes e i t h e r  by 
hand o r  mechanical shaker. Add mater ia l  t h a t  passes s ieve  t o  t h e  1000 m l  
beaker containing silt and clay f rac t ions .  

13. Carefully pour contents  of t h e  s ieve  onto a black glazed paper, 
turning t h e  s ieve  over and tapping i ts  rim with t h e  handle of a spatula.  

14. Weigh sand and s t o r e  i n  v i a l  i f  ana lys i s  of t h e  sand i s  desired.  I f  
sand i s  not needed f o r  analys is ,  discard a f t e r  weighing. 

15. Go t o  3.3.4.5.2 s t e p  18. 

3.3.4.5.2 Separation of s o i l  f r ac t ions  -- The following s t eps  a r e  f o r  
separat ion of s o i l  f r a c t i o n s  only. 

1. Weigh 50 g of s o i l  and t r a n s f e r  t o  a 1000 ml beaker. 

2. Add 150 m l  deionized water. 

3. Adjust t o  pH 3.5 with 1.0 N H C 1  using bromophenol blue ind ica to r  and a 
spot p la te .  So as not t o  lose-any s o i l ,  wash t h e  drops of suspension on 
t h e  spot p l a t e  back i n t o  t h e  o r i g i n a l  beaker. 

4. Add 25 ml of 30% Hz02 and cover with a watch glass .  Allow t o  stand 
overnight without heating . 
5. The following day, add an add i t iona l  25 m l  of 30% H202 and heat  gent ly  
t o  90°C on a hot p la te .  Continue heating f o r  a t  l e a s t  one hour maintaining 
t h e  sample at  gO°C. NOTE: If t h e  s o i l  contains a l a rge  amount of organic 
matter ,  add an add i t iona l  25 ml of H202 a f t e r  1 t o  2 hours and continue t o  
repeat  t h e  addi t ions  u n t i l  most of the  organic "scum" is  destroyed ( t h i s  may 
take  all day with 3 o r  4 appl ica t ions  of H202). 



6. Wash s o i l  i n t o  a 250 m l  centr i fuge  b o t t l e ,  ad jus t  t o  pH 3.5 i f  necessary, 
and centr i fuge  a t  1,500 RPM u n t i l  t h e  supernatant l i q u i d  i s  c l e a r  (about 5 
minutes ) . 
7. Discard t h e  c l e a r  l i q u i d ,  t r a n s f e r  s o i l  t o  a 400 ml beaker and adjus t  t o  
pH 1 0  using a pH meter and 1.0 2 Na2C03 solut ion.  

8. Pour suspension i n t o  a 1 l i t e r  b o t t l e  and f i l l  t o  two-thirds of volume 
with pH 1 0  water. 

9. Place hor izonta l ly  on a rec iprocat ing shaker and shake f o r  1 6  hours a t  
120 s t rokes  per minute. 

10. Place a 300 mesh s ieve  i n  a l a r g e  polyethylene funnel  and place  funnel  
over a 1000 m l  beaker. 

11. Pour most of t h e  suspension from the  b o t t l e  i n t o  t h e  sieve,  washing 
s i l t  and c lay  through s ieve  with a gen t l e  j e t  of pH 1 0  water. 

12. Wash remaining mate r i a l  from t h e  b o t t l e  onto t h e  s ieve  wi th  a gen t l e  j e t  
of pH 10 water. 

13. Wash si l t  and clay through s ieve  with a j e t  of pH 10 water, breaking 
s i l t  and clay lumps with a rubber policeman. 

14.  Wash remaining sand with acetone t o  remove most of t h e  water. 

15. Dry sand. Add a s ieve  cover and receiving pan t o  the  s ieve  and 
vigorously shake e i t h e r  by hand o r  mechanical shaker f o r  10 minutes. 
Material  passing s ieve  i s  added t o  t h e  1000 m l  beaker containing s i l t  and 
clay f rac t ions .  

16. Carefully pour t h e  contents of t h e  s ieve  onto black glazed paper, 
turning t h e  s ieve  over and tapping i t s  r i m  wi th  t h e  handle of a spatula .  

17. Weigh sand and t r a n s f e r  t o  storage v i a l .  I f  sand i s  not needed f o r  
analys is ,  d iscard  a f t e r  weighing. 

18. Pour contents of t h e  1000 m l  beaker i n t o  a 250 m l  centr igute  b o t t l e ,  
using one b o t t l e  per  sample. Balance b o t t l e s .  Centrifuge a t  2000 R P M  f o r  
5 minutes. Pour supernatant  suspension i n t o  a 2000 m l  Florence f l a s k  
labeled  l e s s  than 2 micron f rac t ion .  NOTE: Since a l l  of t h e  suspension i n  
t h e  1000 m l  beakers w i l l  not f i t  i n t o  t h e  250 m l  cent r i fuge  b o t t l e ,  cen t r i -  
fuging must be repeated by making addi t ions  t o  t h e  b o t t l e  a f t e r  each 
decantat ion u n t i l  all of t h e  suspension i n  t h e  1000 ml beaker i s  centr ifuged.  
Do not s t i r  mater ia l  i n  t h e  bottom of the .cen t r i fuge  b o t t l e  between these  
addit ions.  

19. After  all of t h e  suspension i n  t h e  1000 m l  beaker has been added and 
centr ifuged,  add pH 10 water t o  the  b o t t l e s ,  s t i r ,  and centr i fuge  a t  1500 
R P M  f o r  10 minutes, Decant supernatant l i q u i d  i n t o  t h e  Florence f l a s k .  



20. Add pH 10 water, s t i r ,  and t h i s  time centr i fuge  a t  1600 R P l 4  f o r  exact ly  
2 minutes. Decant i n t o  t h e  Florence f l a s k .  

21. Repeat s t e p  20 u n t i l  t h e  supernatant l i q u i d  i s  about c lea r .  NOTE: I f  
t h e  Florence f l a s k  becomes f i l l e d ,  an aux i l i a ry  container such a s  a 2000 m l  
beaker can be used. Both t h e  Florence f l a s k  and t h e  aux i l i a ry  container 
must be kept covered with a stopper or  watch g lass .  

22. Add 20 ml of 1 N NaC2H O2 t o  f loccu la te  t h e  clay. After  c lay  f loccu la tes ,  
siphon off  as much of t h e  ?iquid as  poss ib le  without removing any of t h e  clay. 

23. S t i r  remaining l i q u i d  and clay by hand and pour mixture i n t o  a beaker. 

24. Wash remaining clay from t h e  Florence f l a s k  i n t o  the  beaker wi th  
deionized water. 

25. Place beaker i n  a vacuum des iccator ,  a t t a c h  vacuum l i n e ,  and evacultlte 
u n t i l  clay i s  air-dry. 

3.3.4.5.3 Mg (o r  K )  s a tu ra t ion  of clay f r a c t i o n  -- The following s t eps  
include procedures f o r  e i t h e r  Mg o r  K sa tu ra t ion  of clays depending on 
analyses required. 

1. Weigh 0.10 g of air-dry clay and suspend i n  100 ml of 1 N NaC2H302 
(buffered t o  pH 5.0) i n  a 250 ml centr ifuge b o t t l e .  Boil  geFtly f o r  5 
minutes. 

2. Add 20 ml of 1 N Mgc12*6H20 ( o r  K C 1  f o r  samples t o  be K s a t u r a t e d )  t o  
t h e  suspension. 

3. Mix t h e  suspension thoroughly and centr i fuge  a t  2000 RPM for  5 minutes. 

4. I f  t h e  supernatant l i q u i d  i s  c l e a r ,  d iscard  the  l i q u i d ;  i f  no t ,  add 
10 ml of 10 2 MgC12*6H20 ( o r   KC^) t o  insure  f loccula t ion.  Centrifuge and 
discard c l e a r  supernatant l iqu id .  

5. Wash c lay  once with 1 N &(C2H3o2)  4H20 ( o r  C H ~ C O O K )  and twice with 1 
N MgClg06H20 ( o r   KC^) t o  remove ace ta tes  centr ifuging and discarding c l e a r  - 
supernatant l i q u i d  between washings. 

6.  Wash and centr ifuge c lay  twice with 20 m l  deionized water and then with 
methanol u n t i l  f r e e  from chlorides ( ~ 1 '  i s  present  i f  a p r e c i p i t a t e  occurs 
with t h e  addi t ion  of a few drops of 10% AgN03 t o  a few m l .  of t h e  supernatant.  

7. Pipet  about hal f  t h e  suspension. Spread suspension on a g lass  s l i d e  
and allow t o  dry a t  room temperature (25OC)(see 3.3.4.5.5, s t e p  2 ) .  

8. Dry remaining clay over d r i e r i t e  i n  a des iccator  a t  room temperature 
( 2 5 ' ~ )  and proceed d i r e c t l y  t o  g lycerol  so lvat ion (3.3.4.5.4) i f  glycerol  
treatment i s  needed; i f  not ,  proceed t o  3.3.4.5.5. 



3.3.4.5.4 Glycerol so lvat ion -- The following s t eps  are necessary i f  
g lycerol  sa tu ra t ion  i s  required. 

1. Weigh 0.050 g air-dry c lay  ( ~ g  sa tu ra ted)  and place i n  a 50 m l  cen t r i -  
fuge tube. 

2. Add 0.5 m l  of 20% glycerol  solut ion.  

3. Let s tand f o r  30 minutes, cent r i fuge ,  and l e t  dra in  f o r  a t  l e a s t  30 
minutes . 
4. Add about 1 m l  of water t o  t h e  cent r i fuge  tube t o  make a f r e e  flowing 
s l u r r y  and mix using a Vortex mixer. 

3.3.4.5.5 S l ide  preparat ion and treatment se lec t ion  -- From t h e  following 
s t eps ,  x-ray s l i d e s  can be prepared and proper treatments chosen. 

1. Se lec t  appropriate treatments and temperatures from Tables 9 and 10. 
NOTE: A l l  heat  t reatments a re  heated a t  t h e  given temperatures f o r  2 hours. 

2. Carefully p ipet  1 o r  2 m l  suspension onto g lass  s l i d e .  Do not allow 
suspension t o  run off  t h e  g lass  s l i d e ,  but  cover an area  l a rge  enough t o  
cover t h e  e n t i r e  x-ray beam. 

3. Dry a t  room temperature ( 2 5 ' ~ ) .  

4. Run x-ray analys is  following manual supplied with t h e  x-ray d i f f r a c t i o n  
equipment. 

5. Perform appropriate treatments a s  determined i n  3.3.4.5.5, s t e p  1. 
Rerun s l i d e s  on x-ray d i f f r a c t i o n  uni t .  

0 

6. Determine basa l  spacing i n  angstroms ( A )  depending on type of r ad ia t ion  
used. 

7. Determine type  of clay minerals using data  from Tables 9 and 10. 

3.3.4.5.6 Explanatory notes -- The following notes a re  f o r  Tables 9 and 10. 

1. Peaks sharp and higher orders d i s t i n c t ;  b e i d e l l i t e  closes e a s i e r  on 
K sa tu ra t ion  than montmorillonite from bentonite.  

2. Peaks broad; higher orders very weak. 

3. Peaks broader than mica; higher orders not qu i t e  as  d i s t i n c t  and may 
not be exact ly  i n t e g r a l ;  may be i n t e r s t r a t i f i e d  with montmorillonite; 1 0  A 
peak sharpened on heating clay. 

4. F i r s t  order peak sharper than montmorillonite but not as sharp a s  mica; 
higher orders a r e  weak. 

0 

5. Strong 2nd order r e f l e c t i o n ;  peaks sharp; spacing may vary 2 0.2 A. 



TABLE: 9. BASAL SPACINGS OF CLAY MINERALS AS INFLUENCED BY 
M@;-SATURATION AND GLYCEROL TREATMENTS 

Basal Spacings 
(a u n i t s  ) 

H20 g l ~  c  Notes 
Mineral Name 2 5 ' ~  25OC (see 3.3.4.5.6) 

Mica 

Montmorillonite (mont . ) 12-15 18 

I l l i t e  10 10-11 

Vermiculite (verm. ) 14.5 14.7 

Chlor i te  14 .4  14.4  

I n t e r s t r a t i f i e d  mont. 
and i l l i t e  11-14 15-17 

I n t e r s t r a t i f i e d  verm. 
and c h l o r i t e  

I n t e r s t r a t i f i e d  verm. 
and i l l i t e  

Montmorillonite with 
" in te r l aye r  i s lands"  14-15 14-15 7, 10  

Vermiculite with 
" in te r l aye r  i s lands"  

I n t e r s t r a t i f i e d  mont. with 
"is lands" and i l l i t e  11-14 11-14 7, 10  

I n t e r s t r a t i f i e d  verm. with 
"islands" and i l l i t e  11-14 11-14 7,  10  

Kaol in i t  e  7.0-7.2 7.0-7.2 8, 10  

Hydrated hal loy  s it e  10  10  8, 9 

Dehydrated h a l l o y s i t  e  7. 2  7.2 9 



TABLE 10. BASAL SPACINGS OF CLAY MINERALS AS INFLUENCED 
BY K-SATURATION AND HEAT TREATMENTS 

B a s a l  Spacing (1 u n i t s  ) 
Notes 

Mineral Name 25OC looOc 300°C 525OC ( see  3.3.4.5.6) 

Mica 1 0  10 10  10  1 

Montmorillonit e  (mont . ) 10-12 10  1 0  10  2, 1 0  

I l l i t e  10  10  10  10  3, 10  

Vermiculite (verm. ) 10.5 10.2 10.1 10.1 4, 1 0  

Chlor i te  14.4 14 .4  14 .4  14.4 5, 10  

I n t e r s t r a t i f i e d  mont. 
and i U i t e  10-11 10  10  1 0  6, 10 

I n t e r s t r a t i f i e d  verm. 
and c h l o r i t e  11-13 l l -13  11-13 11-13 6, 1 0  

I n t e r s t r a t i f i e d  verm. 
and i l l i t e  10-11 10-11 10-11 10 6, 10 

Montmorillonite with 
11 i n t e r l a y e r  i s lands"  14  13-14 11-12 10-11 7 ,  10  

Vermiculite with 
11 i n t e r l a y e r  i s lands"  11-14 11-14 11-12 10-11 7, 1 0  

I n t e r s t r a t i f i e d  mont. 
with "is lands" and i l l i t e  11-14 11-14 11-13 10 7, 10  

I n t e r s t r a t i f i e d  verm. 
with "is lands" and i l l i t e  11-14 11-13 11-13 10  7,  1 0  

Kaol in i te  7.0-7.2 7.0-7.2 7.0-7.2 None 8, 10 

Hydrated h a l l o y s i t e  10  7.2 7.2 None 8% 9 

Dehydrated h a l l o y s i t  e  7. 2  7.2 7.2 None 9 



6. Higher orders not i n t e g r a l .  

7. Peaks may not sharpen on heating but  s h i f t  t o  smaller "d" values. 

8. Well c r y s t a l l i z e d  k a o l i n i t e  has a sharp peak a t  7.0 1 and higher 
orders a r e  present ;  poorly c r y s t a l l i z e d  k a o l i n i t e  has a broader peak 
a t  7.2 and m a y  be confused with ha l loys i t e .  

9. I f  hydrated h a l l o y s i t e  i s  one& dr ied  i n  t h e  absence of some excess 
s a l t s  it does not reexpand t o  10oA. I f  dr ied  i n  a s l u r r y  of HC1 o r  
NH4C1 t h e  spacing remains a t  10  A. 

10. A l l  2 : l  minerals a re  probably i n t e r s t r a t i f i e d  o r  in te r l ayered  with 
11 is lands" of nonexchangeable groups t o  some degree. When it is  s l i g h t  t h e r e  
i s  some s h i f t i n g  of t h e  spacing indicated.  The g rea te r  t h e  proport ion of 
a p a r t i c u l a r  phase, t h e  more t h e  spacing w i l l  be l i k e  t h a t  of t h e  pure 
mineral. 

3.4 PHYSICAL METHODS 

The methods l i s t e d  i n  t h i s  sec t ion  a r e  pr imar i ly  f o r  minesoil and s o i l  
mater ia ls .  These methods measure parameters t h a t  d i c t a t e  the  long-term 
use of t h e  s o i l .  Where chemical p roper t i e s  a r e  of extreme importance i n  
the  shor t  term, physical  p roper t i e s  of minesoils a r e  extremely important 
t o  long-term management and use. Chemical proper t ies  can be more e a s i l y  
modified and changed than physical  proper t ies .  

The s i z e  d i s t r i b u t i o n  of p a r t i c l e s  can be measured by e i t h e r  of t h e  two 
methods, p i p e t t e  o r  hydrometer. The p i p e t t e  (3.4.2) i s  t h e  more exact 
while t h e  hydrometer method (3.4.3) is  l e s s  time consuming. Bulk densi ty 
can be measured by methods 3.4.4 through 3.4.7. The type of mater ia ls  found 
i n  minesoils with t h e  l a r g e  va r ie ty  of p a r t i c l e  s izes  d ic ta ted  t h a t  more than 
one method be presented t o  t h e  user  f o r  measuring bulk density. The other  
methods a r e  self-explanatory and need no f'urther c l a r i f i c a t i o n ;  however, 
mater ia l  used i n  each of the  physical  methods i s  only sieved when taken 
from t h e  f i e l d  and not subjected t o  grinding. 

3.4.2 P a r t i c l e  Size  Analysis ( p i p e t t e  ~ e t h o d )  

3.4.2.1 Pr inc ip le  -- 
The p i p e t t e  method depends on d i f f e r e n t i a l  s e t t l i n g  r a t e s  of s i l t -  and 
clay-size s o i l  p a r t i c l e s  from a water suspension. Since l a rge  p a r t i c l e s  
s e t t l e  f a s t e r  than s m a l l  p a r t i c l e s  of s i m i l i a r  densi ty (as  s t a t e d  by Stokest  
~ a w ) ,  sampling a suspension a t  constant depth over increasing longer periods 
of time w i l l  y i e l d  increas ingly  smaller s i zes  of t h e  suspended so l ids .  By 
sampling t h e  suspension with a p i p e t t e  a t  a 1 0  cm depth a t  t h e  time cal- 
cula ted  from Stokes' Law, a sample of spec i f i c  equivalent  p a r t i c l e  s i z e s  
w i l l  have already s e t t l e d  pas t  the  10 cm depth a t  each sampling time. 



3.4.2.2 Comments - 
Normally s o i l  samples a r e  p re t rea ted  with hydrogen peroxide t o  remove 
organic matter.  Materials  which contain concentrations of soluble s a l t s  
and gy-psum must be leached with enough water t o  remove them before good 
dispersion of t h e  sample can be accomplished. I f  t h e  need should a r i s e ,  
procedures f o r  t h e  removal of organic mat ter ,  soluble s a l t s ,  and gy-psum a r e  
ava i l ab le  ( ~ a y  , 1956; Kilmer and Alexander, 1949 ) . 
3.4.2.3 Chemicals -- 
Dispersing agent : Dissolve 34.7 g sodium metaphosphate ( N ~ ( P O ~ ) ~ )   i is her 
S c i e n t i f i c  Co. No. S-333 o r  equivalent )  and 7.94 g sodium carbonate ( N ~ ~ c o ~ )  
i n  d i s t i l l e d  water and d i l u t e  t o  one l i t e r .  The Na2C0 i s  used a s  an 
a l k a l i n e  buffer  t o  prevent t h e  hydrolysis  of t h e  metap 3 osphate back t o  t h e  
orthophosphate which occurs i n  ac id ic  solut ions .  NOTE : I n s t a n t  Calgon 
ava i l ab le  from Calgon Corp., P i t t sburgh,  Pa. can be used. 

1. Sieve, 2 mm (10 mesh) openings. 

2. Sieve, approximately .05 mm (300 mesh) openings. 
0 

3. Bot t l e s ,  pyrex nursing, 237 m l  (8 02)  with rubber stoppers. 

4. P i p e t t e ,  Lowry automatic, 25 m l  (avai lable  from Arthur H. Thomas, Co. , 
Philadelphia,  Pa. ) . 
5. Shaw p i p e t t e  rack. NOTE: I f  not ava i l ab le ,  a s u b s t i t u t e  p i p e t t e  rack 
can be made using a cathetometer or a support s tand with a s l i d i n g  clamp. 
The p i p e t t e  rack i s  required f o r  lowering and posi t ioning t h e  t i p  of t h e  
p i p e t t e  a t  a control led  depth below t h e  upper mark of the  1000 m l  graduated 
cylinder.  

Balance, can be read t o  0.001 g. 

Drying oven. 

Hot p l a t e  

Wooden r o l l i n g  pin. 

Beakers, 250 m l .  

Watch glass .  

Desiccator with d r i e r i t e  desiccant.  

Funnel. 

Rubber policeman. 



15. Shaker, horizontal  reciprocating type, 6.3 cm (2.5 i n )  stroke,  120 
strokes per minute. 

16. Cylinders with a 1000 ml graduation (KIMAX brand (20023) or equivalent ). 

17. Aluminum pan. 

18. Plunger (see 3.4.3.4 No. 6).  

19. Vacuum assembly, vacuum source and suction hose with valves and t r ap  t o  
control  r a t e  (Kilmer and Mullins 1954, Figure 6, p. 440). 

20. Weighing bo t t l e s ,  60 ml capacity o r  100 m l  beakers. 

3.4.2.5 Procedure ( ~ d a p t e d  from Kilmer and Alexander, 1949 )-- 

1. Mix and quarter  air-dry so i l .  . 

2. Roll one quarter  with a wooden r o l l i n g  pin t o  break up clods. 

3. Pass sample through 2 mm sieve. NOTE: Rolling and sieving a r e  
repeated u n t i l  only rock fragments and pebbles a re  re ta ined on the  sieve. 
CAUTION: Care must be taken t o  avoid breaking the  rock fragments. 

4. Material not passing the  2 mm s ieve a r e  weighed and reported as  a 
percentage of t he  air-dry weight of t he  whole sample. 

5. Two 10.000 g samples of air-dry material  passing the  2 mm sieve a r e  
weighed. 

6. One sample i s  placed i n  a weighing b o t t l e  and dr ied a t  105OC overnight. 
Then it i s  cooled i n  a dessicator and weighed t o  the  nearest  milligram. 
This weight i s  recorded as  organic-free, oven-dry weight. 

7. The other 10.000 g subsample i s  placed i n  a 237 m l  (8  oz)  nurse b o t t l e  
with 10 m l  of the  dispersing agent. 

8. Add d i s t i l l e d  water t o  bring volume t o  about 177 m l  ( 6  02 . ) .  Stopper 
b o t t l e  and shake overnight i n  a horizontal  posi t ion on a reciprocating 
shaker a t  120 strokes per minute. 

9. After shaking, bring b o t t l e  t o  room temperature by allowing it t o  
stand for  a few minutes i f  necessary. 

10. Place 300 mesh s ieve i n  a funnel and then place funnel i n  a 1000 m l  
graduated cylinder. 

11. Wash t h e  dispersed sample on t he  300 mesh sieve. Wash a l l  sauple from 
the  b o t t l e  using a j e t  of d i s t i l l e d  water. CAUTION: J e t s  of water should 
be avoided i n  washing the  sample through the  sieve. The funnel should be 
gently tapped with t he  s ide  of t h e  hand t o  f a c i l i t a t e  the  washing procedure. 
Care should be taken not t o  s p i l l  any material  over the  top of the  sieve. 



12. Continue washing u n t i l  t h e  volume i n  t h e  cylinder t o t a l s  about 500 m l .  I 

NOTE: Sands remain on t h e  sieve. It is  necessary t h a t  all p a r t i c l e s  of 
less than about 50 microns diameter be washed through the  sieve.  

13. Remove s ieve ,  place i n  a t a r r e d  aluminum pan and dry i n  t h e  oven. 
Cool sieve and t r a n s f e r  sands t o  t h e  pan using a brush. Dry t h e  pan and 
contents f o r  about 2 hours a t  105OC. The pan i s  then placed i n  a des iccator  
t o  cool and t h e  contents weighed t o  t h e  neares t  0.01 g. 

14. Wash mater ia ls  re ta ined i n  t h e  funnel i n t o  t h e  cylinder.  Bring volume 
t o  1000 m l  graduation mark wi th  d i s t i l l e d  water. 

15. Cover cylinder with a watch g lass  and s e t  i n  sedimentation cabinet.  

16. Place t h e  Lowry p i p e t t e  on t h e  p i p e t t e  rack. 

17. Make adjustments required t o  immerse t h e  p i p e t t e  10 cm i n  t h e  suspension 
when proper sampling time has arr ived.  

18. Attach vacuum l i n e  t o  p i p e t t e  and adjus t  vacuum assembly t o  f i l l  p i p e t t e  
i n  12 sec using d i s t i l l e d  water. 

19. S t i r  t h e  mate r i a l  i n  t h e  sedimentation cylinder f o r  6 minutes (8  minutes 
if t h e  suspension has stood f o r  more than 16 hours) with a motor driven 
s t i r r e r .  CAUTION: Do not l e t  any of the  suspension s p i l l  over t h e  top  of 
the  cylinder. 

20. After mechanical s t i r r i n g ,  stir t h e  sample using an up and down motion 
f o r  2 minutes with t h e  plunger (see  3.4.3.4 No. 6 ) .  Record time a t  
completion of s t i r r i n g  and suspension temperature. NOTE: The temperature 
should remain constant during t h e  s e t t l i n g  process by using a constant 
temperature room o r  placing cylinders i n  a constant temperature bath. 
Samples should be placed where they a re  f r e e  of v ibra t ions .  

21. Using Table 11, determine t h e  s e t t l i n g  time f o r  t h e  l e s s  than 20 micron 
f rac t ion .  

22. About one minute before t h e  determined s e t t l i n g  time, t h e  t i p  of t h e  
p i p e t t e  i s  lowered slowly i n t o  t h e  suspension t o  a depth of 10 cm by means 
of t h e  p i p e t t e  rack. 

23. A t  t he  appropriate time, f i l l  t h e  p i p e t t e  by control led  suct ion ca l ib ra ted  
t o  require  12 seconds t o  f i l l .  Remove p ipe t t e .  Drain f r e e l y  i n t o  a pre- 
weighed weighing b o t t l e  o r  beaker. 

24. Add one r i n s e  from t h e  p i p e t t e  t o  t h e  weighing b o t t l e  o r  beaker using 
d i s t i l l e d  water. 

25. Repeat s t eps  22 through 24 u n t i l  a l l  cylinders have been sampled f o r  
t h e  l e s s  than 20 micron f rac t ion .  

26. Res t i r  samples f o r  2 minutes using an up and down motion with t h e  plunger. 



TABLE 11. TIMES FOR PARTICLE SIZE ANALYSIS (PIPETTE METHOD) 
BASED ON TEMPERATURE 

O C  Less Than 20 Micron Less Than 2 Micron 

20° 4 min. 40 sec. 466 min. = 7 hr. 46 min. 

21° 4 min. 33 sec. 455 min. = 7 hr.  35 min. 

4 min. 27 sec. 444 min. = 7 hr.  24 min. 

2 3' 4 min. 20 sec. 434 min. = 7 hr. 1 4  min. 

24' 4 min. 1 4  sec. 424 min. = 7 hr.  4 min. 

25' 4 min. 9 sec. 415 min. = 6 hr. 55 min. 

26O 4 min. 3 sec. 405 min. = 6 hr. 45 min. 

27' 3 min. 58 sec. 396 min. = 6 hr. 36 min. 

28' 3 min. 53 sec. 388 min. = 6 hr. 28 min. 

29O 3 min. 48 sec. 379 min. = 6 hr. 19 min. 

30° 3 min. 43 sec. 372 min. = 6 hr .  12 min. 

27. Record time and temperature. 

28. Using Table 11, determine t h e  s e t t l i n g  time f o r  t h e  l e s s  than 2 micron 
f rac t ion .  

29; Repeat s t eps  22 through 24 u n t i l  all cylinders a re  sampled. 

30. Dry weighing b o t t l e s  o r  beakers i n  an oven a t  gO°C u n t i l  t h e  volume has 
been reduced by one-half. Then dry f o r  12 hours a t  105OC. 

31. Cool i n  des iccator  and record weights of t h e  individual  f r ac t ions .  

32. Prepare a blank by placing 10 m l  of t h e  dispersing agent i n  a 1000 ml 
graduated cylinder.  Bring volume t o  1000 m l  with d i s t i l l e d  water. P i p e t t e  
25 m l  and place i n  preweighed weighing b o t t l e  o r  beaker along wi th  one 
r i n s e  of t h e  p ipe t t e .  Dry a t  105OC, cool  i n  des iccator ,  and record weight 
a s  weight correct ion f a c t o r  f o r  dispersing agent. 



3.4.2.6 Calculations- 

1. $ sand = (weight of sand fraction/Weight of oven-dry, organic-free t o t a l  
sample) X 100. 

2. Constant (K) = 1000/~olume of pipet te .  

3. D = 100/Weight oven-dry, organic-free t o t a l  sample. 

4. $ Clay = ( A  - B) KD, where: 

A = Weight i n  grams of t he  l e s s  than 2 micron f rac t ion  plus dispersing 
agent. 

B = Weight i n  grams of dispersing agent correction. 

5.  % (20 t o  2 micron) = [ ( A  - B)KD] - ($ c lay) ,  where: 

A = Weight i n  grams of t he  l e s s  than 20 micron f rac t ion  plus dispersing 
agent. 

B = Weight i n  grams of dispersing agent correction. 

6. 1 (50 t o  20 micron) = 100 - [% sand + $ clay + $ (20 t o  2 micron)]. 

7. % s i l t  = ( %  20 t o  2 micron) + ( %  50 t o  20 micron). 

3.4.3 Pa r t i c l e  Size Analysis (~ydrometer  ~ e t h o d )  

3.4.3.1 Principle-. 

This method depends on the  r a t e  a t  which s o i l  p a r t i c l e s  s e t t l e  from a 
water suspension. The s o i l  pa r t i c l e s  a re  put i n t o  suspension by mechanical 
s t i r r i n g  with t he  a id  of a dispersing agent. Sodium metaphosphate solut ion 
is  used t o  disperse the  s o i l  and avoid f loccula t ion of the  clays. Sodium 
replaces exchangeable calcium and t he  p rec ip i ta t ion  of t he  calcium, i n  t h e  
form of calcium phosphate, prevents i t s  recombination with t he  clays. The 
net  negative charge on t h e  clay pa r t i c l e s  increases due t o  t he  addit ion of 
sodium ions,  causing the  p a r t i c l e s  t o  repe l  each other  and disperse.  Since 
l a rge  pa r t i l c e s  s e t t l e  f a s t e r  than t he  same kind of small pa r t i c l e s  as 
s t a t ed  by Stokes' Law, t h e  concentration of s o i l  pa r t i c l e s  i n  suspension 
a t  a given time i s  dependent upon t he  s i z e  of t he  par t i c les .  

Temperature is  important i n  t he  sedimentation procedure since t h e  density 
and v i scos i ty  of water change with temperature. As t he  temperature 
increases,  t he  time required f o r  pa r t i c l e s  t o  s e t t l e  out of suspension 
decreases. The hydrometer i s  usually cal ibra ted f o r  19.4 o r  20°C (67 o r  
68 '~ ) .  For each OF above t he  hydrometer ca l ib ra t ion  temperature, add 0.2 g 
t o  the  reading. Subtract 0.2 g from t he  hydrometer reading f o r  each OF 
below t h e  ca l ib ra t ion  temperature. Although the  correction fac tor  f o r  



temperature can be used, it i s  b e s t  t o  carry  out  t h e  procedure i n  a 
constant temperature room o r  maintain t h e  sedimentation cyl inders  i n  a 
constant temperature bath. 

The mate r i a l  i s  mixed using a rec iprocat ing shaker; however, a s o i l  
dispersion mixer with b a f f l e d  cup ( s imi la r  t o  a drink mixer) can be used 
as an a l t e r n a t e  method i f  a rec iprocat ing shaker i s  not avai lable .  With 
this apparatus, a weighed sample i s  placed i n  t h e  ba f f l ed  cup wi th  d i s t i l l e d  
water and dispersing agent. The cup i s  placed on the  mixer and s t i r r e d  f o r  
a maximum of 5 minutes. Many minesoil samples can usual ly  be mixed i n  
3 minutes. 

1. Dispersing agent : Dissolve 35.7 g sodium metaphosphate ( N ~ ( P O ~ ) ~ )  
 i is her S c i e n t i f i c  Co. No. S-333 o r  equivalent )  and 7.94 g sodium 
carbonate (IIa2co3) i n  d i s t i l l e d  water and d i l u t e  t o  a volume of 1 l i t e r .  
The Na2C03 i s  used as an a lka l ine  buf fe r  t o  prevent t h e  hydrolysis  of 
t h e  metaphosphate back t o  orthophosphate which occurs i n  ac id ic  solut ions .  
NOTE: I n s t a n t  Calgon ava i l ab le  from Calgon Corp., P i t t sburgh,  Pa. can 
be subst i tu ted .  

2. D i s t i l l e d  water. 

1. Bot t l e s ,  French square, 1 l i t e r  (32 oz )  with caps. 

2. Shaker, hor izonta l  rec iprocat ing type,  6.3 cm (2.5 i n )  s t roke ,  120 
strokes per minute. 

3. Glass sedimentation cyl inder  with markings a t  the  1130 m l  and 1205 m l  
l e v e l s  (~ouyoucos cyl inder  ) . 
4. Standard hydrometer (ASTM 152 H ,  with Bouyoucos s c a l e  i n  grams per 
l i t e r ) .  

5. Balance, can be read t o  0.1 g. 

6. Plunger. NOTE: This can be made using 3 mm (0.125 i n )  diameter wire. 
A t  one end make a c i r c l e  5.5 cm (2.125 i n )  i n  diameter. The wire should be  
manipulated s o  t h e  handle extends a t  a r i g h t  angle from the  center  of t h e  
c i r c l e  f o r  56 cm (22 i n ) .  Stretched rubber bands b i sec t ing  t h e  wire 
c i r c l e  a r e  spaced around t h e  circumference u n t i l  it i s  l a rge ly  covered by 
rubber bands overlapping a t  t h e  center .  

7. Thermometer, 0-100°F. 

3.4.3.5 Procedure ( ~ o d i f i e d  from Bouyoucos, 1951)-- 

1. Weigh 50 g (oven-dried a t  105OC overnight)  of a f i n e  t ex tu red  o r  100 g of 
coarse textured (90-100% sand) s o i l  and place  i n  a shaker b o t t l e .  



2. Add 125 ml of d ispers ing agent and 400 ml of d i s t i l l e d  water t o  
shaker b o t t l e  . 
3. Cap b o t t l e  snugly and place hor izonta l ly  on a rec iprocat ing shaker 
f o r  1 6  hours at 120 s t rokes  pe r  minute. 

4. Remove b o t t l e  and br ing suspension t o  room temperature. 

5. Wash a l l  contents  of shaker b o t t l e  i n t o  a sedimentation cylinder.  

6. Set  cylinder i n  a p lace  away from vibra t ions .  

7. Place hydrometer i n  suspension. 

8. F i l l  t o  lower mark (1130 m l )  with d i s t i l l e d  water f o r  a 50 g sample. 
F i l l  t o  upper mark (1205 m l )  f o r  a 100 g sample. 

9. Remove hydrometer. Take plunger i n  one hand holding t h e  cyl inder  
with t h e  other.  Strongly move plunger up and down being c a r e f u l  not t o  
s p i l l  contents  of cylinder.  

10. After  a l l  sediment is  o f f  cylinder bottom, ca re fu l ly  remove plunger 
and record time immediately. NOTE: Add a drop of amyl alcohol i f  t h e  
surface  is  covered with foam and r e s t i r  t h e  suspension i f  necessary. 

11. Record hydrometer reading a t  meniscus top a t  t h e  end of 40 seconds. 
NOTE: About 10 seconds before taking reading, ca re fu l ly  i n s e r t  hydrometer 
and steady by hand. 

12. Remove hydrometer from suspension. CAUTION: Do not leave  hydrometer 
i n  suspension longer than 20 seconds a s  p a r t i c l e s  w i l l  s e t t l e  out  on i t s  
shoulders. 

13. Measure and record suspension temperature. For each OF above t h e  
ca l ib ra ted  temperature of t h e  hydrometer add 0.2 g t o  t h e  reading. For 
each OF below t h e  c a l i b r a t e d  temperature sub t rac t  0.2 g. 

14 .  Record correc ted  hydrometer reading. 

15. With t h e  plunger, r e s t i r  suspension. Take a reading a t  t h e  end of 
two hours. Correct hydrometer reading ( see  s t e p  1 3 )  and record correc ted  
hydrometer reading. 

16. Make 3 blanks by placing 125 m l  of dispersing agent i n  3 sedimentation 
cylinders.  NOTE: Blanks should be run f o r  each new batch of d ispers ing 
agent. 

17. F i l l  cyl inders  two-thirds f u l l  with d i s t i l l e d  water. I n s e r t  hydrometer 
and f i l l  cyl inder  t o  t h e  lower mark (1130 m l )  with d i s t i l l e d  water. 

8 .  Take hydrometer reading and temperature of suspension. Correct 
hydrometer reading using s t e p  13. 



1. Dispersing agent correction fac to r  = Sum t o t a l  of temperature corrected 
hydrometer readings of blanks/3. 

2. Weight corrected 2 hour reading = (~emperature  corrected 2 hour 
hydrometer reading) -  e is per sing agent correction fac to r  ) . 
3. Weight corrected 40 second reading = (~emp. corrected 40 second 
hydrometer reading) -  e is per sing agent correction f ac to r ) .  

4. % Clay = (weight corrected 2 hour readingloven-dry weight of t o t a l  
sample) X 100. 

5. % S i l t  = [(weight corrected 40 second reading - Weight corrected 2 hour 
reading) /oven-dry weight of t o t a l  sample] X 100. 

6. % sand = 100 - (% clay + % s i l t ) .  

3.4.4 Bulk Density (core ~ e t h o d )  

The s o i l  bulk density determination i s  based on two measurements, a mass 
measurement and a volume measurement. The mass i s  measured by oven drying 
the  sample a t  105O~ u n t i l  a constant weight i s  obtained. The bulk volume 
measurement includes t he  space between the  s o i l  p a r t i c l e s  as wel l  as t he  
space occupied by t he  s o i l  pa r t i c l e s .  Bulk density,  t he  r a t i o  of sample 
mass t o  sample volume, is  expressed as grams per cubic centimeter  l lake, 
1965). 

This method m a y  be d i f f i c u l t  o r  impractical  i n  s o i l  containing many rock 
fragments. 

A f l a t  s o i l  surface is  prepared at t he  desired depth and t he  core sampler i s  
driven i n to  t h e  s o i l .  I f  driven with a heavy hammer, the  head of t he  t o o l  
must be protected with a tough wooden plank o r  block. Care must be taken t o  
see t h a t  no compaction takes  place so t h a t  a known volume of s o i l  i s  obtained. 
The sample i s  t rans fe r red  t o  the  laboratory and weighed while s t i l l  moist. 
The sample i s  then dr ied  i n  an oven and weighed again. This sample must be 
immediately placed i n  a desiccator a f t e r  removing from the  oven a s  t h e  dry 
sample w i l l  absorb moisture from the  atmosphere   aver, 1956, p. 180-1821. 

None required. 

1. Double-cylinder core sampler with s t e e l  cu t t ing  edge, driving head, 



and removable brass  o r  aluminum sleeves.  

2. Core cylinder,  7.6 cm ( 3  i n )  i n  diameter and 7.6 cm ( 3  i n )  i n  height  
with 3.2-mui (0.125 i n )  t h i c k  walls .  

3. Balance, can be read t o  0.1 g. 

4. Drying oven. 

5. One-pint containers.  

6. Air t i g h t  p l a s t i c  bags. 

7. Aluminum weighing pans. 

8. Cloth diapers 

9.  Desiccator containing d r i e r i t e .  

1. Assemble double-cylinder core sampler according t o  t h e  i n s t r u c t i o n  
manual. 

2. Prepare a f l a t  s o i l  surface  a t  depth i n  p r o f i l e  t o  be sampled. 

3. Drive core sampler i n t o  t h e  s o i l  with t h e  driving head u n t i l  t h e  s o i l  
f i l l s  t h e  brass  o r  aluminum sleeve and extends s l i g h t l y  above it. 

4. Remove dr iv ing head and t w i s t  double-cylinder core sampler. 

5 .  Excavate s o i l  on one s i d e  of t h e  core sampler u n t i l  t h e  bottom of 
the  cu t t ing  edge can be c l e a r l y  seen. 

6.  To insure  t h a t  t h e  contact  of t h e  core with t h e  main s o i l  body i s  
broken, run a kni fe  across t h e  bottom of t h e  cut t ing  edge. NOTE: Do t h i s  
s t ep  taking care not t o  d is rupt  t h e  s o i l  core. 

7.  Pack a c lo th  diaper i n t o  t h e  top of t h e  double-cylinder core sampler 
u n t i l  it r e s t s  on t h e  top of t h e  s o i l  core and hold i n  place wi th  one hand. 

8. Gently tilt t h e  top  of t h e  sampler towards t h e  excavated s i d e  u n t i l  t h e  
cu t t ing  edge of t h e  sampler i s  exposed. Put t h e  o ther  hand across t h e  
bottom of t h e  cu t t ing  edge t o  hold s o i l  core i n  place. Remove core sampler 
from excavation. 

9. Remove t h e  core and s leeve  from sampler by r a i s i n g  t h e  cu t t ing  edge and 
applying gen t l e  pressure t o  bottom of s o i l  core while using t h e  c l o t h  d iaper  
t o  insure  t h a t  t h e  s o i l  core does not s l i d e  or  f a l l  from t h e  sleeve.  

10. Trim any excess s o i l  off  both ends of the  s o i l  core so  a f l a t  surface  
e x i s t s  f l u s h  with the  edges of the  sleeve. 



11. Remove t h e  s o i l  from the  sleeve r ing  and place i n  a p in t  container 
l ined  with a p l a s t i c  bag. Take care t ha t  no s o i l  i s  l o s t  i n  t rans fe r .  

12. Label t h e  sample as  t o  location,  depth s w - l e d  and any other  per t inent  
information. 

13. Transfer t h e  samples t o  t h e  laboratory.  

14. Weigh a labeled aluminum pan and record t he  weight (A). 

15. Transfer t h e  moist s o i l  sample t o  t he  pan and record t he  weight ( B ) .  

16. Place t h e  pan with sample i n  an oven and allow t o  dry fo r  24 hours 
at  lO5OC. 

17. Remove t h e  pan with sample from the  oven and cool i n  a desiccator. 
Weigh pan and contents. Record weight ( C )  . 

1. Bulk Density = ( C  - ~ ) / 3 4 7 . 5  cc, where 347.5 cc i s  t h e  volume of t he  
cylinder. 

2. Percent F ie ld  Moisture = ( ( B  - c ) / ( c  - A )  ) X 100. 

3.4.5 Bulk Density (saran ~ e t h o d )  

3.4.5.1 Principle-- 

See 3.4.4.1 

Care should be exercised when handling methyl e thyl  ketone. This chemical 
i s  tox ic  and flammable. An exhaust hood should be used during t he  mixing 
of t he  p l a s t i c  solution.  Containers used fo r  s tor ing t he  solvent and t h e  
p l a s t i c  solut ion must have l i d s  which provide a t i g h t  sea l .  

One sampling p i t  can be used t o  co l lec t  samples from several  d i f fe ren t  
depths. S t a r t  a t  the  surface and work downwards. Take a sample at t he  
surface and then remove a l l  material  u n t i l  t h e  horizontal  layer  a t  t he  
desired depth i s  exposed. Then take sample and repeat process u n t i l  a l l  
samples needed a re  collected.  

When trimming a clod t o  t h e  desired s i ze ,  be careful  not t o  compact or  
otherwise destroy it. Careful handling of the  clod i s  necessary u n t i l  
f i n a l  coatings of p l a s t i c  have been applied. 

1. Water. 



2. Methyl e thy l  ketone (CH3c0C2H5). 

3. Dow Saran F310 solut ion i n  methyl e thy l  ketone. NOTE: This solut ion 
consis ts  of 1 par t  Saran and 7 pa r t s  of methyl e thyl  ketone. It i s  pre- 
pared as  follows : Under an exhaust hood, add 2310 m l  of methyl e thy l  ketone 
t o  a 3.785 l i t e r  (1 gal lon)  paint  can. Add 330 g of Dow Saran Resin F310 
t o  the  solvent. The p l a s t i c  is  mixed with an air-powered or  nonsparking 
e l e c t r i c  s t i r r e r  u n t i l  the  res in  dissolves. I f  a high-speed s t i r r e r  i s  
used, t h e  r e s i n  should dissolve i n  about one hour. Seal  t he  container 
t i g h t l y  with l i d  t o  prevent evaporation of solvent. Care should be exer- 
cised when using methyl e thy l  ketone since t he  solvent i s  flammable and 
i t s  vapors mix with air t o  form explosive mixtures. Always work with 
t h i s  solvent under an exhaust hood. 

1. Ti le  spade and shovel. 

2. Sharp knife. 

3. Scissors. 

4. Thread o r  f i n e  wire. 

5. P l a s t i c  bags ( l a rge  enough t o  contain sample) with t i e s .  

6. Boxes, heavy, cardboard ( l a rge  enough t o  contain samples). 

7. Cloth diapers o r  other su i tab le  packing material.  

8. Exhaust hood. 

9. Beaker, 600 m l .  

10. Balance, can be read t o  0.1 g. 

11. Weighing pan, aluminum or  other metal. 

12. Support stand with r i ng  clamp. 

13. Drying oven. 

14. Wooden r o l l i n g  pin. 

15. Paper ( t o  crush clods on). 

16. Sieve with 2 ma openings (10 mesh). 

1. Dig a p i t  from t h e  surface of t h e  s o i l  downward u n t i l  a v e r t i c a l  cross- 
sect ion of t he  s o i l  i s  exposed. 



2. S t a r t i n g  a t  t h e  surface ,  work downward and remove a sec t ion  of  s o i l  
l a r g e r  than t h e  clod t o  be studied from t h e  face  of t h e  p i t  with a t i l e  
spade. 

3. Take a s o i l  clod, about 5 cm i n  diameter, weighing form 30 t o  150 g 
from a l a r g e r  p iece  of s o i l  using a sharp knife  t o  ca re fu l ly  cut  away 
excess material .  

4. Carefully break o r  cut off  a l l  protruding po in t s ,  cut  o f f  a l l  roo t s  
with sc i s so rs ,  and brush all loose mater ia ls  from clod. 

5. Loop thread o r  f i n e  wire around clod and t i e  securely. Be s u r e  t o  
leave a loose  end of a t  l e a s t  50 cm (20 i n )  of thread o r  f i n e  wire. 

6 .  Open can containing t h e  p l a s t i c  solut ion.  Holding t h e  clod by t h e  
loose thread or  f i n e  wire,  immerse it i n  the  p l a s t i c  so lu t ion  f o r  5-10 
seconds. 

7. Remove clod from p l a s t i c  solut ion and suspend from a previously 
prepared l i n e  ( l i k e  a c lo thes  l i n e )  f o r  30 minutes t o  allow coating t o  dry. 
NOTE: Seal  container containing p l a s t i c  so lu t ion  t i g h t l y  t o  prevent 
evaporation of solvent .  

8. When d r y ,  place coated sample i n  a i r t i g h t  p l a s t i c  bag. Label t h e  sample. 
Record locat ion,  depth sampled, and other  pe r t inen t  information i n  data  
book. 

9. Put t h e  bag i n  a r i g i d  cardboard container t o  prevent breaking o r  
crushing of clod. NOTE: To insure  t h a t  sample bag w i l l  be immobilized, 
use c lo th  diapers f o r  packing mate r i a l  around t h e  p l a s t i c  bag. 

10. Transport sample t o  t h e  laboratory.  

11. Under an exhaust hood, open can containing p l a s t i c  solut ion.  Remove 
sample from p l a s t i c  bag holding it by t h e  loose thread o r  f i n e  wire and 
immerse it i n  t h e  p l a s t i c  solut ion f o r  30 seconds. 

12. Remove clod from p l a s t i c  solut ion,  r e s e a l  container of p l a s t i c  solut ion,  
and hang clod on a l i n e  under t h e  exhaust hood f o r  30 minutes. 

13. Repeat s t eps  11 and 12 four  more times. 

14. F i l l  a 600 ml beaker with approximately 350 ml of water. 

15. Place beaker, with water, on a balance and weigh it t o  t h e  neares t  
0.1 g. Record weight ( A ) .  

16. Attach a r i n g  clamp t o  the  top of a support s tand and pos i t ion  stand 
so t h a t  t h e  r i n g  clamp extends over the  beaker of water on t h e  balance. 

17. After  t h e  f i n a l  coating has dr ied ,  take  loose end of thread o r  f i n e  
w i r e  and lower clod i n t o  beaker of water u n t i l  clod i s  r e s t i n g  on t h e  



bottom of t h e  beaker. Record weight (B). NOTE: Do not allow loose end 
of thread t o  f a l l  i n t o  t he  beaker. 

18. Loop loose end of thread or  f i n e  wire over r ing clamp and slowly r a i s e  
clod off  t he  bottom of beaker. 

19. When clod i s  completely surrounded by water, record weight (C) . 
NOTE: It i s  extremely important t ha t  the  clod i s  not touching any par t  
of t h e  beaker and i s  e n t i r e l y  surrounded by water. 

20. Remove clod from beaker and place on t r a y  i n  an oven at 105'C f o r  
48 hours. 

21. Remove clod from oven, cool i n  a desiccator and weigh t o  t he  nearest  
0.1 g, Record weight (D) .  

22. Take a knife  and care fu l ly  cut p l a s t i c  coating and thread o r  f i n e  
wire from clod. 

23. Put all clod mater ia l  on a sheet of paper and crush with a wooden 
ro l l i ng  pin. NOTE: Be care fu l  not t o  crush so f t  coarse fragments, but 
be sure t o  remove all f i ne s  from coarse fragments. 

24. Pass crushed mater ia l  through a 2 mm sieve. 

25. Transfer all mater ia l  caught on 2 mm s ieve t o  a weighing pan and 
dry i n  an oven a t  1 0 5 ' ~  f o r  4 hours. 

26. Cool weighing pan and sample i n  a desiccator.  Weigh t o  nearest  
0.1 g and record weight ( E )  . 
27. Discard material  and weigh weighing pan. Record weight (F)  . 

1. Legend: 

A = Weight of beaker and water. 

B = Weight of beaker, water, and moist clod. 

C = Weight of beaker, water, and moist clod suspended i n  water. 

D = Weight of oven-dry clod. 

E = Weight of weighing pan and clod material  greater  than 2 mm i n  
e f fec t ive  diameter. 

F = Weight of weighing pan empty. 

V = Volume of moist clod. 



X = Volume of coarse fragments i n  clod. 

2. Bulk  densi ty of clod = D/V, 

Where V = (c-A)/(1.00 g/ml), t h e  densi ty of water i s  assumed t o  be 1.00 g/ml. 

3. Bulk densi ty  of t h e  l e s s  than 2 mm mater ia l  of t h e  c lod = [D - ( E  - F )  I /  
( V  - X )  , where: X = (E - F)/(2.65 g/ml) NOTE: This ca lcu la t ion  assumes 
t h a t  a l l  ma te r i a l  g rea te r  than 2 mm i n  e f f e c t i v e  diameter has no poros i ty  
and has a p a r t i c l e  densi ty  f o  2.65 g/ml. 

4. Percent moisture of f i e l d  sample on an oven-dry weight b a s i s  = 
[ ( ( B  - A )  - D)/D]  x loo.  

3.4.6 B u l k  Density ( ~ a r s o l  ~ e t h o d )  

The nonpolar l i q u i d ,  Varsol, i s  used because of i t s  a v a i l a b i l i t y ,  
cheapness and absence of an offensive odor. Because of i t s  nonpolar 
nature,  it can replace  a i r  trapped i n  pores without causing t h e  clod 
t o  s lake  l i k e  a polar  l i q u i d  (water) .  

Clods used must hold together without breaking during rout ine  f i e l d  
and labora tory  work. When samples a r e  packed f o r  t r anspor ta t ion  t o  t h e  
labora tory ,  cushioning agents ( i. e. diapers,  styrofoam chips,  crumpled 
paper)  should be used t o  reduce t h e  chances of clod breakage. 
Corrections can be made f o r  s o i l s  containing coarse fragments using s t eps  
28 through 31 i n  the  procedure. 

The densi ty  of each new container of Varsol should be determined by using 
a clean and dry 50 m l  volumetric p ipet  and p i p e t t i n g  t h e  Varsol i n t o  a 
clean and dry preweighed beaker. The weight of t h e  Varsol i s  recorded 
t o  0.01 g. The p i p e t t i n g  and weighing i s  repeated a t o t a l  of t h r e e  times. 
An average weight of t h e  t h r e e  readings i s  divided by 50 ( m l  of Varsol used 
t o  determine t h e  densi ty) .  

Varsol - Trade name of EXXON cleaning f l u i d  (but can usual ly  be purchased 
from o ther  supp l ie r s ) .  We have found Varsol t o  have a r a t h e r  consis tent  
densi ty of 0.77 g/cc. 

1. Digging implements (spade and shovel ). 

2. Knife. 



3. P l a s t i c  bags ( l a rge  enough t o  contain sample) with t i e s .  

4. Containers, r i g i d  cardboard ( l a rge  enough t o  contain samples ). 

5. Drying oven. 

6. Thread ( o r  s imi la r  l i g h t  weight, t h i n  cord).  

7. Balance, can be read t o  0.1 g. 

8. Weighing pan (preferably  aluminum, but g lass  o r  o ther  metal can 
be subs t i tu ted) .  

9. Blot t ing  paper. 

10. Desiccator apparatus, vacuum type,  with hole i n  center  of l i d  f o r  
a  rubber stopper (Corning 3100 o r  equivalent ) .  Supported above t h e  
bottom of t h e  des iccator  i s  a perfora ted  porcelain des iccator  p l a t e  
having a l a r g e  center  hole. A two-hole rubber stopper i s  placed i n  
the  desiccator  l i d .  I n  one hole i s  placed a 8 mm o.d., T-shaped tubing 
connector. From one end of t h e  T-connector, a  shor t  piece of tubing 
with a hosecock clamp i s  applied t o  allow a i r  back i n t o  t h e  des iccator  
a f t e r  evacuation. From t h e  other end of t h e  T-connector, a t t a c h  a length  
of vacuum hose with a hosecock clamp t o  t h e  vacuum source equiped with 
vacuum gauge. A shor t  p iece  of 8 mm 0.d. g lass  tubing (bent a t  90') i s  
inse r t ed  i n t o  t h e  second hole of t h e  rubber stopper with t h e  90' bend 
being outside t h e  desiccator .  A length of tygon tubing i s  at tached t o  t h e  
ins ide  end of t h e  g lass  tubingo so t h a t  when the  desiccator  i s  closed, t h e  
tubing extends below and through t h e  center  hole of t h e  porcelain p la te .  
Another piece of tygon tubing with hosecock i s  applied t o  the  o ther  end 
of t h e  g lass  tubing and cut t o  extend t o  near t h e  bottom of t h e  Varsol 
container . 
11. Support stand with r ing  clamp (aluminum rod can be subs t i tu ted  f o r  
the  r i n g  clamp). 

12. Beaker, 600 m l .  

13. Wooden r o l l i n g  p in  (opt ional  ) . 
14 .  Brown paper (opt ional  ) . 

1. Dig a p i t  from t h e  surface of t h e  s o i l  downward u n t i l  a  v e r t i c a l  
cross sec t ion  of the  s o i l  i s  exposed through t h e  depths t o  be sampled. 

2. Remove a l a rge  l ayer  of s o i l  with a spade from t h e  face  of t h e  
sampling p i t .  Take a s o i l  clod about 5 cm i n  diameter and weighing from 
30 t o  150 g from t h e  l a y e r  of s o i l .  NOTE: Use a kni fe  t o  cut  t h e  clod 
from t h e  s o i l .  More than one clod can be taken f o r  t e s t ing .  



3. Put t he  sample i n  an a i r t i g h t  p l a s t i c  bag. Label the  sample. 
Record locat ion,  depth sampled, and other pe r t inen t  information i n  data  
book. 

4. Put t h e  bag i n  a r i g i d  cardboard container t o  prevent breaking o r  
crushing t h e  clod. NOTE: To insure  t h a t  sample bag w i l l  be immobilized, 
use c lo th  diapers f o r  packing mater ia l  around the  p l a s t i c  bag. 

5. Transport t he  sample t o  t h e  laboratory. 

6. Weigh an oven-dry weighing pan and record the  weight ( A ) .  

7. Carefully break o f f  a l l  protruding points  and brush a l l  loose 
mater ia l  from t h e  clod. 

8. Loop thread around clod and t i e  leaving about 50 cm (20 i n )  of thread 
loose. 

9. Place moist clod i n  weighing pan and weigh it t o  the  neares t  0.1 g. 
Record weight ( B ) .  

10. Place moist clod on a s m a l l  square of heavy b lo t t ing  paper i n  the  
vacuum desiccator. 

11. Apply grease t o  t h e  ground g lass  surfaces of the  l i d  and the  bowl 
of the  desiccator.  

12. Place t he  l i d  on t he  bowl and make a t i g h t  seal .  NOTE: Make sure 
t he  tubing extends below and through the  center  hole of the  porcelain base 
p l a t e  i n  t he  bottom of the  desiccator.  

13. Clamp off  t he  hoses t h a t  lead t o  t he  supply of Varsol and a i r  i n l e t .  

14. Evacuate t o  a pressure of l e s s  than 0.1 bar. 

15. Clamp off  hose leading t o  vacuum source. 

16. Open clamp t o  hose leading t o  Vassol and admit f l u i d  slowly u n t i l  it 
completely covers sample. 

17. After sample i s  completely covered with Varsol, allow sample t o  
soak f o r  one hour. 

18. F i l l  a 600 ml beaker with enough Varsol t o  cover sample completely 
(approximately 350 ml) and weigh on balance t o  nearest  0.1 g. Record 
weight ( c )  . 
19. Take a support stand and a t t ach  a r ing  clamp a t  the  top of stand. 
Posi t ion stand i n  such a manner t ha t  the  r ing  clamp extends over t he  
beaker of Varsol on t he  balance. 



20. After  soaking, open clamp on air  i n l e t  t o  allow the  ins ide  of t h e  
desiccator t o  re tu rn  t o  atmospheric pressure. 

21. Remove l i d  of desiccator carefully.  Remove clod on i t s  base of b lo t t i ng  
paper from the  f lu id .  

22. 
of 
not 

Separate b lo t t i ng  paper and clod. Carefully place clod i n to  beaker 
f l u i d  on the  balance pan and allow clod t o  r e s t  on beaker bottom. Do 
l e t  t he  loose end of thread f a l l  i n t o  t h e  beaker. Record weight (D) .  

NOTE: Separation of b lo t t i ng  paper and clod a f t e r  removal of both from 
Varsol w i l l  e l iminate a few drops of surplus f l u i d  from the  sample, but  
t he  drainage tension w i l l  be s l i gh t .  

23. Take loose end of thread attached t o  clod and loop thread over the  
r ing  clamp (or  s t r a i g h t  rod)  and slowly r a i s e  t he  clod off t he  bottom of 
beaker . 
24. When clod is  completely surrounded by f l u i d ,  record weight (E). 
NOTE: It i s  e s s e n t i a l  t h a t  clod i s  not touching t h e  s ides  or bottom 
of t h e  beaker and i s  en t i r e ly  surrounded by t he  f lu id .  

25. Remove clod from beaker and place i n  weighing pan (pre-weighed i n  
s tep  6 ) .  Allow samples t o  air dry overnight under a hood. 

26. Dry clods i n  an oven at 105OC f o r  24 hours. 

27. Remove samples from oven. Cool i n  desiccator and weigh t o  nearest  
0.1 g. Record weight (F) .  NOTE: Steps 28 t h r u  31 a r e  necessary i f  
bulk density and porosity of the  t e x t u r a l  pa r t i c l e s  without coarse 
fragments a r e  required. 

28. Put clod on sheet of brown paper and crush with a wooden r o l l i n g  pin. 
NOTE: Be careful  not t o  crush small, s o f t  coarse fragments, but be sure 
t o  remove all f i ne s  f r o m  coarse fragments. 

29. Pass sample through a 2 mm sieve. 

30. Al l  mater ia l  caught on 2 mm sieve i s  t r ans fe r red  t o  a weighing pan 
(pre-weighed i n  s tep  6 )  and dried i n  an oven a t  105OC f o r  4 hours. 

31. Cool weighing pan and sample i n  deiccator. Then weigh sample plus 
weighing pan and record weight (G). 

3.4.6.6 Calculations- 

1. Legend: 

A = Oven-dry weight of weighing pan. 

B = Weight of moist clod and weighing pan. 

C = Weight of beaker and Varsol. 



D = Weight of beaker, Varsol, and clod. 

E = Weight of beaker, Varsol, and clod suspended i n  Varsol. 

F = Oven-dry weight of clod and weighing pan. 

G = Oven-dry weight of coarse fragments contained i n  clod and weighing pan. 

X = Volume of water i n  clod (equals t h e  volume of pore space f i l l e d  
with water). 

Y = Volume of Varsol i n  clod (equals t h e  volume of pore space f i l l e d  
with ~ a r s o l )  . 
Z = Volume of clod. 

T = Volume of coarse fragments. 

Density of water = 1.00 g/cc. 

Density of Varsol = 0.77 g/cc (see 3.4.6.2). 

2. Bulk density of clod = (F  - A ) / z ,  where: 

Z = (E - C ) / ~ e n s i t y  of Varsol. 

3. Total pore space = X + Y ,  where: 

X = (B - F ) / ~ e n s i t y  of 'water; and 

Y = [ ( D  - C )  - (B  - A )  - (F - A ) ] / ~ e n s i t y  of Varsol. 

4. Total  porosity = [ (x  + Y)/z ]  X 100. 

5. Bulk density of t h e  l e s s  than 2 mm mater ia l  i n  t he  clod. 
B u l k  density = (F  - G ) / ( z  - T )  , where: T = (G - ~ ) / 2 . 6 5  
NOTE: The coarse fragments a re  assumed t o  have no porosity; therefore ,  
a p a r t i c l e  density of 2.65 g/cc i s  used t o  f i nd  t he  volume of t he  
coarse fragments. When coarse fragments have porosity t h e  calculated 
bulk density and porosity of t he  f ines  ( l e s s  than 2 mm mater ia l )  w i l l  be 
incorrect ,  but bulk density and porosity of t he  whole clod, including coarse 
fragments, w i l l  be correct .  

3.4.7 Bulk Density (sand ~ e t h o d )  

See 3.4.4.1 

3.4.7.2 Comments- 

The calculated volume of t h e  jar and attachment remain constant as long as 



both maintain t h e  same r e l a t i v e  pos i t ion  t o  each other. I f  t h e  two a r e  t o  
be separated,  match marks should be made t o  permit reassembly t o  t h i s  
posi t ion.  The individual  measured volumes of water ( Q ~ ,  Q2, and Q ~ )  r equ i re  
f i l l i n g  t h e  j a r  and attachment repeatedly (see  3.4.7.6, no. 1). Replicates 
should not d i f f e r  more than 3 m l  between t h e  highest  and lowest volume 
determined. Vibration of t h e  sand during any of t h e  weighings o r  densi ty  
determinations may cause an increase  i n  t h e  sand bulk densi ty  and a decrease 
i n  accuracy. Sand bulk densi ty  (T) may change over time due t o  changes 
i n  moisture content o r  e f f e c t i v e  graduation. F ie ld  measurements should be 
run a s  soon as poss ib le  a f t e r  t h e  sand densi ty  ( T )  has been determined. 
Each new bag of sand must have i t s  sand density determined (AsTM, 1974). 

Care should be taken i n  excavating t o  minimize compaction of t h e  s o i l  
surrounding t h e  hole. Any mater ia l  f a l l i n g  from t h e  s ides  of t h e  hole 
must be removed and placed with t h e  mate r i a l  t o  be weighed. I n  t h i s  method, 
discrimination of very t h i n  horizons i s  l o s t ;  however, due t o  t h e  r e l a t i v e l y  
large  sample s i z e ,  small e r r o r s  i n  measuring t h e  sand weight r e s u l t s  i n  
ins ign i f i can t  e r r o r s   lake, 1965). 

This method i s  espec ia l ly  s u i t e d  t o  minesoils where coarse fragments 
prevent using a core sampler. The procedure a l s o  works wel l  i n  coarse 
textured o r  unconsolidated mater ia ls  t h a t  cannot be t e s t e d  with e i t h e r  
t h e  Varsol o r  Saran techniques. 

Acetone ( C H ~ C O C H ~ )  (opt ional  ). 

1. Template consis t ing  of a t h i n ,  f l a t ,  metal p l a t e  30.5 cm (12 i n )  
square, with a 16.5 cm (6.5 i n )  diameter hole i n  i ts  center .  

2. Sand-funnel appwatus  consis t ing  of a lower cone flanged t o  16.5 
cm (6.5 i n )  t o  f i t  t h e  above template and a top cone sect ion t h a t  i s  
threaded t o  receive t h e  sand jug. A valve i s  located  between t h e  two 
cones t o  control  t h e  sand flow i n t o  t h e  densi ty hole ( spec i f i ca t ions  
i n  ASTM, 1974 p. 211). 

3. A standard sand t h a t  is clean, dry, and free-flowing. P a r t i c l e  
s i z e  should be uniform passing a s ieve  with 0.841. mm openings (20 mesh) 
and re ta ined  on a s ieve  with a 0.250 mm openings (60 mesh). (0ttawa 
sand o r  equivalent  ). 

4. Balance, 20 kg (44.10 l b )  capacity which can be read t o  1 .0  g 
( ~ o d e l  6 5 0 0  ava i l ab le  from S o i l t e s t ,  Inc.,  Evqs ton ,  I L  o r  equivalent ) .  

5. Large spoon. 

6. sand scoop. 

7. Brown paper (opt ional ) .  



8. Wooden r o l l i n g  p in  (opt ional) .  

9. Sieve, 2 mrn openings (10 mesh). 

3.4.7.5 Procedure (modified from ASTM, 1974)- 

NOTE: Steps 1-16 and 3.4.7.6 no. 1-3 should be completed i n  t he  
laboratory p r io r  t o  going t o  the  f i e ld .  Steps 1-8 and 3.4.7.6 no. 1 
must be completed when e i t h e r  t he  jar or  funnel apparatus i s  replaced. 
Steps 9-12 and 3.4.7.6 no. 2 must be repeated f o r  each new bag of sand. 
Steps 13-16 and 3.4.7.6 no. 3 must be repeated i f  t he  funnel apparatus 
i s  replaced. 

1. Assemble apparatus and place match marks on both t h e  j a r  and funnel 
apparatus t o  permit accurate realignment i n  case of separation. 

2. Weigh assembled apparatus empty and record weight ( A ) .  

3. Place apparatus upright. Open valve and f i l l  with water u n t i l  t he  
water appears over the  valve. 

4. Close valve and pour off excess water. Remove any water remaining i n  
t h e  funnel by sponging and then wiping dry. 

5. Weigh apparatus f i l l e d  with water. Record weight (B) . Determine 
temperature of t h e  water and record temperature ( c )  . 
6. Discard water i n  apparatus. 

7. Repeat steps 3-6 two more times and determine the  volume of t he  
apparatus from an average of t he  three  weighings. 

8. Thoroughly dry apparatus by t h e  addition of acetone t o  absorb water, 
followed by drying with a j e t  of moisture-free air or  drying on a drying rack. 

9. Place dry density apparatus upright on a firm, l eve l  surface. Close 
valve and f i l l  funnel with sand. 

10. Open valve and fill apparatus. NOTE: Keep funnel a t  l e a s t  hal f  f u l l  
of sand during the  f i l l i n g  procedures. 

ll. Close valve sharply and remove sand remaining i n  funnel. 

12. Weigh apparatus f i l l e d  with sand and record weight (D) . 
13. Invert  apparatus and seat  i n  template on a clean,  l eve l ,  planar surface. 

14.  Open valve and keep open u n t i l  sand stops running. 

15. Close valve sharply. Weigh apparatus and remaining sand. Record 
weight ( E ) . 



16. Replace sand following s t eps  9-11. 

17. I n  t h e  f i e l d ,  prepare t h e  surface  of t h e  loca t ion  t o  be t e s t e d  so  
t h a t  it i s  a l e v e l  plane. 

18. Place template on surface. 

19. Using a l a r g e  spoon, dig t h e  t e s t  hole i n s i d e  the  template hole ,  being 
ca re fu l  t o  avoid d is turbing t h e  s o i l  bounding t h e  hole. NOTE: The exca- 
vated hole should have a diameter equal  t o  t h e  diamter of t h e  template hole. 
The excavated walls  of t h e  f in i shed  hole should be as  c lose  t o  v e r t i c a l  as 
possible.  The hole depth should be a t  l e a s t  7.6 cm ( 3  i n )  but not exceed- 
ing  16.5 cm (6.5 i n )  deep. 

20. Place all loosened s o i l  i n  a container,  being ca re fu l  not t o  l o s e  any 
material .  

21. Seat t h e  densi ty apparatus on t h e  template and open t h e  valve. After  
t h e  sand has stopped flowing, c lose  t h e  valve sharply. 

22. Weigh apparatus and remaining sand. Record weight (F) . 
23. Replace a s  much sand a s  poss ib le  from t h e  hole back i n t o  t h e  j a r ,  being 
ca re fu l  not t o  get  contaminants i n  t h e  sand from the  hole. 

24. R e f i l l  apparatus with sand using s teps  9-11. 

25. Preweigh a weighing pan and record weight ( G )  . 
26. Place moist mater ia l  removed from t h e  t e s t  hole on t h e  preweighed pan. 
Record weight (H) . 
27. Place mate r i a l  i n  an oven a t  105OC f o r  16 hours. 

28. Cool i n  des iccator  and reweigh. Record weight (I) .  
NOTE: Steps 29-32 a r e  opt ional  and a r e  used when bulk densi ty without 
coarse fragments i s  required. 

29. Put excavated mater ia l  on a sheet of brown paper and crush with a 
wooden r o l l i n g  pin. NOTE: Be ca re fu l  not t o  crush s m a l l  s o f t  course 
fragments, but be sure  t o  remove all f i n e s  from coarse fragments. 

30. Pass sample through a 2 mm sieve. 

31. A l l  mater ia l  caught on a 2 mm s ieve  i s  t r ans fe r red  t o  weighing pan 
and d r ied  i n  an oven a t  105'C f o r  4 hours. 

32. Cool weighing pan and sample i n  desiccator .  Weigh sample p lus  
weighing pan and record weight ( J ) . 



3.4.7.6 Calculations- 

1. Legend: 

A = Weight of empty apparatus. 

B1 = Weight of apparatus f i l l e d  with 
( see  3.4.7.5, s t eps  2 through 7) .  

water from f i r s t  weighing 

B2 = Weight of apparatus f i l l e d  with water from second weighing 
( see  3.4.7.5, s t eps  2 through 7 ) .  

= Weight of apparatus f i l l e d  with water from t h i r d  weighing 
see 3.4.7.5, s t eps  2 through 7 ) .  

C = Temperature of water. 

D = Weight of apparatus f i l l e d  with sand. 

E = Weight of apparatus and sand excluding sand i n  funnel.  

F = Weight of apparatus and sand excluding sand i n  excavated hole and 
sand i n  funnel.  

G = Weight of weighing pan. 

H = Weight of moist sample and weighing pan. 

I = Weight of oven-dry sample and weighing pan. 

J = Weight of coarse fragments and weighing pan. 

K = Volume of coarse fragments. 

N1 = Weight of water required t o  f i l l  apparatus on f i r s t  weighing 
( see  3.4.7.5, s t eps  2 through 7 ) .  

N2 = Weight of water requi red  t o  f i l l  apparatus on second weighing 
( see  3.4.7.5, s t eps  2 through 7 ) .  

= Weight of water required t o  f i l l  apparatus on t h i r d  weighing 
see  3.4.7.5, s t eps  2 through 7 ) .  

P1 = Volume-temperature correc t ion  f a c t o r  from Table 12 f o r  f i r s t  weighing 
(see 3.4.7.5, s t eps  2 through 7) .  

P2 = Volume-temperature correc t ion  f a c t o r  from Table 12  f o r  second weighing 
(see  3.4.7.5, s t eps  2 through 7) .  

= Volume-temperature correc t ion  f a c t o r  from Table 12 f o r  t h i r d  weighing 
see  3.4.7.5, s t eps  2 through 7) .  



TABLE 12. VOLUME OF WATER PER GRAM BASED ON TEMPERATURE 

Volume of Volume of 
Temperature ( c )  Water (P) Temperature (C ) Water ( P )  

O C O c  

Q1 = Volume of water required t o  f i l l  apparatus from f i r s t  weighing 
(see  3.4.7.5, s teps  2 through 7 ) .  

Q2 = Volume of water required t o  f i l l  apparatus from second weighing 
(see 3.4.7.5, s teps  2 through 7). 

Q3 = Volume of water required t o  f i l l  apparatus from t h i r d  weighing ( see  
3.4.7.5, s teps  2 through 7).  

R = Average volume of density apparatus. 

S = Weight of sand required t o  f i l l  apparatus. 

T = Bulk density of sand. 

U = Weight of sand required t o  f i l l  funnel. 

V = Weight of sand required t o  f i l l  excavated hole and funnel. 

W = Volume of excavated hole. 

Y = Weight of oven-dry sample 

Z = Weight of moist sample. 

2. R = ( Q ~  + Q2 + Q3)/3, where: 

Q1 = N1 X P1. 



Q3 = N3 X P3, and 

3. T = SIR, where: 

7. B u l k  density of s o i l  = Y/W, where Y = I - G. 

9. B u l k  density of t he  l e s s  than 2 mm mater ia l  i n  sample. 
B u l k  density = [Y - (J - G )  ] /(w - K )  , where K = ( J - ~ ) / 2 . 6 5 .  
NOTE: The coarse fragments a r e  assumed t o  have no porosity;  therefore ,  a  
p a r t i c l e  density of 2.65 g/cc (density of quar tz)  i s  used t o  f i nd  t he  volume 
of t h e  coarse fragments. See note under 3.4.6.6. 

3.4.8 Pa r t i c l e  Density 

The re la t ionship  of the  so l i d  s o i l  pa r t i c l e s  t o  t h e i r  t o t a l  volume excluding 
the  pore spaces between pa r t i c l e s  i s  ca l led t he  pa r t i c l e  density. It i s  
normally expressed a s  grams per cubic centimeter. The mass of t h e  so l i d  
pa r t i c l e s  i s  found by weighing and t h e i r  t o t a l  volume i s  determined by t h e  
displacement of a l i qu id  whose mass and density a r e  known  lake, 1965). 

If measurements of volumes and weights are  done ca re fu l ly ,  t h i s  method i s  
precise.  A lack of precision i n  e i t h e r  measurement may r e s u l t  i n  serious 
error .  

A non-polar l i qu id ,  Varsol, i s  used i n  t he  procedure ins tead of water because 
of t he  higher density values water gives fo r  f i ne ly  divided, ac t ive  powders. 
Other polar  l iqu ids  (e.g. toluene, xylene, o r  carbon t e t r ach lo r ide )  can be 
used, but they need specia l  care i n  handling. 



This measurement i s  used t o  mathematically determine poros i ty ,  a i rspace ,  and 
sedimentation r a t e s  f o r  pa r t i c l e - s i ze  analysis .  Minesoil samples a r e  
screened through a 2 mm s ieve  a f t e r  r o l l i n g  with a r o l l i n g  pin. Sample i s  
not ground wi th  mortar and p e s t l e .  

3.4.8.3 - Chemicals -- 
Varsol - Trade name of EXXON cleaning f l u i d  (but can usual ly  be purchased 
from o ther  supp l ie r s ) .  We have found Varsol t o  have a r a t h e r  consis tent  
densi ty of 0.77 g/cc. 

1. Pycnometer f l a s k  with ground g lass  l i d  (modified Hubbard-Carmick, 
Pyrex brand 1620 o r  equivalent  ). 

2. Balance, can be read t o  0.0001 g. 

3. Vacuum desiccator .  

3.4.8.5 Procedure (modified from Blake, 1965 and Gradwell, 1955)- 

NOTE: A l l  weights are recorded t o  2 0.0001. 

1. Oven dry t h e  l e s s  than 2 mm sample a t  6 0 ' ~  overnight.  

2. Weigh a clean,  dry pycnometer f l a s k  and l i d .  Record weight (w,). 

3. Add about 10 g of oven-dry sample t o  pycnometer. Clean outs ide  and 
neck of pycnometer of any s o i l  t h a t  may have s p i l l e d  during t r a n s f e r .  

4. Weigh t h e  pycnometer, including l i d ,  and i t s  contents. Record 
weight (w, ) . 
5. F i l l  pycnometer about one-half f u l l  with Varsol, washing any s o i l  
adhering t o  t h e  neck i n t o  t h e  pycnometer. 

6. Place pycnometer i n t o  t h e  vacuum des iccator ,  apply vacuum, and remove 
any entrapped a i r .  Entrapped a i r  w i l l  be removed when a l l  bubbling ceases. 

7. Remove t h e  pycnometer and shake gently.  NOTE: Repeat s t eps  6 and 7 
u n t i l  a l l  bubbling ceases. 

8. F i l l  t h e  pycnometer with enough Varsol s o  t h a t  when t h e  l i d  i s  put i n  
p lace ,  t h e  hole i n  t h e  l i d  w i l l  be completely f i l l e d  with Varsol. 

9. I n s e r t  t h e  l i d  and s e a t  it careful ly .  

10. Thoroughly dry and clean t h e  outs ide  of t h e  pycnometer with a dry  cloth .  

11. Weigh the  pycnometer and i ts  contents. Record weight (w,,). 



12. Remove sample and Varsol from t h e  pycnometer. NOTE: Thoroughly wash 
pycnometer and l i d  with Varsol t o  insure removal of sample. 

13. F i l l  pycnometer with enough Varsol so  t h a t  the  hole i n  the  l i d  w i l l  be 
f i l l e d  with Varsol when t he  l i d  is  seated. 

14. Inse r t  and sea t  l i d .  Thoroughly dry t h e  outside with a dry cloth.  

15. Weigh pycnometer f i l l e d  with Varsol . Record weight (wV). 

Pa r t i c l e  density ( D p )  = dv (wS - wa) / [ (wS - wa) - (WSV - wv) 1 , where: 

dv = Density of Varsol i n  g/cc (see  note below). 

Ws = Weight pycnometer plus sample. 

Wa = Weight of pycnometer f i l l e d  with air. 

Wsv = Weight of pycnometer f i l l e d  with sample and Varsol. 

Wv = Weight of pycnometer f i l l e d  with Varsol. 

NOTE: The density of Varsol must be determined fo r  each new supply of 
Varsol. Using a p ipe t te ,  add exactly 50 cc t o  a previously t a r ed  beaker. 
Record weight of t he  Varsol. 

dv = weight ( g )  of Varsol/50 cc. 

3.4.9 Total Porosity 

3.4.9.1 Principle-- 

The bulk volume of a f i e l d  moist s o i l  sample contains s o i l  pa r t i c l e s ,  
moisture, and a i r .  The port ion of t he  bulk volume f i l l e d  with moisture 
and a i r  i s  ca l led  pore space. Bulk density measurements (3.4.4-3.4.7) a r e  
calculated by dividing the  oven-dry weight of the  mass ( i n  grams) by t he  
bulk volume. This value i s  considerably lower than t he  average p a r t i c l e  
density (3.4.8). This means t h a t  pa r t  of the  bulk volume i s  pores f i l l e d  
with a i r .  Calculation of t o t a l  porosity is  done by converting data  from 
dens i t i es  i n t o  volumes. The volume (VB) of t he  bulk sample i s  derived 
from a bulk density measurement. The volume (VP) i s  t h e  co l lec t ive  volume 
occupied by so l i d  pa r t i c l e s  and i s  derived from the  p a r t i c l e  density 
measurement. Therefore, VP/VB i s  t he  f rac t ion  of the  volume occupied by 
so l id  par t i c les .  In  t h i s  manner, t o t a l  porosity can be calculated using 
the  equation i n  3.4.9.6 (~omoc i l ,  1965). 

Total porosity can be measured d i r ec t l y  i f  t h e  "Varsol" method i s  used t o  
f i nd  the  bulk density. The procedure and calculations a re  given i n  3.4.6. 



Do not use an assumed p a r t i c l e  dens i ty  of 2.65 g/cm3 i f  c a r b o l i t h i c  
mater ia ls  a r e  present  i n  t h e  sample i n  appreciable amounts. Measure t h e  
p a r t i c l e  dens i ty  of t h i s  mater ia l  using 3.4.8. 

3.4.9.3 Chemicals- 

None required. 

None required.  

1. Determine t h e  bulk dens i ty  using one of the  following methods: 
( a )  3.4.4; ( b )  3.4.5; ( c )  3.4.6; o r  ( d )  3.4.7. 

2. Determine p a r t i c l e  dens i ty  using method 3.4.8. NOTE: In  cases where 
grea t  accuracy i s  not requi red ,  use t h e  assumed value of 2.65 g/cm3 f o r  
t h e  p a r t i c l e  dens i ty  of mineral s o i l s .  

1. TP = Tota l  poros i ty :  percentage of t h e  bulk volume not occupied by 
s o l i d s  . 
2. BD = Bulk densi ty  of s o i l .  

3. PD = P a r t i c l e  dens i ty  of s o i l .  

3.4.10 Free Swelling ( ~ e t t l i n ~  Volume) 

Swelling i s  an i n n a t e  proper ty  of t h e  clays.  Swelling may a r i s e  i n  two 
d i f f e r e n t  ways : (1) water molecules becoming posi t ioned between t h e  
p a r t i c l e s  of clay;  ( 2 )  water molecules becoming posi t ioned within t h e  
molecular s t r u c t u r e  of t h e  c lay  mineral. Kaolini te  and mica-like c lays  
w i l l  only exh ib i t  swelling due t o  t h e  former process; the re fo re ,  these  
clays w i l l  have l imi ted  volume change, e spec ia l ly  kao l in i t e .  Clays of 
t h e  montmorillonite ty-pe exhibi t  extensive swelling mainly because of t h e  
l a t t e r  process. Free swelling i s  an important property of t h i s  ty-pe of 
clay mineral ( ~ a r  s h a l l ,  1949 ) . 

Step number 4 of 3.4.10.5 ( ~ r o c e d u r e )  should be performed very c a r e f u l l y  and 
slowly so t h a t  no sample i s  l o s t .  Also, s t e p  number 1 0  should be performed 
exact ly  a s  described. 



This simple method can be used e f f e c t i v e l y  t o  evaluate t h e  s t a b i l i t y  of 
materials .  Materials  exh ib i t ing  extensive swelling would be unstable  on 
s teep slope,  haul-road, e t c .  Also, fu tu re  land use would be a f fec ted  by 
such materials .  

3.4.10.3 Chemicals-- 

D i s t i l l e d  water ( ~ ~ 0 )  . 

1. Graduated cyl inders ,  100 ml capacity with 1 ml graduations. 

2. Powder funnels. 

3. Sieve, 0.25 mm openings (60 mesh). 

4. Polypropylene wash b o t t l e .  

5 .  Balance, can be read t o  0.001 g. 

6. Penci l ,  yellow o r  any color t h a t  can be seen e a s i l y  through t u r b i d  water. 

7. Standard l i q u i d  l i m i t  device (sowers, 1965, Fig. 1-1, p. 395) adjusted 
t o  drop a d is tance  of 1 cm. 

1. Weigh a 10.00 g air-dry sample of earthy mater ia l  ground t o  pass a 
60 mesh sieve. 

2. F i l l  a 100 ml graduated cylinder t o  t h e  85 m l  mark with d i s t i l l e d  
water. 

3. Put a powder funnel i n  t h e  neck of t h e  graduated cylinder.  

4. Slowly add t h e  10.00 g of earthy mater ia l  t o  t h e  graduated cyl inder  i n  
severa l  small increments. NOTE: This s t ep  must be done slowly so t h a t  a l l  
earthy mater ia l  i s  t r a n s f e r r e d  i n t o  t h e  cylinder without unnecessary 
entrapment of a i r .  

5 .  Add d i s t i l l e d  water t o  t h e  cylinder u n t i l  t h e  l i q u i d  l e v e l  reaches t h e  
100 ml mark, washing off  any p a r t i c l e s  adhering t o  t h e  s ides  of t h e  cylinder. 

6. Set cylinder a s ide  and l e t  s tand undisturbed f o r  6 hours. 

7. A t  t h e  end of 6 hours, place cylinder on cup of l i q u i d  l i m i t  device and 
tu rn  crank 30 times a t  a r a t e  of one revolution per second. NOTE: After  
every f i v e  revolutions s t r a igh ten  cylinder without changing t h e  r a t e  i f  
necessary t o  keep cylinder upright.  

8. Set cylinder a s ide  and l e t  s tand undisturbed f o r  an add i t iona l  1 8  hours. 



9. A t  t h e  end of t h e  prescribed time, take a yellow penci l  and place it 
behind t he  cylinder so  t ha t  t he  penci l  can only be seen by looking through 
t h e  cylinder and t h e  mater ia l  i n  t he  cylinder. 

10. S t a r t i ng  a t  t he  top of t h e  cylinder,  lower penci l  down the  back of t h e  
cylinder u n t i l  t h e  penci l  can no longer be seen. 

11. Record t he  volume a t  t he  point where t h e  penci l  cannot be seen. 

3.4.10.6 Calculations-- 

Free swelling ( s e t t l i n g  volume) i s  expressed on a volume per mass bas i s  
(cclg) .  

Free swelling = volume/10.00 g air-dry sample. 

3.4.11 Moisture Retention (pressure P la te  Method ) 

3.4. ll .1 Principle-- 

The amount of work needed t o  remove water from s o i l  i s  measured by the  
pressure p l a t e  apparatus. This work equals t h e  energy with which t h e  s o i l  
sample holds t h e  water. I n  t h i s  procedure a saturated s o i l  sample r e s t s  on 
a semipermeable membrane and is  subjected t o  controlled pressures i n  excess 
of atmospheric pressure. A water continuum, which i s  a t  atmospheric 
pressure outside t he  apparatus, ex i s t s  from the  surface of t he  s o i l  sample 
t o  t h e  open-air s ide  of t h e  semipermeable membrane; therefore ,  t he  com- 
pressed gas forces water out of t he  pores of t h e  sample through t he  membrane 
by way of t h e  water continuum. Water outflow from the  chamber ceases when 
equilibrium has been reached ( i . e . ,  when the  pressure exerted by t he  gas i s  
counteracted by t h e  tension (negative pressure)  with which t he  s o i l  
pa r t i c l e s  hold onto t h e  water). It i s  possible t o  determine d i r ec t l y  t h e  
moisture content of t h e  s o i l  a t  t h a t  pa r t i cu l a r  tension. Normally a curve 
cal led t h e  moisture charac te r i s t i c  curve i s  developed by equi l ibra t ing s o i l s  
a t  pressures from 0 through 15 bars o r  higher ( ~ i c h a r d s ,  1965 ) . 

Errors i n  these  measurements can come from many sources. Some of t he  
pr inciple  e r ro r s  come from nonrepresentative subsamples, losses  due t o  
evaporation during t h e  approach t o  equilibrium due t o  a leak i n  the  a i r  
pressure chamber of the  semipermeable membrane, pressure t o  temperature 
e f f ec t s  i n  excess of 1 ° C  causing hysteres is  e f f ec t ,  f a i l u r e  t o  obtain out- 
flow equilibrium, and inadequate pre-wetting of samples. Additional e r ro r s  
can a l so  come from evaporation losses  when t h e  samples a re  being removed 
from the  chamber and l o s s  of sample during removal from the  chamber; however, 
these  e r rors  can be overcome as  t he  operator becomes more p rof ic ien t .  

The semipermeable membrane, which may be a ceramic p l a t e  or cel lu lose  d i sc ,  
has a de f in i t e  bubbling pressure. Below bubbling pressure of these  membranes, 
t h e  menbrane w i l l  allow f r e e  movement of moisture from one s ide  t o  the  other;  
however, s o i l  pa r t i c l e s  and air a re  not transmitted. The membrane contains 



pores which a r e  f 'u l l  of water and form the  continuum from t h e  s o i l  sample 
through the  membrane t o  t he  atmosphere on t he  outside. When t h e  bubbling 
pressure of a membrane has been exceeded, some pores contain gas ins tead of 
water and t he  gas moves f reely  through t he  membrane and pressure i s  l o s t .  
After t h e  system and t h e  apparatus have been checked, determine which 
pressure range w i l l  be measured. The USDA - SCS commonly measures moisture 
re tent ion a t  1/3 and 15 bar tensions;  however, t he  range of tensions of 
prime in t e r e s t  f o r  plant  growth may be from 0 t o  2 bars o r  other ranges. 
For highly disturbed s o i l s ,  coarse fragments sometimes cons t i tu te  a major 
par t  of t he  s o i l  volume. Therefore, t he  p a r t i c l e  s izes  used t o  get  a 
moisture charac te r i s t i c  curve a re  not necessari ly t he  same a s  f o r  s o i l s  with 
few coarse fragments. So i l s  sieved t o  contain only p a r t i c l e  s izes  of l e s s  
than 6.35 mm e f fec t ive  diameter a re  used a t  West Virginia University t o  
determine a moisture charac te r i s t i c  curve. Also, moisture cha rac t e r i s t i c  
curves can be determined for  t he  p a r t i c l e  s i z e  range of 6.35 mm t o  2 mm i n  
e f f ec t i ve  diameter, as  well as  fo r  the  l e s s  than 2 mm pa r t i c l e s  ( ~ i c h a r d s ,  
1965 1. 

3.4.11.3 Chemicals- 

1. Dis t i l l ed  water. 

2. Compressed nitrogen gas. 

1. Five bar pressure p l a t e  extractor  ( s o i l  Moisture Equipment Company 
Catalog NO. 1600 o r  equivalent ) . 
2. Pressure control  manifold, accuracy of control  within 1/100 p s i  i n  t he  
0.50 p s i  range ( s o i l  Moisture Equipment Company Catalog No. 700-3 o r  
equivalent ) . 
3. One bar pressure p l a t e  c e l l s  ( s o i l  Moisture Equipment Company Catalog 
No. 1290 o r  equivalent) .  

4. Three bar  pressure p l a t e  c e l l s  ( s o i l  Moisture Equipment Company 
Catalog NO. 1690 or  equivalent ) . 
5. So i l  sample re ta in ing  r ings  ( s o i l  Moisture Equipment Company Catalog 
No. 1093 o r  equivalent ) . 
6. Connecting hose ( s o i l  Moisture Equipment Company Catalog No. 1293 o r  
equivalent ) . 
7. Nitrogen gas tank gauges - 1 fo r  tank pressure and 1 f o r  outflow 
pressure. 

8. Large spatula  o r  small pancake turner .  

9. Wax paper. 



10. P l a s t i c  teaspoon. 

11. Balance, can be read t o  0.01 g. 

12. Drying oven. 

13. Aluminum pans, f o r  weighing samples. 

14. Laboratory notebook. 

15. Desiccator, with s i l i c a  g e l  desiccant.  

NOTE: This apparatus and procedure a r e  used f o r  negative pressures of 0 
t o  -3 bar. Read instrument 's  i n s t r u c t i o n  manual before s t a r t i n g  procedure. 

1. Check pressure i n  t h e  n i t rogen tank. 

2. Check a l l  f i t t i n g s  by pressur iz ing system. NOTE: Take a toothbrush 
and a ba r  of soap and mix up a soapy foam. Brush foam over each f i t t i n g  
t o  see i f  the re  a r e  any leaks  i n  t h e  system when pressurized. 

3. Check ceramic p l a t e s  by forc ing compressed air i n t o  o u t l e t  valve. Sea l  
of f  valve and submerge ceramic p l a t e  i n  pan of water. I f  any bubbles 
appear, t h e r e  i s  a hole i n  t h e  rubber gasket sealed t o  t h e  p l a t e .  Repair 
t h e  leak o r  do not use t h e  p la te .  

4. Place t h e  ceramic p l a t e  t o  be used i n  a pan of d i s t i l l e d  water and 
soak overnight (12-16 h r s ) .  This i s  done when t h e  ceramic p l a t e s  have 
been d r ied  over a period of time. If t h e  ceramic p l a t e  has been used 
f o r  a previous determination, t h i s  prolonged soaking i s  not necessary. 

5 .  Take t h e  aluminum pans and place a s o i l  sample re ta in ing  r ing  ins ide  
the  pan. Draw a l i n e  around t h e  top of t h e  r i n g  so t h a t  t h e  approximate 
height of t h e  r ing  i s  out l ined on t h e  ins ide  of t h e  aluminum pan. The 
desired volume of subsample t h a t  would be put i n t o  t h e  aluminum pan would 
be s l i g h t l y  l e s s  than needed t o  f i l l  t h e  s o i l  sample re ta in ing  r ing.  

6. Use a t h i n  p l a s t i c  teaspoon and l i f t  t h e  s o i l  from t h e  container and 
f i l l  t h e  aluminum pan t o  t h e  volume mark. Do two r e p l i c a t e s  i n  t h e  same 
manner. NOTE: Be sure  t h a t  all t h e  pans a re  marked with t h e  s o i l  sample 
number. 

7. Af ter  t h e  ceramic p l a t e  has been soaked overnight,  place t h e  s o i l  sample 
re ta in ing  r ings  on t h e  ceramic p l a t e  i n  such a fashion t h a t  a diagram can be 
e a s i l y  made of t h e  s e t  up showing t h e  sample number f o r  each p a r t i c u l a r  r ing .  

8. Take t h e  aluminum pan containing t h e  approximate volume of s o i l  sample 
needed and ca re fu l ly  dump it i n t o  t h e  proper s o i l  sampling r e t a i n i n g  r i n g  
on t h e  ceramic p l a t e .  Take t h e  spa tu la  o r  t h e  spoon and ca re fu l ly  f l a t t e n  



the  sample u n t i l  it i s  l e v e l  with t h e  top  edge of t he  s o i l  sample re ta in ing  
ring. NOTE: Do not compact t h i s  material .  Jus t  careful ly  f l a t t e n  by 
spreading. 

9. After a l l  t he  s o i l  samples have been placed on the  soaked ceramic 
p l a t e s ,  add an excess of water t o  t he  surface of the  ceramic p l a t e  and 
allow the  samples t o  soak f o r  16 hours. NOTE: Be sure t he r e  i s  enough 
water on the  ceramic p l a t e  t o  allow samples t o  wet without removing water 
from the  pores of t he  pla tes .  

10. Cover samples and ceramic p l a t e  with wax paper t o  prevent evaporation. 

11. After t h e  samples have soaked overnight (16 hours) ,  remove t he  excess 
water from the  surface of t he  ceramic p l a t e  by means of a p ipe t t e .  

12. Remove the  wax paper from the  s o i l  samples. Connect t he  outflow tube 
on t he  ceramic p l a t e  t o  t he  outflow tube on the  w a l l  of t he  ext ractor .  

13. Cover t h e  ex t rac to r  with the  metal top. NOTE: Be sure t h a t  the  "0" 
r ing  s e a l  i s  i n  place. 

14. Clamp the  l i d  t o  t he  bottom of t he  ex t rac to r  with clamping bo l t s .  
Tighten t he  wing nuts on the  clamping bo l t s  by hand. 

15. With t he  needle valve, t he  "Nullmatic" type regula tor ,  and the  coarse 
adjustment regula tor  on t h e  manifold a l l  closed, pressur ize  t he  system by 
means of the  controls  on the  nitrogen tank. Turn the  "~u l lma t i c "  type 
regulator valve t o  wide open and use the  coarse adjustment valve on the  
manifold t o  get  a reading on t he  pressure gauge of very s l i gh t l y  i n  excess 
of the  desired pressure. 

16. Use t h e  "Nullmatic" type regula tor  t o  get  t he  desired pressure 
reading on the  manifoldls pressure gauge. 

17. Slowly open the  needle valve a t  t he  end of t he  manifold and pressur ize  
the  pressure p l a t e  ext ractor .  NOTE: Two hours a f t e r  system i s  pressurized,  
check pressure gauge on manifold f o r  any f i n a l  adjustment. 

18. Samples t h a t  a r e  1 cm high can be removed any time a f t e r  48 hours 
from i n i t i a t i o n  of t he  extraction.  Some s o i l s  approach equilibrium i n  18 
t o  20 hours; the re fore ,  a f t e r  20 hours t he  outflow tube i s  t e s t ed  period- 
i c a l l y  with b l o t t e r  paper. I f  no moisture accumulates on the  b l o t t e r  paper 
a f t e r  it has been held against  t he  outflow tube f o r  approximately 1 minute, 
equilibrium has been reached and t he  extract ion can be stopped. 

19. Clean aluminum pan previously used. Oven dry, cool i n  des iccator ,  and 
weigh t o  neares t  0.01 g. Record weight (A). .  

20. Put a piece of tubing over the  outflow tube and clamp the  tubing o f f  
with a pinch clamp. Shut t h e  pressure source o f f ,  then drain t h e  system of 
compressed gas slowly by using t he  coarse adjustment valve on the  manifold. 



21. After  t h e  system has been drained of compressed gas, disconnect t h e  
hose leading t o  t h e  ex t rac to r .  NOTE: This w i l l  insure  t h a t  t h e  e x t r a c t o r  
is  no longer pressurized.  

22. Remove t h e  clamping b o l t s  and ex t rac to r  l i d .  

23. Remove t h e  samples one a t  a time and place  i n  weighed aluminum pans. 

24. Quickly weigh t h e  aluminum weighing pan and t h e  sample. Record 
weight (B) . 
25. Place samples i n  t h e  drying oven a t  105 '~ .  Allow samples t o  dry 
overnight. 

26. Remove samples from drying oven and place i n  a desiccator  f i l l e d  with 
s i l i c a  g e l  desiccant.  Allow samples t o  cool. 

27. Weigh samples and weighing pan. Record weight ( c ) .  

28. Discard sample. 

29. Make sure  t h a t  t h e  pressure  a t  which t h e  ext rac t ion was ca r r i ed  out 
i s  recorded i n  t h e  labora tory  notebook. 

3.4.11.6 Calculations-- 

1. Legend: 

A = Weight of aluminum weighing pan. 

B = Weight of moist sample and aluminum weighing pan. 

C = Weight of aluminum weighing pan and oven-dry sample. 

2. Percent moisture = [ ( B  - c ) / ( c  - A )  1 X 100. 

3.4.12 Moisture Retention (Pressure Membrane ~ e t h o d )  

3.4.12.1 Principle-- 

See 3.4.11.1 

3.4.12.2 Comments-- 

See 3.4.11.2 

3.4.12.3 Chemicals-- 

1. D i s t i l l e d  water. 

2. Compressed ni t rogen gas. 



1. Pressure membrane ex t rac to r  ( s o i l  Moisture Equipment Company Catalog 
No. 1000 o r  equivalent ) . 
2. Pressure control  manifold, 0-225 p s i  range with Mercury Di f fe ren t i a l  
Regulator ( s o i l  Moisture Equipment Company Catalog No. 700-1 o r  equivalent  ). 

3. Torque wrench and socket ( s o i l  Moisture Equipment Company Catalog No. 
1090 o r  equivalent ) .  

4. Two connecting hoses ( s o i l  Moisture Equipment Company Catalog No. 1091 
o r  equivalent ) . 
5. S o i l  sample re ta in ing  r ings  ( s o i l  Moisture Equipment Company Catalog 
No. 1093 or  equivalent  ) . 
6. Cut ce l lu lose  membrane discs  ( s o i l  Moisture Equipment Company Catalog 
NO. 1096 o r  equivalent.  

7. Two nitrogen gas tank gauges - one f o r  tank pressure (0-4,000 psi)  and 
one f o r  outflow pressure (0-500 psi ). 

8. Large spa tu la  o r  small pancake turner .  

9. Wax paper. 

10. P l a s t i c  teaspoon. 

11. Balance, can be read t o  0.01 g. 

12. Drying oven. 

13. Aluminum pans, f o r  weighing samples. 

14.  Laboratory notebook. 

15. Desiccator, with s i l i c a  g e l  desiccant .  

3.4.12.5 Procedure- 

NOTE: Read instrument's ins t ruc t ion  manual before s t a r t i n g  procedure. 

1. Place a cut ce l lu lose  membrane d i sc  i n  a pan of d i s t i l l e d  water and 
allow disd t o  soak f o r  at l e a s t  30 minutes. 

2. Check pressure  i n  t h e  ni trogen tank. 

3. Check all f i t t i n g s  by pressur iz ing system. NOTE: Take a toothbrush 
and a bar  of soap and mix up a soapy foam. Brush foam over each f i t t i n g  
t o  see i f  t h e r e  a r e  any leaks  i n  t h e  system when pressurized. 



4. Take t h e  aluminum pans and place  a  s o i l  sample re ta in ing  r ing  i n s i d e  
t h e  pan. Draw a  l i n e  around t h e  top of the  r i n g  so t h a t  t h e  approximate 
height of t h e  r i n g  i s  out l ined on t h e  ins ide  of t h e  aluminum pan. The 
desired volume of subsample t h a t  would be put i n t o  t h e  aluminum pan would 
be s l i g h t l y  l e s s  than needed t o  f i l l  t h e  s o i l  sample re ta in ing  r ing.  

5. Use a  t h i n  p l a s t i c  teaspoon and l i f t  t h e  s o i l  from t h e  container and 
f i l l  t h e  aluminum pan t o  t h e  volume mark. Do two r e p l i c a t e s  i n  t h e  same 
manner. NOTE: Be sure t h a t  a l l  t h e  pans a r e  marked with t h e  s o i l  sample 
number. 

6.  Remove t h e  screen dra in  p l a t e  from t h e  base of t h e  pressure membrane 
ext rac tor .  Clean t h e  screen t o  remove a l l  s o i l  grains t h a t  might puncture 
the  membrane. Wet screen d ra in  p l a t e  with d i s t i l l e d  water and be sure t h a t  
t h e  dra in  hole i s  open. 

7. Place t h e  screen dra in  p l a t e  i n  i t s  proper pos i t ion .  Remove t h e  
ce l lu lose  membrane d i sc  from t h e  water and place it on t h e  screen dra in  
p la te .  NOTE: The membrane should completely cover t h e  screen dra in  p l a t e .  
Arrange t h e  membrane so t h e r e  i s  a  minimum of wrinkling. The membrane can- 
not be handled i n  t h i s  manner when it i s  dry because cracking w i l l  occur. 

8. Place an "0" RING on t h e  ce l lu lose  membrane. Put t h e  standard cyl inder  
(16 mm high) on top of t h e  "0" RING. NOTE: Be sure  t h a t  t h e  "0" R I N G  i s  i n  
t h e  lower groove of t h e  standard cyl inder  and t h a t  t h e  a i r -ent ry  i s  pointing 
t o  t h e  back of t h e  pressure membrane ex t rac to r  where t h e  PM Hinge i s  mounted. 

9. Latch the  t u r n  buttons (eccen t r i c  clamping screw assembly) i n t o  t h e  
grooves on t h e  outside of t h e  standard cylinder and t igh ten  wing nuts. 
NOTE: The tu rn  buttons hold everything i n  place when t h e  samples a re  l e f t  
t o  soak overnight.  

10. Place s o i l  sample re ta in ing  r ings on t h e  membrane. Draw a  diagram of 
the  arrangement of t h e  r ings  on the  membrane using t h e  a i r -ent ry  port  a s  a 
guide. NOTE: A sample number i s  shown on t h e  diagram f o r  each s o i l  sample 
re ta in ing  r ing.  

11. Attach a  shor t  piece of rubber tubing t o  t h e  outflow tube on t h e  
bottom of t h e  screen d ra in  p la te .  Close off  t h e  outflow tube by a t taching 
a  pinch clamp t o  t h e  rubber tubing. 

12. Take t h e  aluminum pan containing t h e  approximate volume of s o i l  sample 
needed and ca re fu l ly  dump it i n t o  t h e  proper s o i l  sampling r e t a i n i n g  r i n g  
on the  membrane. Take t h e  spa tu la  o r  t h e  spoon and ca re fu l ly  f l a t t e n  t h e  
sample u n t i l  it i s  l e v e l  with t h e  top  edge of t h e  s o i l  sample re ta in ing  r ing.  
NOTE: Do not compact t h i s  mater ia l .  J u s t  ca re fu l ly  f l a t t e n  by spreading. 

13. Add an excess of water t o  t h e  surface of the  membrane and allow t h e  
samples t o  soak f o r  16 hours. NOTE: Be sure the re  i s  enough water on t h e  
membrane t o  allow samples t o  wet without removing water from t h e  pores of 
t h e  membrane. 



14. Cover samples and membrane with wax paper t o  prevent evaporation. 

15. After  t h e  samples have soaked overnight (16 hours)  remove t h e  excess 
water from t h e  surface of t h e  membrane by means of a p i p e t t e .  

6 .  Place an "0" RING i n  t h e  groove on t h e  top of t h e  standard cylinder.  

17. Depress t h e  PM hinge, put t h e  l i d  i n  place and c lose  the  c e l l .  NOTE: 
Be sure  t h a t  t h e  rubber diaphragm i s  between the  l i d  and t h e  top  "0" R I N G  
before c los ing t h e  c e l l .  

18. Bolt t h e  pressure membrane ex t rac to r  shut using a torque wrench t o  
t igh ten  t h e  b o l t s  uniformly. A torque of 25 foot-pounds i s  usual ly  adequate 
f o r  a i r  pressure  up t o  15.5 bars  (225 p s i ) .  

19. The connecting hose coming from t h e  mercury d i f f e r e n t i a l  regula tor  i s  
at tached t o  t h e  air-entry por t  on t h e  s ide  of t h e  standard cylinder.  

20. The other  connecting hose i s  at tached t o  t h e  a i r -ent ry  por t  on t h e  
top  of t h e  l i d .  

21. Remove pinch clamp from rubber tubing on outflow tube on bottom of 
pressure membrane ext rac tor .  Put 100 m l  beaker under outflow tube and 
catch excess water. 

22. Pressur ize  t h e  system up t o  t h e  f i r s t  regula tor  on t h e  manifold by 
turning t h e  tank regula tor  on. Set t h e  gas pressure i n  t h e  l i n e  2 bars  
(29 p s i )  higher than t h e  des i red  c e l l  pressure. 

23. Open t h e  bypass valve on t h e  mercury d i f f e r e n t i a l  regulator .  

24. Admit gas i n t o  t h e  c e l l  slowly using t h e  regula tor  on t h e  manifold 
u n t i l  t h e  des i red  pressure  is  a t ta ined.  

25. After  about 2 hours, o r  when t h e  outflow r a t e  has decreased appreciably,  
c lose  t h e  bypass valve a t  t h e  top of t h e  "U" tube and open t h e  exhaust valve 
on t h e  a i r  pressure t e s t  gauge s ide  of t h e  manifold. When gas i s  heard 
bubbling pas t  t h e  mercury i n  t h e  "U" tube,  c lose  the  exhaust valve and 
readjus t  t h e  gas pressure  using t h e  f i r s t  regula tor  on t h e  manifold. NOTE: 
The membrane should be t e s t e d  f o r  leaks  by submerging t h e  rubber tubing 
connected t o  t h e  outflow tube i n  a beaker of water. If t h e r e  i s  rapid  
bubbling and/or a h iss ing of gas can be heard, then the re  i s  a leak i n  t h e  
membrane. The gas should be shut off  and t h e  procedure s t a r t e d  again using 
a new membrane. 

26. Check the  pressure gauge reading a f t e r  a few hours and read jus t  t h e  
gas pressure i f  needed. 

27. Samples t h a t  a r e  1 cm high can be removed any time a f t e r  48 hours 
from i n i t i a t i o n  of t h e  ext rac t ion.  Some s o i l s  approach equil ibrium i n  18 t o  
20 hours; the re fo re ,  a f t e r  20 hours t h e  outflow tube i s  t e s t e d  pe r iod ica l ly  
with b l o t t e r  paper. I f  no moisture accumulates on t h e  b l o t t e r  paper a f t e r  



it has been held against  t h e  outflow tube f o r  approximately 1 minute, 
equilibrium has been reached and t h e  extract ion can be stopped. 

28. Clean aluminum pan previously used. Oven dry, cool i n  desiccator,  and 
weigh t o  nearest  0.01 g. Record weight (A).  

29. Attach piece of tubing t o  t he  outflow tube and clamp with a pinch 
clamp. Open t he  bypass valve and shut the  pressure source off .  Drain t h e  
system of compressed gas slowly using t he  f i r s t  regulator on t he  manifold. 

30. After  the  system has been drained of compressed gas, disconnect t he  
hoses leading t o  t h e  top and s ide  of t h e  extractor.  NOTE: This w i l l  insure  
t h a t  t he  ex t rac tor  i s  no longer pressurized. 

31. Remove t h e  clamping bo l t s ,  ext ractor  l i d ,  and rubber diaphragm. 

32. Remove t h e  samples one a t  a time and place i n  weighed aluminum pans. 

33. Quickly weigh t h e  aluminum weighing pan and the  sample. Record weight 
(B) . 
34. Place samples i n  the  drying oven at 105OC. Allow samples t o  dry over- 
night . 
35. Remove samples from drying oven and place i n  a desiccator f i l l e d  with 
s i l i c a  g e l  desiccant. Allow samples t o  cool. 

36. Weigh samples and weighing pan. Record weight ( c ) .  

37. Discard sample. 

38. Make sure t h a t  t he  pressure a t  which t he  extract ion w a s  ca r r ied  out i s  
recorded i n  your laboratory notebook. 

3.4.12.6 Calculations- 

1. Legend: 

A = Weight of aluminum weighing pan. 

B = Weight of moist sample and aluminum weighing pan. 

C = Weight of aluminum weighing pan and oven-dry sample. 

2. Percent moisture = [(B - c ) / ( c  - A)] X 100. 

MICROBIOLOGICAL METHODS 

3.5.1 Summary 

Early s o i l  microbiologists developed and published or ig ina l  versions of t h e  



procedures described i n  t h i s  publicat ion.  These procedures were used i n  
s o i l  inves t iga t ions  by t h e i r  contemporaries and l a t e r  s o i l  microbiologists  
t h e  world over. The data  obtained have played an important r o l e  i n  our 
cont inual  quest t o  unravel t h e  mysteries of t h e  s o i l .  

These procedures, on t h e  whole, a r e  simple, easy t o  use, and requ i re  a 
minimum of equipment. Because they were developed years  ago, none of t h e  
so-called "modern sophist icated" labora tory  apparatus i s  involved. 

These procedures were used i n  minesoil o r  s t r i p  mine s p o i l  inves t iga t ions  
over a 15-year period. Some were chosen because no b e t t e r  method was 
avai lable ,  o r  because of a l ack  of equipment. These general ly simple 
methods used i n  studying minesoils have again played an important r o l e  as 
they d id  e a r l i e r  on conventional s o i l s .  

Though mainly simple procedures, ca re fu l  planning, ca re fu l  work, and a 
conscientious worker a r e  bas ic  requirements. A technician can be  t r a ined  
t o  perform t h e  rou t ine  labora tory  work described. Complex b io log ica l  
i n t e r p r e t a t i o n s  of these  labora tory  measurements i n  r e l a t i o n  t o  f i e l d  
problems should include a person knowledgeable i n  s o i l  microbiology. 

3.5.2 Buried S l ide  Technique 

This technique was developed independently by both Cholodony (1930) and 
Rossi e t  a l .  (1936). It i s  a simple procedure and provides useful  infor-  
mation concerning t h e  microbes, p a r t i c u l a r l y  t o  t h e i r  s p a t i a l  r e l a t ionsh ips  
t o  each o the r ,  p lan t  roo t s ,  debr is ,  and s o i l  p a r t i c l e s .  I f  t h e  organisms 
remain i n t a c t ,  observations may be made of colony c h a r a c t e r i s t i c s ,  feeding 
of organisms on mater ia ls ,  and response of organisms t o  environmental 
f a c t o r s ,  such as  water f i lms ( ~ r e d e r i c k ,  1965). 

The method i s  not quan t i t a t ive  but can be used t o  show microbial d i f fe r -  
ences among various treatments of a na t ive  s o i l  o r  minesoil.  Burying two 
o r  more s l i d e s  i n  each minesoil and/or treatment and removing one from each 
a t  weekly i n t e r v a l s  w i l l  y i e l d  information on r e l a t i v e  abundance and 
associa t ions  of the  microbes. 

Often t h e  a c t u a l  microorganism i s  no longer at tached t o  t h e  s l i d e ,  but  
a f t e r  s t a in ing ,  t h e  s i z e ,  shape, and loca t ion  of t h e  missing e n t i t y  i s  
revealed by s t a i n  deposition. This of ten  reveals  loca t ions  where organic 
debris  and sometimes s o i l  aggregates have been i n  contact  with t h e  s l i d e .  

Some determination of individual  organisms can be made by placing t h e  s l i d e  
f l a t  on t h e  surface of an agar medium p la te .  The p l a t e  i s  incubated 2-3 
hours, t h e  s l i d e  a s e p t i c a l l y  removed, then incubation continued f o r  a t  l e a s t  
24 hours. This procedure w i l l  require  dupl ica te  s l i d e s ,  a s  a s l i d e  used i n  
t h i s  manner i s  no longer useful  f o r  s t a i n i n g  and microscopic observation and 
most organisms on a s ta ined s l i d e  a r e  dead. 



One fami l i a r  with bac te r i a ,  fungi ,  actinomyces and diatoms, f o r  example, 
will f i n d  t h e  i n t e r p r e t a t i o n  of t h e  microscopic examination of a s t a ined  
contact s l i d e  much e a s i e r  than one without such fami l i a r i ty .  The technique 
is  more useful  when used i n  conjunction with o ther  microbial methods f o r  
s o i l  microbial  s tud ies  than when used alone. 

3.5.2.3 Chemicals- 

NOTE: All chemicals must be ACS Cer t i f i ed  pure grade. 

1. Phenol ( C ~ H ~ O H )  , 56 aqueous : Dissolve 5.0 g of phenol i n  d i s t i l l e d  
water and d i l u t e  t o  a volume of 100 ml. 

2. Phenolic rose  bengal s t a i n :  Weigh 1.0 g of rose  bengal. Add 100.0 ml 
of 5% aqueous phenol. Add 0.05 g c e r t i f i e d  grade calcium chlor ide  (cac12). 

1. Straw, autoclave-s ter i l ized,  ground t o  40 mesh, o r  any other  mater ia l  
under study. 

2. Alfa l fa ,  autoclave-s ter i l ized,  ground t o  40 mesh, o r  any other  mate r i a l  
under study. 

3. Samples from t h e  top  13 cm ( 5  i n )  of a s o i l  (o r  any constant depth 
under study).  

4. Sieve, 2 mm openings (10 mesh). 

5. S t e r i l e  s t ra ight -s ided water tumblers, o r  s imi la r  g lass  containers such 
a s  beakers. 

6. 7.62 X 2.54 cm ( 3  X 1 i n )  s t e r i l e  g lass  microscope s l i d e s .  

7. Microscope with 10X o r  l5X eyepiece and 97X o i l  immersion object ive.  

8. Autoclave, steam, capable of holding 1 5  p s i  and 121'~.  

9. Hilgard s o i l  cups. NOTE: A s ieve  with 1 mm openings can be used. 

10. Spatula. 

ll. F i l t e r  paper 

12. Humid chamber. NOTE: A container l a r g e  enough f o r  t h e  pan t h a t  w i l l  
r e t a i n  moisture can be used. 

13. Balance, can be read t o  0.01 g. 

14. Drying oven. 

15. Glass rods. 



16. Pan. NOTE: Any pan t h a t  w i l l  hold t h e  cups can be used. 

3.5.2.5 Procedure (modified from Allen, 1949; Wilson and Hedrick, 1957a; 
Frederick, 1965 )-- 

1. Place a c i r c l e  of f i l t e r  paper, cut t o  f i t  exactly,  on the  brass 
perforated bottom of a Hilgard cup, and moisten the  f i l t e r  paper. 

2. Weigh t he  complete unit .  Record weight ( A ) .  

3. F i l l  t h e  cup with air-dried minesoil. 

4. Compact t he  minesoil by dropping t he  cup 10 times through a distance 
of approximately 3 cm (1 i n ) .  

5. Level t he  s o i l  surface with a spatula. 

6. Weigh cup and minesoil. Record weight (B) . 
7. Lay two glass  rods on t h e  bottom of t he  pan. 

8. Place t h e  cup of minesoil on glass rods. 

9. Add water t o  t he  pan t o  reach about half  cup height. 

10. Allow t h e  s o i l  t o  become saturated and remain i n  pan and water fo r  
24 hours. 

U. Remove cup, careful ly  wipe outside cup surfaces and underneath bottom 
t o  remove adhering water. 

12. Weigh the  cup with t h e  s o i l  i n  a saturated condition. Record weight 
(c) .  

13. Place cup i n  drying oven f o r  24 hours a t  105OC. 

14.  Cool i n  desiccator and weigh immediately. Record weight (D). Remove 
s o i l ,  brush cup and f i l t e r  paper f r e e  of s o i l  and weigh immediately. 
Record weight (E) . 
15. Calculate s o i l  moisture of t he  air-dried s o i l  as  well as  t he  water 
holding capacity (see  3.5.2.6). 

16. Prepare g lass  microscope s l ides  by cleaning them thoroughly. I f  
desired,  flame s l i de s  jus t  before use t o  insure s t e r i l i t y .  NOTE: It i s  
desirable t o  use new s l ides .  

17. Pass samples through 2 am hardware c lo th  sieve t o  remove t h e  rocks 
and pieces of coal. 

18. To 3 tumblers containing 150 g (oven-dried a t  105OC for  16 hours)or some 
constant weight of s o i l ,  add t he  following: ( ~ i r s t  tumbler) no treatment - 



control ;  (second tumbler) s o i l  thoroughly mixed with 0.5% autoclave-s ter i l ized 
ground straw; ( ~ h i r d  tumbler ) s o i l  thoroughly mixed with 0.5% autoclave- 
s t e r i l i z e d  ground a l f a l f a .  

19. Bring t h e  s o i l  moisture t o  50% of t h e  sample's water-holding capacity 
i n  the  g lass  containers.  Add s l i g h t l y  more so t h e  treatment mate r i a l  w i l l  be 
moistened without diminishing t h e  50% wat er-holding capacity. 

20. I n s e r t  ca re fu l ly  t h e  prepared g lass  s l i d e s  (2 per tumbler) v e r t i c a l l y  
i n t o  t h e  s o i l  leaving about 13 mm (0.5 i n )  of each s l i d e  above t h e  surface.  

21. Press s o i l  gent ly  agains t  s l ide .  

22. Weigh tumbler, sample, and s l ides .  

23. Cover tumblers wi th  paper caps t o  prevent excessive evaporation, but  
not t o  exclude aera t ion.  

24. Incubate s o i l  tumblers a t  room temperature f o r  one week. 

25. Add water during incubation (about twice a week) t o  replace  t h a t  
l o s t  by evaporation. NOTE: Add water u n t i l  weight of sample and tumbler 
i s  same a s  weight found i n  s t ep  22. 

26. After  incubation remove s o i l  from only one s ide  of one s l i d e  using a 
spatula .  NOTE: Gently break t h e  s l i d e  away from t h e  s o i l  without s l i d i n g  
t h e  s l i d e .  

27. Remove l a r g e  clumps of sand and s o i l  from t h e  s l i d e  surface t o  be 
observed by means of a d issect ing needle or  some small sharp pointed 
instrument. 

28. A i r  dry s l i d e .  

29. With t h e  a i d  of a small gen t l e  stream of water, remove excess s o i l  from 
t h e  undisturbed s ide  u n t i l  only a t h i n  f i lm remains. 

30. Clean disturbed s i d e  with a damp c loth .  NOTE: This i s  t h e  s ide  t h a t  
w i l l  not be stained.  

31. A i r  dry s l i d e .  

32. Fix s l i d e  by passing it over a bunsen burner a t  low flame four o r  f i v e  
times. Do not cook. This "fixes" t h e  mater ia l  on t h e  s l i d e  reducing t h e  
l ike l ihood of l o s s  during t h e  s t a in ing  procedure. 

33. Place t h e  f ixed s l i d e  over a st eam bath ( or beaker of bo i l ing  water ) . 
Flood s l i d e  f o r  6 t o  10 minutes with phenolic rose  bengal. NOTE: Avoid 
drying s l i d e  by adding s t a i n  as  needed. 

34. Remove excess s t a i n  by washing t h e  s l i d e  gently with water u n t i l  no 
more s t a i n  i s  removed. 



35. Air dry s l ide .  

36. Examine t he  s l i d e  microscopically using a 10X or  15X eyepiece with a 
97X o i l  immersion objective. CAUTION: Avoid scratching o i l  immersion 
objective by making sure t h a t  all s o i l  pa r t i c l e s  have been removed from 
the  s l i de .  

37. Continue incubation of second s l i d e  f o r  another week. Examine s l i d e  
i n  i den t i ca l  manner. 

38. Examine a t  l e a s t  5 f i e l d s  per s l ide .  

39. Make drawings of representative f i e ld s .  Arrange the  drawings i n  two 
rows so t h a t  a comparison of t h e  s l i de s  per treatment can be readi ly  
observed. 

3.5.2.6 Cdcda t ions - -  

1. Legend: 

A = Weight of cup and moist paper. 

B = Weight of cup, moist paper, and air-dried so i l .  

C = Weight of cup, moist paper, and sa turated so i l .  

D = Oven-dry weight of cup, paper, and s o i l .  

E = Oven-dry weight of cup and paper. 

S = Weight air-dry so i l .  

T = Weight sa turated s o i l .  

U = Weight oven-dry so i l .  

V = Weight water i n  air-dry s o i l .  

W = Weight water i n  sa turated s o i l  (water l o s s ) .  

X = Percent moisture i n  air-dry so i l .  

Y = Percent water-holding capacity of s o i l .  

Z = Grams of water per 100 g oven-dry s o i l  needed t o  make 50% water- 
holding capacity. 



3.5.3 Total  Microbial Count  gar-plate ~ e t h o d  ) 

When a s o i l  d i l u t i o n  i s  dispersed i n  appropriate agar medium and incubated 
under favorable condit ions,  d i s c r e t e  and macroscopically v i s i b l e  colonies of 
microorganisms w i l l  develop. Calculat ions using t h e  number of colonies 
developing on t h e  agar w i l l  give t h e  " t o t a l  count." The t o t a l  count 
obtained, however, is  only a f r a c t i o n  of t h e  t o t a l  number of microbes 
present .  I f  t h e  conditions a r e  uniform throughout, r e l a t i v e  i f  not absolute,  
microbial populations can be counted successful ly    lark, 1965). 

The agar-plate method i s  highly empirical.  Care must be taken of d e t a i l s  
i n  the  technique i f  individual  workers a r e  t o  obtain comparable r e s u l t s .  

S o i l  samples should be processed t h e  same day they a re  col lec ted  i n  t h e i r  
na tu ra l ,  undried condition. Drying of t h e  s o i l  reduces t h e  t o t a l  count, 
whereas s to r ing  moist samples a t  room temperature more than one d a y  
increases  t h e  t o t a l  count. 

Primary s o i l  sample d i l u t i o n s  should be withdrawn within t e n  minutes a f t e r  
shaking. Rapid mul t ip l i ca t ion  of organisms may r e s u l t  i f  counting i s  
delayed. A l l  samples should be withdrawn from the  middle of t h e  suspension 
immediately a f t e r  vigorous hand shaking, s ince  s o i l  p a r t i c l e  s e t t l i n g  tends 
t o  move microorganisms t o  t h e  bottom of the  suspension. Care should be 
taken not t o  count s o i l  p a r t i c l e s  t h a t  have s e t t l e d  from t h e  solut ion as  
colonies. 

The melted medium must be cooled t o  a temperature of 42' t o  4 5 ' ~  before 
mixing with t h e  s o i l ,  a s  some of t h e  organisms a re  k i l l e d  a t  higher 
temperatures. I f  t h e  f l a s k  containing t h e  melted medium i s  too hot when 
touched t o  t h e  cheek, i t ' s  too  hot f o r  microorganisms. 

Although t h e  procedure uses so i l - ex t rac t  agar, egg-albumen, o r  yeast- 
ex t rac t  agar can be used (Clark, 1965). 

NOTE: A l l  chemicals must be ACS Cer t i f i ed  pure grade'. 



1. Soi l -ext rac t  (~ockhead ,  1940): Mix t h e  following: 1000.0 g of f e r t i l e  
s o i l  and 1500.0 m l  of d i s t i l l e d  water. Autoclave mixture f o r  30 minutes a t  
1 5  p s i .  After  p a r t i a l  cooling and s e t t l i n g ,  f i l t e r  suspension using a 
Buchner funnel ,  f i l t e r - a i d ,  and medium-grade f i l t e r  paper. I f  e x t r a c t  
cannot be  f i l t e r e d  e a s i l y  i n  t h i s  way, pour t u r b i d  soi1:water suspension 
i n t o  a 2 l i t e r  graduated cyl inder  and l e t  s tand i n  a r e f r i g e r a t o r  a t  bOc 
overnight.  S e t t l i n g  and c lea r ing  w i l l  usual ly  r e s u l t .  

2. Soi l -ext rac t  agar (~ockhead ,  1940): Mix 20.0 g agar,  0.5 g dipotassium 
phosphate ( K ~ H P O ~ ) ,  and 0.1 g of dextrose with 1000.0 ml of so i l - ex t rac t .  
Adjust pH t o  between 6.8 and 7.0 with 3 - N H C 1  o r  3 N NaOH. S t e r i l i z e  medium 
by autoclaving a t  1 5  p s i  f o r  15  minutes. 

3. Egg-albumen agar (~aksman and Fred, 1922) : Dissolve 0.25 g of egg 
albumen i n  10 m l  of 0.1 N NaOH. Add 15.0 g agar,  1.0 g dextrose,  0.5 g 
dipotassium phosphate (KTHPO~), 0.2 magnesium s u l f a t e  ( M ~ s O & * ~ H ~ O ) ,  a t r a c e  
amount of f e r r i c  s u l f a t e  (l?e2 ( ~ 0 4 )  3 ) ,  and 1000.0 ml of d i s t i l l e d  water. 
After  a prel iminary heat ing  of t h e  medium, ad jus t  pH t o  6.8 with 3 N H C 1  o r  
3 - N NaOH. S t e r i l i z e  medium by autoclaving f o r  30 minutes a t  15  p s i .  

4. Yeast-extract agar (stevenson and Rovatt, 1953): Mix 15.0 g agar, 1 .0  g 
dextrose,  1.0 g sodium chlor ide  ( ~ a c l ) ,  0.01 g f e r r i c  chlor ide  ( ~ e ~ 1  ) , 
1.0 g yeas t  e x t r a c t ,  and 1000.0 m l  d i s t i l l e d  water. Adjust pH t o  6.2 with 
3 N H C 1  o r  3 N NaOH. S t e r i l i z e  medium by autoclaving f o r  30 minutes a t  
~ j - ~ s i .  

1. Bot t le ,  French square, 237 m l  ( 8  oz )  with caps. NOTE: 8 required per  
sample. 

2. Three dozen spher ica l  g l a s s  beads of 2 m (0.079 i n )  diameter. 

3. Autoclave, steam, capable of holding 15  p s i  and 121°C. 

4. Sieve, 2 mm (10 mesh) openings. 

5. Shaker, hor izonta l  rec iprocat ing  type,  6.3 cm (2.5 i n )  s t roke ,  120 
s t rokes  per  minute. 

6. 10 d p i p e t t e ,  s t e r i l e  

7. 1 m l  p i p e t t e ,  s t e r i l e .  

8. P e t r i  d ishes ,  s t e r i l e .  NOTE: 15  required per  sample. 

9. Balance, can be read t o  0.01 g. 

10. Humidified incubator.  NOTE: A g las s  container  with moistened paper 
towels i n  t h e  bottom can be used. Place container  i n  an oven. 



ll. Quebec colony counter o r  a wide-field, low-power microscope. 

12. Sample bags. 

3.5.3.5 Procedure (Adapted from Clark, 1965)- 

1. From a thoroughly mixed bulk sample, t r a n s f e r  about 900 g of s o i l  t o  a 
polyethylene bag f o r  t r anspor t  t o  t h e  laboratory.  NOTE: Containers must 
be clean and at l e a s t  san i t i zed  so a s  not t o  harbor other microorganisms 
not i n  t h e  bulk sample. Avoid exposing t h e  sample t o  heat o r  drying. I f  
t h e  sample i s  not used t h a t  day, it may be s tored i n  a closed container 
(pinholed f o r  ae ra t ion)  a t  4 ' ~  f o r  1 o r  2 weeks without serious detriment. 

2. Pass e n t i r e  sample through a 2 mm sieve. 

3. Mix sample thoroughly. 

4. Withdraw a 10 g subsample and weigh. Record weight ( A ) .  Oven dry 
subsample i n  weighing conta iner ,  cool i n  des iccator ,  and reweigh. Record 
weight (B)  . Determine s o i l  moisture. 

5. Put approximately 3 dozen spher ica l  g lass  beads and 95 ml of water i n  a 
237 ml screw cap b o t t l e .  NOTE: The purpose of t h e  beads i s  t o  f a c i l i t a t e  
d i s in tegra t ion  of s o i l  aggregates. 

6.  To seven 237 ml screw cap b o t t l e s  add 90 ml of water and no beads. 
NOTE: More than 7 b o t t l e s  w i l l  be required f o r  d i l u t i o n  s e r i e s  i f  sample 
i s  high i n  microorganisms. Less than 7 b o t t l e s  required i f  low i n  micro- 
organisms. 

7. Cap all b o t t l e s .  

8. S t e r i l i z e  b o t t l e s  by autoclaving a t  15  pounds pressure f o r  15  minutes 
and cool t o  room temperature p r i o r  t o  use. Make sure  caps a r e  loose 
during autoclaving. 

9. Transfer 10 g of moist s o i l  i n t o  t h e  b o t t l e  containing 95 m l  of water 
and g lass  beads. 

10. Tightly cap b o t t l e .  

11. Shake b o t t l e  containing sample f o r  3 minutes i n  a hor izonta l  pos i t ion  
i n  a rec iprocat ing shaker o r  f o r  an equal time by hand. 

12. No longer than 10 minutes a f t e r  removing t h e  b o t t l e  from the  shaker, 
shake b o t t l e  vigorously by hand fo r  a few seconds and immediately t r a n s f e r  
10 ml. from t h e  center  of t h e  suspension t o  a b o t t l e  containing 90 m l  water 
and no beads, using a s t e r i l e  10 ml p ipe t t e .  NOTE: This e s tab l i shes  a 

d i lu t ion .  

13. Continue t h i s  d i l u t i o n  process by s imi la r ly  t r ans fe r r ing  1 0  m l  
quan t i t i e s  t o  successive b o t t l e s  of 90 ml and no beads t o  provide a d i l u t i o n  



s e r i e s  through 10-7. NOTE: Experience with d i f f e r e n t  s o i l s  w i l l  provide 
a bas i s  f o r  est imating whether t h e  highest  d i l u t i o n  w i l l  need t o  be no more 
than 10-6 o r  10-7, o r  whether it w i l l  need t o  be as high a s  10-8 o r  10'9. 

14. From t h e  highest  d i l u t i o n  prepared, t r a n s f e r  a 1 m l  por t ion of t h e  
f resh ly  a g i t a t e d  suspension t o  each of 5 s t e r i l e  p e t r i  dishes by means of 
a s t e r i l e ,  1 rd pipe t t e .  Shake a few times before withdrawing t h e  1 m l  
port ion.  

15. Make similar t r a n s f e r s  from the  two next lower d i l u t i o n s  i n t o  o ther  
dishes.  Shake as above. 

16. In to  each p e t r i  d ish ,  pour about 1.5 m l  of so i l -ext rac t  agar, which 
previously has been steamed s u f f i c i e n t l y  t o  insure  complete melting, and 
then cooled t o  42OC. NOTE: Agar media t h a t  are s t a r t i n g  t o  s o l i d i f y ,  a t  
about 40°c, a r e  not s u i t a b l e  f o r  pouring i n t o  p la tes .  

17. Immediately a f t e r  adding agar, cover dish and ca re fu l ly  r o t a t e  by hand 
t o  s w i r l  t h e  agar and t o  insure  i t s  thorough mixing with t h e  inoculant.  
CAUTION: Do not splash medium-sample mixture on p e t r i  d ish  cover. I f  
t h i s  should occur, d iscard  and replace.  

18. Permit poured p l a t e s  t o  stand upright u n t i l  t h e  agar has s o l i d i f i e d .  

19. Inver t  p l a t e s  i n  a humidified incubator a t  28Oc. NOTE: Some workers 
p r e f e r  25OC; others  30°C. Do not use 37OC as i s  commonly t h e  p rac t i ce  i n  
medical bacteriology labora tor ies .  

20. Leave t h e  p l a t e s  undisturbed f o r  4 days f o r  f a s t  growing bac te r i a .  
NOTE: Incubation time would depend upon type of b a c t e r i a  being determined. 
If slow growing b a c t e r i a  a r e  being determined, 7 days a r e  required and 
preferably 10 t o  1 4  days. Actinomycetes requ i re  10 days. Fungi can cover 
a medium i f  l e f t  more than 5 days. However, once a time period i s  estab- 
l i shed  all samples must be counted a t  t h e  es tabl ished period of time. 

21. Remove p l a t e s  from t h e  incubator. 

22. Inspect  a l l  p l a t e s  prepared from a s i n g l e  sample t o  see whether a 
proper d i l u t i o n  range has been p la ted  and whether a proper d i l u t i o n  e f f e c t  
is  apparent. NOTE: The proper d i l u t i o n  e f f e c t  means t h a t  a p l a t e  prepared 
from a given d i l u t i o n  should have only approximately one-tenth a s  many 
colonies a s  t h e  p l a t e  prepared from t h e  next lower d i lu t ion.  If the re  
a re  numerous colonies on t h e  p l a t e s  o r  a d i l u t i o n  e f f e c t  i s  not apparent,  
contamination has occurred. Discard all p l a t e s  and rerun. 

23. I f  incubation p l a t e s  appear s a t i s f a c t o r y ,  s e l e c t  t h e  p l a t e s  from t h e  
d i l u t i o n  a t  which 30 t o  300 colonies have developed per p la te .  NOTE: (1) I f  
t h e  p l a t e  from t h e  highest  d i l u t i o n  shows g rea te r  than 300 colonies,  t h e  
d i l u t i o n  has been too  low. ( 2 )  I f  t h e  lowest d i l u t i o n  shows l e s s  than 30 
colonies,  t h e  d i l u t i o n  has been too high. I n  e i t h e r  event, d iscard  all t h e  
p l a t e s .  ( 3 )  If one o r  two p l a t e s  within t h e  30 t o  300 colony range have one 
o r  more l a r g e  b a c t e r i a l  o r  fungal colonies (g rea te r  than 2 cm i n  diameter) ,  



discard  such p l a t e s  without counting. 

24. With t h e  a i d  of a Quebec colony counter o r  a wide-field, low-power 
microscope, count t h e  t o t a l  number of colonies on each of t h e  th ree  or  more 
remaining s u i t a b l e  p la tes .  

1. Legend: 

A = Weight moist s o i l .  

B = Weight oven-dry s o i l .  

2. Water l o s s  = A - B. 

3. Percent s o i l  moisture = (water  loss/^) X 100. 

4. Total  v iab le  count per  gram of t h e  i n i t i a l  moist s o i l  sample = (average 
number of colonies per  p l a t e  f o r  a given d i l u t i o n )  X ( d i l u t i o n  f a c t o r ) .  

5. G r a m s  of dry matter  pe r  gram of moist s o i l  = B/A. 

6. Tota l  count per  gram of dry s o i l  = (count per  gram of moist so i l ) / (g rams  
of dry matter per  gram of moist s o i l ) .  

3.5.4 MPN of Aerobic Cellulose-Decomposing Bacteria 

The most-probable-number (MPN ) method permits est imation of aerobic 
cellulose-decomposing b a c t e r i a  without ac tua l ly  counting s ing le  c e l l s  o r  
colonies. The method i s  base6 on t h e  prese:acoe o r  absence of ce l lu lose-  
decomposing b a c t e r i a  on s t r i p s  of paper. A s t r i p  of paper i s  needed f o r  
each d i l u t i o n  of a minesoil.  A p o s i t i v e  ( o r  presence) reading ind ica tes  
t h a t  a t  l e a s t  one ( i t  could be severa l )  cellulose-decomposing bacterium w a s  
present (Alexander, 1965 ) . 

Cellulose-decomposing b a c t e r i a  must meet one of t h e  following condit ions:  
( 1 )  Bacter ia  must br ing about a change i n  t h e  medium t h a t  i s  e a s i l y  
recognizable or  ( 2 )  a f t e r  t h e  bac te r i a  have mul t ip l ied ,  they must be 
recognizable on t h e  s t r i p  of paper on which they a r e  growing. 

Single cellulose-decomposing b a c t e r i a l  c e l l s  must be capable of growth i n  
t h e  medium o r  t h e  method i s  not r e l i a b l e .  That i s ,  no growth i n  t h e  medium 
without ce l lu lose  source, but growth wi th  ce l lu lose  source added. 

Some quan t i t a t ive  changes i n  t h e  o r i g i n a l  number of b a c t e r i a  can occur over 
a period of time, even with re f r ige ra t ion .  The samples should be passed 



through a 2.0 mm s i eve  t o  remove rocks and coal .  Samples must be prepared 
t h e  same day as  co l l ec ted  (Alexander, 1965). 

NOTE: Al l  chemicals must be ACS C e r t i f i e d  pure grade. 

1. Ammonium sul fa te-ce l lu lose  solu t ion   red and Waksman, 1928): Mix 1 . 0  g 
ammonium s u l f a t e  ( ( N H ~ ) ~ s o ~ ) ,  1.0 g dipotassium phosphate ( K ~ H P O ~ ) ,  0.5 g 
magnesium s u l f a t e  (Mg~04*7H20), 2.0 g calcium carbonate (caCo3), t r a c e  
amount of sodium chlor ide  ( ~ a ~ l ) ,  and 1000.0 m l  of d i s t i l l e d  water. NOTE: 
The CaC03 can be l e f t  out  and a t r a c e  of FeS04 introduced. 

1. Samples s ieved through 2 mm s i eve  from depth of 0-13 cm (0-5 i n )  o r  any 
o ther  depth range of i n t e r e s t .  

2. Medium-sized t e s t  tubes ,  150 X 18 mm (6  X 0.7 i n ) .  

3. S t r i p s  of  f i l t e r  paper ( see  3.5.4.5, No. 1). 

4. P i p e t t e ,  1 ml, s t e r i l i z e d .  

5 .  Microscope s l i d e s ,  g la s s ,  7.62 x 2.54 cm ( 3  X 1 i n ) ,  s t e r i l e .  

6. Microscope wi th  10X o r  1 5 X  eyepiece and 97X o i l  immersion objec t ive .  

7. Autoclave, steam, capable of holding 15  p s i  and 121°C. 

8. Rubber s toppers ( t o  f i t  t e s t  tubes ). 

3.5.4.5 Procedure  r red, and Waksman, 1928)-- 

1. Prepare a s e r i e s  of medium-sized t e s t  tubes containing 5 m l  of t h e  
medium and a s t r i p  of f i l t e r  paper. Pa r t  of t h e  paper should protrude 
above t h e  surface  of t h e  medium. 

2. Plug t e s t  tubes wi th  rubber s toppers.  S t e r i l i z e  by autoclaving f o r  1 5  
minutes at 15 ps i .  NOTE: Make c e r t a i n  stoppers a r e  loose  o r  they w i l l  blow 
out. Fold a b i t  of paper and i n s e r t  between tube and stopper before  auto- 
claving and remove a f t e r  autoclaving. 

3. Prepare a 10-fold soi1:water d i l u t i o n  s e r i e s ,  stopping a t  10'9. ( see  
3.5.3.5 Steps 5 through 13) .  

4. Withdraw by s t e r i l e  1 m l  p i p e t t e ,  5 a l iquo t s  from the  10'9 s o i l  
suspension. Discharge 1 ml i n t o  each of 5 t e s t  tubes containing t h e  medium. 

5 .  Repeat s t ep  4 f o r  the  next four  lower d i l u t i o n s ,  10'~ through 10'5. NOTE: 
Use lower d i l u t i o n s  i f  t h e  number of organisms i s  expected t o  be small.  



6. Incubate tubes at 2s0C or  30°C. 

7. hemine  tubes da i ly .  

8. Presence of cellulose-decomposing b a c t e r i a  w i l l  be shown by t h e  
decomposition of t h e  paper j u s t  a t  t h e  surface  of t h e  l iqu id .  

9. After  4 weeks s torage ,  make f i n a l  observations. 

10. Record t h e  number of tubes a t  each d i l u t i o n  i n  which growth has 
occurred a s  p o s i t i v e  tubes. 

11. Calculate the  most-probable-number (MPN ) of bac te r i a .  

3.5.4.6 Calculat ions ( ~ l e x a n d e r  , 1965)-- 

1. Se lec t  a s  ~ ( 1 )  t h e  number of p o s i t i v e  tubes of t h e  l e a s t  concentrated 
d i l u t i o n  i n  which a l l  tubes a r e  pos i t ive  o r  i n  which t h e  g r e a t e s t  number of  
tubes a r e  pos i t ive .  

2. ~ ( 2 )  and ~ ( 3 )  a r e  the  next two higher d i lu t ions .  

3. Using Table 13, f i n d  t h e  row of numbers i n  which ~ ( 1 )  and ~ ( 2 )  corres-  
pond t o  t h e  experimentally observed values,  

4. Follow t h e  row of numbers across t h e  t a b l e  t o  the  column headed by t h e  
observed value of ~ ( 3 ) .  NOTE: This number i s  t h e  MPN of organisms i n  t h e  
quant i ty  of t h e  o r i g i n a l  sample represented i n  t h e  inoculum added i n  t h e  
second d i l u t i o n ,  ~ ( 2 )  d i l u t i o n  fac to r .  

5. Multiply t h e  number found i n  s t e p  4 by t h e  d i l u t i o n  f a c t o r  of ~ ( 2 )  t o  
obta in  t h e  MPN f o r  t h e  o r i g i n a l  sample. 

Example A - 
Using a 10-fold d i l u t i o n  and 5 tubes per  d i l u t i o n ,  t h e  following numbers o f  
pos i t ive  tubes  were observed: 5 a t  10'5; 5 a t  10'~; 4 a t  10-7; 2 a t  10-8; 
1 a t  10'9. In  t h i s  s e r i e s ,  ~ ( 1 )  = 5, ~ ( 2 )  = 4,  and ~ ( 3 )  = 2. Table 13 gives  
a value of 2.2 f o r  a d i l u t i o n  s e r i e s  of 10-7, t h e  d i l u t i o n  of ~ ( 2 ) .  Multi- 
plying 2.2 times l o 7  g ives  a MPN f o r  t h e  o r i g i n a l  sample of 22 mi l l ion  
b a c t e r i a ,  2.2 X l o 7  = 22,000,000. ............................................................................ 
6. The 95% confidence l i m i t s  f o r  MPN values can be  determined from Table 14. 
Upper confidence l i m i t  a t  95% l e v e l  = (MPN va lue )  X ( f a c t o r  from Table 1 4 ) .  

Lower confidence l i m i t  a t  95% l e v e l  = (MPN value ) / ( f a c t o r  from Table 1 4 ) .  ............................................................................ 



TABLE 13. MOST-PROBABLE-NUMBERS FOR USE WITH 10-FOLD 
DILUTIONS AND 5 TUBES PER DILUTION 
(FROM COCHRAN, 1950) 

P1 P2 Most probable number for indicated values of P3 

0 1 2 3 4 5 



Example B - 
The f a c t o r  f o r  example A using f i v e  tubes wi th  a d i l u t i o n  of 10-fold and a 
MPN equaling 2.2 obtained from Table 1 4  i s  3.30. 

Upper confidence l i m i t  a t  95% l e v e l  = (2.2)  X (3.30). 

Upper confidence l i m i t  a t  95% l e v e l  = 7.26. 

Lower confidence l i m i t  a t  95% l e v e l  = (2 .2) / (3 .3) .  

NOTE: New t a b l e s  must be used i f  these  p a r t i c u l a r  number of tubes  and 
d i l u t i o n s  a r e  not used. MPN has a low order of precision.  Large numbers 
of tubes must be inocula ted  f o r  each d i l u t i o n  f o r  p rec i se  est imates.  
Increasing t h e  number of tubes inoculated a t  each d i l u t i o n  o r  narrowing t h e  
d i l u t i o n  r a t i o ,  reduces t h e  confidence l i m i t  i n t e r v a l s  a t  t h e  95% l e v e l .  

3.5.5 Carbon Dioxide Product ion  

This method determines the  amount of carbon dioxide produced, under labora tory  
condit ions,  by microbial  decomposition of f i n e l y  ground (40 mesh) s traw 
( o r  any o ther  a d d i t i v e ) .  The quant i ty  of carbon dioxide produced i s  an 
index of i n t e n s i t y  f o r  microbial  a c t i v i t y .  Minesoils,  l i k e  o the r  s o i l s ,  have 
a microbial  population. Vegetated minesoils a r e  expected t o  contain l a r g e r  
numbers and a wider v a r i e t y  of microorganisms than nonvegetated minesoils  
(Hedrick and Wilson, 1956; Wilson and Hedrick, 1 9 5 ~ ) .  

The s impl ic i ty  of t h i s  method i s  t h e  ready a c c e s s i b i l i t y  of t h e  mater ia ls .  
Care must be taken i n  preparat ion and s tandardiza t ion  of t h e  barium 
hydroxide, B ~ ( o H ) ~ ,  s ince  exact  concentrati 'on (Normality) i s  important 
(Hedrick and  ilko on, 1956; Wilson and Hedrick, l957b).  

NOTE: A l l  chemicals must be ACS C e r t i f i e d  pure grade. 

1. Calcium hydroxide ( c ~ ( o H )  ) ,  0.04 N ,  s a tu ra ted  solu t ion:  Dissolve 
1.5 g (use some excess)  of Ca 7  OH)^ i n  k b o n  dioxide-free water (see  3.2.3.3 
No. 1 )  and d i l u t e  t o  1 l i t e r .  F i l t e r  o f f  CaC03 and p ro tec t  from C02 of t h e  
a i r  with soda lime o r  a s c a r i t e  i n  a guard tube. 

2. Sodium n i t r a t e  ( N ~ N O ~ ) .  

3. Calcium phosphate ( c ~ H P o ~ ) .  



TABLE 14. FACTORS FOR CALCULATING THE CONFIDENCE LIMITS FOR THE 
MOST-PROBABLE-NUMBER COUNT (FROM COCHRAN , 1950 ) 

No. of tubes 
Factor  f o r  95% confidence l i m i t s  with 

indica ted  d i l u t i o n  r a t i o s  
per  d i l u t i o n  

(n  1 2 4 5 10 

4. Monopot assium phosphate ( K H ~ P O ~  ) . 
5. Barium hydroxide ( B ~ ( o H ) ~ ) ,  0.1 N: Dissolve 15.75 g of B ~ ( o H ) ~  i n  
carbon dioxide-free water ( see  3.2.373 No. 1) and d i l u t e  t o  1 l i t e r .  F i l t e r  
o f f  BaC03 and p ro tec t  from C02 of t h e  a i r  with soda lime o r  a s c a r i t e  i n  a 
guard tube. 

6. Hydrochloric ac id  ( H C ~ )  , 0.1 - N. 

7. Phenolphthalein ind ica to r .  

1. Sieve, 2 mm openings (10 mesh). 

2. pH meter (corning model 1 2  o r  equivalent  ) with combination e lec t rode .  

3. Refr igera t ion  un i t .  



4. Straw, ground, 40 mesh, s t e r i l i z e d ,  or  other biodegradable mater ia l .  

5. Gr i f f in  beaker, 50 ml .  

6. Gr i f f in  beaker, 600 m l .  

7. Mason j a r s ,  473.2 m l  (1 p t ) .  

8. P l a s t i c  cylinder,  3.81 cm (1.5 i n )  length. 

9.  Rubber stoppers. 

10. Fiber board (pokerchip). 

U. Metal l i d s ,  2 piece t o  f i t  Mason jar. 

12. Flasks, Erlenmeyer, 250 m l .  

13. Balance, can be read t o  0.1 g. 

3.5.5.5 Procedure (Adapted from Hedrick and Wilson, 1956; Wilson and 
Hedrick, 1957b)-- 

1. Collect bulk samples representing the  minesoil and depth i n  question, 
usually 0-8 cm (0-3 i n ) .  

2. Save mater ia l  t h a t  w i l l  crush ea s i l y  with f ingers  and pass through a 
2 m a  sieve. 

3. Determine water-holding capacity (see 3.5.2.5, Steps 3 through 15) .  

4. Place 10.0 g of minesoil sample i n to  a s e r i e s  of 250 m l  Erlenmeyer 
f l asks  . 
5. Add d i f fe ren t  amounts of 0.04 g c ~ ( o H ) ~  t o  t he  f lasks .  NOTE: 5 ml of 
0.04 N c ~ ( o H ) ~  is  equivalent of 1 ton  of pulverized limestone per acre.  

6. Dilute t o  100 m l  with d i s t i l l e d  water. 

7. Add 3 drops of chloroform. NOTE: The chloroform is added t o  prevent 
microbial ac t iv i ty .  

4. Stopper f lasks .  

9. Thoroughly shake f l a sks  twice a day. 

10. Repeat s tep  9 f o r  4 days. 

ll. Determine pH values of t he  suspension. 

12. Note t h e  amount of 0.04 N C ~ ( O H ) ~  required fo r  10.0 g of minesoil t o  
have a pH of about 7.0. 



13. Place 100 g of minesoil i n t o  each of two 600 ml beakers. 
NOTE: One beaker w i l l  have t h e  unt rea ted  sample and t h e  o ther  beaker w i l l  
have t h e  t r e a t e d  sample. 

14. Adjust minesoil i n  both beakers t o  a pH of about 7.0 with c ~ ( o H ) ~  using 
t h e  d a t a  acquired from s t e p  12. 

15. To one beaker, add 1.0 g of ground straw, o r  o ther  add i t ive ,  and 
thoroughly mix. 

16. To t h e  same beaker add nitrogen (as  NaN03), phosphorus ( a s  C€diP04), and 
potassium ( a s  K H ~ P O ~ )  a t  an equivalent r a t e  of 1000 l b s  per  acre  of 4-12-4 
f e r t i l i z e r  and thoroughly mix. 

17. Close both ends of two 3.81 cm (1.5 i n )  p l a s t i c  cylinders with rubber 
stoppers. 

8 .  On one end cement a s m a l l  d isc  of f i b e r  board (pokerchip) t o  each 
cylinder.  

19. Place a cylinder ins ide  each of the  Mason jars ( incubation chambers) 
with t h e  pokerchip end up. 

20. While holding t h e  cylinder f irmly against  t h e  bottom, t r a n s f e r  t h e  100 g 
sample from t h e  600 m l  beakers. 

21. Bring minesoil  t o  50 percent water-holding capacity by t h e  addi t ion  of 
d i s t i l l e d  and/or deionized water. 

22. Shake the  j a r  gent ly  t o  l e v e l  t h e  mater ia l  and then gently t a p  it on a 
t a b l e  t o  s e t t l e  t h e  mater ia l  around t h e  cylinder.  

23. Place a 50 ml beaker containing 20 ml of 0.1 N B ~ ( o H ) ~  and 7 drops of 
phenolphthalein on top of t h e  pokerchip. NOTE: B ~ ( o H ) ~  i s  used t o  absorb 
the  C02 and t h e  phenolphthalein i s  used a s  an ind ica to r  t o  show i f  the  
B ~ ( o H ) ~  was converted t o  BaC03 before t h e  one day incubation period was 
completed. I f  t h i s  occurs, quickly open t h e  incubation chamber and replace  
with a new beaker of B ~ ( o H ) ~  and note f o r  t h e  ca lcula t ions .  

24. Close t h e  jars wi th  two-piece metal l i d s .  

25. After  24 hours, remove t h e  50 ml beakers from t h e  Mason j a r s .  

26. T i t r a t e  t h e  B ~ ( o H ) ~  with 0.1 N H C 1  u n t i l  it c lea r s .  

27. Make a blank f o r  each t i t r a t i o n .  NOTE: This i s  necessary t o  determine 
t h e  amount of C02 i n  t h e  stock B ~ ( o H ) ~  so lut ion.  

28. After  each t i t r a t i o n ,  thoroughly a e r a t e  t h e  incubation chamber by 
rap id ly  drawing carbon dioxide-free a i r  i n t o  t h e  jar f o r  about 3 minutes. 

29. Repeat s t eps  23 through 28 f o r  1 0  days. 



1. m l  BaC03 = ( m l  B ~ ( o H ) ~  used) - ( m l  of HC1/2). 

3. Tota l  mg C02/10 days = Sum t o t a l  of mg C02 f o r  each of t h e  t e n  days. 

3.5.6 MPN of Sulfur-Oxidizinp; Bacter ia  

When s u l f u r  i s  added t o  a minesoil ,  t h e  s u l f u r  a t  f i r s t  oxidizes slowly. 
As t h e  s o i l  becomes ac id ,  s u l f u r  begins t o  oxidize rapidly .  

Inoculat ion i s  made i n  a medium f r e e  of any organic compounds and carbonates. 
Sulfur  i s  added as t h e  only energy source. The b a c t e r i a  convert s u l f u r  i n t o  
s u l f u r i c  a c i d  thus  lowering t h e  pH. 

Since many organisms w i l l  not l i v e  i n  ac id  condit ions,  t h e  medium has a 
r eac t ion  a t  about pH 4.0. The sulfur-oxidizing bac te r i a  can develop a t  
t h i s  low pH. The high a c i d i t y  and high d i lu t ions  of t h e  cu l tu re  r e s u l t s  i n  
a pure cul ture .  

S t e r i l i z a t i o n  of t h e  medium must be by flowing steam. The s t e r i l i z a t i o n  
must be on 3 CONSECUTIVE days a t  30 minutes each. This process i s  c a l l e d  
in te rmi t t en t  s t e r i l i z a t i o n .  The f i r s t  day k i l l s  vegetated c e l l s ;  t h e  
second day k i l l s  spores t h a t  have germinated; and t h e  t h i r d  day k i l l s  any 
remaining vegetated c e l l s .  NOTE: Passing steam around t h e  medium i s  t h e  
bes t  procedure; however, an autoclave can be used i f :  ( 1 )  the re  i s  NO 
PRESSURE BUILDUP, and ( 2 )  temperature REMAINS a t  about 100°C. 

The medium becomes t u r b i d  a s  b a c t e r i a l  growth develops and s u l f u r  c r y s t a l s  
can be seen i n  t h e  medium. The medium a l s o  allows f o r  pH determination. 

NOTE: A l l  chemicals must be ACS C e r t i f i e d  pure grade. 

1. Sulfur-phosphate medium (Fred and Waksman, 1928) : Mix 0.2 g ammonium 
s u l f a t e  ( (NH4)2~04),  3.0 g monopotassium phosphate ( K H ~ P O ~ ) ,  0.25 g magnesium 
s u l f a t e  ( M ~ s o ~ - ~ H ~ o ) ,  a t r a c e  amount of fer rous  s u l f a t e  ( ~ e ~ 0 4 * 7 H ~ 0 ) ,  10.0 g 
of powdered s u l f u r ,  and 1000.0 m l  of d i s t i l l e d  water. Weigh 1 .0  g of s u l f u r  
i n t o  individual  250 m l  Erlenmeyer f lask$.  Add 100 ml of t h e  l i q u i d  medium 
t o  each f l a sk .  Reaction of t h e  medium is  about pH 4.0. S t e r i l i z e  f l a s k s  i n  
flowing steam f o r  30 minutes on 3 CONSECUTIVE days ( see  3.5.6.2). 

1. Flasks,  Erlenmeyer, 250 m l .  



2. pH meter (Corning model 12 or. equivalent) with combination electrode. 

3. Microscope with 10X or  15X eyepiece. 

4. Sieve, 2 mm (10 mesh) openings. 

3.6.6.5 Procedure  r red and Waksman, 1928)- 

1. Sieve sample with 2 mm sieve. 

2. Prepare 20 f lasks  with 100 m l  of the medium. 

3. Prepare a 10-fold soi1:water di lut ion se r ies ,  stopping a t  10'9 (see 
3.5.3.5 steps 5 through 13). 

4. Withdraw by s t e r i l e  1 m l  pipet ,  5 s l iquots  from the 10'9 s o i l  
suspension. Discharge in to  f lasks  containing medium. 

5. Repeat s tep  4 f o r  the next four lower di lut ions ,  low8 through 10'~. 
NOTE: Use lower di lut ions  i f  the  number of organisms i s  expected t o  be 
small. 

6. Incubate f lasks  a t  25' t o  30°C. 

7. After 7, 14 ,  and 30 days, determine pH of f lasks  and note i f  medium has 
become turbid. NOTE: It is  a good pract ice  t o  check the turbid medium 
microscopically t o  determine i f  the  tu rb id i ty  i s  due t o  the  presence of 
sulfur-oxidizing bacteria.  

8. Record the number of f lasks  a t  each di lut ion i n  which turb id i ty  has been 
observed. Record these tubes a s  posi t ive  tubes. 

9. Determine the  most-probable-number (MPN) of bacter ia  (see 3.5.4.6). 
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